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INTRODUCTION 


The  project  entitled  -  Lightweight  Portable  Plasma  Medical  Device  -  Plasma  Engineering 
Research  Laboratory  has  made  significant  progress  meeting  the  proposed  milestones.  The 
project  has  two  objectives,  in  which  the  objective  1  is  to  develop  a  plasma  research  facility  and 
establish  a  range  of  experimental  plasma  systems  and  diagnostics.  The  tasks  under  objective  1 
were  completed.  The  project's  second  objective  is  to  develop  a  prototype  of  a  portable  plasma 
source  for  biomedical  applications  such  as  sterilization,  infection  treatment  and  cancer 
treatment.  We  have  developed  a  test  portable  plasma  source  and  tested  on  a  range  of  bacteria 
and  cancer  cells  and  promising  results  were  obtained.  We  have  also  designed  and  constructed 
another  portable  non-thermal  atmospheric  pressure  plasma  jet  based  on  a  dielectric  barrier 
discharge  configuration.  The  plasma  and  biological  testing  and  characterization  are  in  progress. 
The  PI  has  established  the  Plasma  Engineering  Research  Lab  (PERL)  with  a  state-of-the-art 
facilities  and  equipment  obtained  through  this  grant  funding  as  well  as  several  donations  from 
the  university  and  the  community.  The  PI  has  mentored  over  20  undergraduate  students  and  2 
graduate  students  to  perform  various  research  projects.  Several  of  these  students  have 
presented  their  work  at  various  conferences  and  symposiums  and  few  of  those  presentations 
has  received  best  paper  awards.  The  PI  has  mentored  a  visiting  scientist  and  4  postdoctoral 
research  associates.  The  PI  and  the  research  team  have  published  5  journal  articles  and 
currently  preparing  5  journal  manuscripts  which  will  be  submitted  in  the  upcoming  weeks.  The 
PERL  has  received  a  great  visibility  in  the  university  campus  as  well  as  in  the  state.  A  no  cost 
extension  was  requested  and  approved  to  continue  and  complete  the  tasks  of  second  objective. 
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BODY 


Table  1.  The  Project  Objectives  and  Tasks 


Task 

Proposed  Milestones 

Base  Line 

Plan  Date 

Status 

Objective  1:  Establish  Plasma  Engineering  Research  Lab 

■ 

Setup  a  direct  current  -  atmospheric  -  resistive 
barrier  cold  plasma  system 

26  OCT  2011 

Completed 

2 

Setup  a  13.56  MHz  radio  frequency  dielectric  barrier 
plasma  system 

26  OCT  2011 

Completed 

3 

Setup  a  900  MHz/2.45  GHz  wave  plasma  system 

26  OCT  2011 

Completed 

■ 

Setup  a  laser  induced  breakdown  plasma 
experimental  system 

26  OCT  2011 

Completed 

5 

Implement  plasma  shadowgraphy  diagnostics  Setup 

26  OCT  2011 

Completed 

6 

Implement  a  two  color  laser  interferomtery 
diagnostics  setup 

26  OCT  2011 

Completed 

■ 

Implement  a  optical  emission  spectroscopy 
diagnostics  setup 

26  OCT  2011 

Completed 

Objective  2:  Develop  Portable  Plasma  Source 

8 

Design  phase:  Design  an  optimized  portable  plasma 
source  system 

26  OCT  2012 

Completed 

9 

Construction  phase:  Construct  the  portable  plasma 
source  based  on  the  design  analysis  and  utilizing  the 
existing  resources  and  knowledge  gained  from 
objective  1. 

26  OCT  2012 

Completed 

10 

Testing  and  characterization  phase:  Portable  plasma 

source  will  be  tested  and  characterized  for  its 

operating  parameters  and  plasma  parameters. 

26  OCT  2012 

In 

Progress 

11 

Biological  testing:  In-vitro  biological  testing. 

26  OCT  2012 

In 

Progress 
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I.  OBJECTIVE  1:  ESTABLISH  PLASMA  ENGINEERING  RESEARCH  LAB 
1.  Setup  a  direct  current  -  atmospheric  -  resistive  barrier  cold  plasma  system 


1 

HV  Power  Supply 
0  -  25  kv 

0  -  3  mA 

Ballast  Resistor 
1  M  O 


Top  Hv  electrode 
Ceramic  Sample 
GND  electrode 


Figure  1.  DC  atmospheric  pressure  resistive  barrier  discharge 
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We  have  completed  setting  up  the  direct  current  atmospheric  -  resistive  barrier  cold  plasma  system.  The 
DC  power  supply  was  acquired  and  atmospheric  pressure  plasma  in  air  and  helium  has  been 
experimented.  A  Mechanical  Engineering  Undergraduate  Student  is  assisting  on  setting  up  the 
atmospheric  Pressure  resistive  barrier  discharge. 
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Fig.5-  Moist  Trial  1  of  TAMUCC  Stoneware 
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Fig.  7  -  Moist  Trial  3  of  TA-MUCC  Stoneware- 
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Fig.9-Dr,  andMoistAverlgeofTA.^^.CC  Stonewire.'  Fig.4- Average  Dr>  Trial  of  TA.WCC  Stoneware  - 


Figure  2.  The  V-l  characteristics  of  the  resistive  barrier  DC  plasma  characteristics 


The  direct  current  resistive  barrier  discharge  has  been  developed  and  tested  for  its  voltage  and 
current  characteristics  for  different  experimental  conditions  of  the  resistive  barrier.  The  dryness 
and  the  moisture  content  of  the  resistive  barrier  has  been  varied  and  the  VI  characteristics  and 
plasma  parameters  were  diagnosed.  The  results  are  reported  as  technical  report  and  presented 
in  the  key  research  accomplishments  section. 
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2.  Setup  a  13.56  MHz  radio  frequency  dielectric  barrier  plasma  system 


Figure  3.  Setup  a  13.56  MHz  radio  frequency  dielectric  barrier  plasma  system 

We  have  completed  the  setup  of  a  RF  system  that  generates  atmospheric  pressure  plasma  at  a  low 
temperature.  Currently  a  Hispanic  Minority  Mechanical  Engineering  Undergraduate  student  is  assisting 
on  setting  up  the  experiment  and  collecting  data.  The  data  has  been  presented  in  a  recent  LSAMP 
conference  and  IEEE  ICOPS  conference. 

Atmospheric  pressure  cold  (non-thermal)  plasmas  have  become  increasingly  prevalent  within  many 
research  and  industrial  applications  due  to  their  range  of  reactive  gas  species  produced  that  can  be 
controlled  and  used  in  vast  areas  of  application.  In  addition,  the  atmospheric  plasma  systems  do  not 
require  expensive  vacuum  systems  for  their  operation  and  generate  a  range  of  reactive  ion  species 
concentrations.  This  experimental  research  is  being  carried  out  to  characterize  and  quantify  the 
concentrations  of  the  reactive  ion  species  and  other  residual  gases  in  order  to  theoretically  extrapolate 
radial  and  axial  distances.  A  set  of  gas  flow  rates  were  tested  at  fixed  RF  powers  range  from  60  W  to  180 
W.  Through  proportionally  increasing  oxygen  gas  flow  rate  and  applied  RF  power  the  amount  of  reactive 
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ionized  species  are  quantified  and  characterized.  The  experiment  is  also  extended  to  various  axial 
distances  and  the  measured  decay  of  reactive  ion  species  which  provides  the  required  treatment 
distances  based  on  the  application  treatment  requirements. 

The  chemical  characterization  of  the  atmospheric  pressure  diffused  plasma  source  was  performed.  The 
results  confirm  that  the  plasma  source  generates  required  amount  of  Nitrous  Oxide  gases  that  are  the 
primary  reaction  agents  to  induce  several  healing  mechanism  in  the  human  body. 


Figure  4.  ppm  at  varying  distances  of  Surfx®  -  Atomflo™  AH-250C  -  Testo-350  Diagnostics,  Acquisition 

Software  and  Plasma  Data  Comparison 


3.  Setup  a  900  MHz/2.45  GHz  wave  plasma  system 

The  microwave  plasma  discharge  systems  are  found  be  not  aligned  well  with  our  research 
directions  towards  the  medical  and  bio-medical  related  applications  and  therefore  we  have 
decided  to  acquire  a  small  scale  commercial  system  instead  of  developing  a  new  system. 
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4.  Setup  a  laser  induced  breakdown  plasma  experimental  system 


Figure  5.  Setup  a  laser  induced  breakdown  plasma  experimental  system 

The  picture  of  the  experimental  setup  is  shown  in  Fig.  5.  In  this  experiment,  a  pulsed  Nd:YAG  laser 
(Spectra-Physics,  Indi  40),  with  a  1st  harmonic  at  \  =  1064  nm,  1.165  eV  per  photon  and  a  2nd  harmonic 
at  \  =  532  nm,  2.33  eV  per  photon  is  used.  The  laser  output  is  a  circular  beam  of  1-cm  cross  section 
diameter  with  Gaussian  distributed  beam  intensity  and  1.0  mrad  beam  divergence.  The  full-width  at  half 
maximum  (FWHM)  of  the  laser  pulse  is  6  ±  1  ns,  with  a  1-ns  rise/fall  time  and  a  maximum  available  laser 
output  energy  of  450  mJ  at  1-20  FIz  rep  rate.  The  laser  outputs  both  1st  and  2nd  harmonic  laser  beams 
simultaneously  and  in  order  to  study  the  infrared  laser  induced  plasma  the  532  nm  2nd  harmonic  crystal 
generator  was  detuned  and  a  dichromatic  mirror  separates  any  minimal  532  nm  laser  output  from  the 
1064  nm  pump  laser.  The  laser  output  beam  energy  is  controlled  using  a  variable  attenuator  and  each 
laser  pulse  is  sampled  through  an  IR  beam  sampler  and  the  laser  output  energy  is  measured  using  laser 
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energy  meter  (Coherent,  FieldMax  II).  In  this  experiment,  all  IR  optical  components  are  specially  coated, 
with  98%  transparency  at  1064  nm.  The  IR  beam  is  then  reflected  by  a  high  damage  threshold  (20  J/cm2) 
IR  coated  kinematic  mirror  (TECHSPEC)  in  order  to  obtain  a  top-down  configuration  for  the  IR  beam  to 
enter  the  plasma  chamber.  The  1-cm-diameter  IR  beam  is  then  passed  through  a  1064  nm  transmission 
coated  3-cm-diameter  Zinc  Selenide  window.  The  laser  beam  was  focused  by  using  a  high-power 
handling  (500  MW/cm2)  objective  lens  mounted  inside  the  plasma  chamber.  The  objective  lens 
(Thorlabs,  LMH-5X-1064)  has  an  effective  focal  length  of  40-mm,  with  a  10-mm  entrance  aperture  and  a 
0.13  NA.  Due  to  its  short  focal  length,  the  objective  lens  is  mounted  inside  the  plasma  chamber  using  an 
adjustable  length  holder,  so  that  the  laser-induced  plasma  will  be  positioned  at  the  cylindrical  chamber 
air  and  visible  through  side  windows  for  diagnostics.  The  space  between  the  entrance  IR  window  and 
the  objective  lens  is  maintained  at  the  same  pressure  as  that  of  the  chamber  pressure  in  order  to  avoid 
differential  pressures  acting  on  the  objective  lens.  Great  care  was  taken  to  position  the  objective  lens 
together  with  the  plasma  chamber  precisely  in  the  line  of  sight  with  the  IR  laser  beam.  In  addition,  using 
the  laser  energy  meter,  it  is  found  that  the  laser  beam  experiences  a  5%  loss  as  it  passes  through  the 
coated  IR  optics,  including  the  attenuator,  beam  sampler,  mirrors  and  windows.  The  laser  energy 
available  immediately  after  the  objective  lens  corresponding  to  a  300  ±  5  mJ  laser  output  was  measured 
by  the  Coherent  FieldMax  II  energy  meter  to  be  285  ±  5  mJ,  corresponding  to  the  measured  incident 
laser  energy  on  the  focal  spot,  in  agreement  with  the  analytical  estimate.  A  high-speed  (<2-ns  rise  time) 
visible  photodetector  (Thorlabs,  DETIOA/M)  mounted  with  collection  optics  is  used  to  detect  and 
observe  the  laser  breakdown  visible  spark.  The  photodetector  is  connected  to  a  high  speed  2.5  GS/S 
oscilloscope  to  monitor  the  laser  induced  plasma  emission.  The  plasma  chamber  was  made  from 
stainless  steel  and  flushed  several  times  before  finally  filling  with  dry  air  (<  10  ppm  water)  to  the  desired 
pressure  ranging  from  2000  Torr  to  100  mTorr.  Optical  view  ports  on  both  sides  of  the  cell  are  made  of 
3-cm-diameter  by  5-mm-thick  sapphire  windows.  The  view  ports  enabled  observation  of  the  interior  at 
right  angles  to  the  cell  axis  which  is  coincident  with  the  direction  of  the  laser  beam,  as  well  as  for 
diagnosing  the  plasma.  The  chamber  pressure  was  measured  precisely  by  a  pressure  gauge  with  a 
pressure  controller-readout  (MKS  Instruments,  910-11  and  PDR  900-11).  The  gas  flow  through  the 
chamber  was  regulated  by  a  needle  valve  in  the  gas  line  and  another  valve  in  the  pumping  line.  For  one 
set  of  experiments  on  determining  the  effects  of  removing  micro  dust  particles  of  diameters  >  0.1  pm  on 
the  breakdown  threshold  of  dry  air,  we  have  inserted  a  filter  capsule  in  the  incoming  gas  line  and 
cleaned  residual  dust  on  window  and  lens  surfaces  by  means  of  an  aerosol  jet. 
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5.  Implement  plasma  shadowgraphy  diagnostics  Setup 


We  have  completed  the  laser  focused  plasma  and  the  shadowgraphy  diagnostics  together.  We  have 
obtained  very  good  results  and  he  is  working  on  two  journal  manuscripts  based  on  the  results. 


Figure  6.  Shadowgrams  of  the  laser  induced  plasma  in  air 
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Figure  7.  Shadowgrams  of  the  laser  induced  plasma  at  air  target  interface 
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6.  Implement  a  two  color  laser  interferometry  diagnostics  setup 

High  resolution  two-color  laser  interferometry  diagnostics  were  realized  using  two  different 
wavelengths  to  measure  the  electron  density  ne  of  the  laser  induced  plasma  as  well  as  the  neutral  gas 
density  of  the  laser  heated  gas  with  spatial  and  temporal  evolution.  The  interferometer  works  in  the 
Mach-Zehnder  configuration,  in  which  the  plasma  is  located  in  one  of  the  arms  of  a  two  beam 
interferometer.  The  interferometer  is  configured  to  acquire  an  interference  image  of  adjacent  fringes  of 
equal  width  when  no  plasma  is  formed.  The  changes  in  the  optical  index  of  the  environment  due  to  the 
presence  of  plasma  and  neutral  gas  profiles  create  a  shift  in  the  fringes  that  corresponds  to  the  electron 
and  neutral  density  profiles  in  the  line  of  sight.  These  fringing  patterns  are  captured  by  an  intensified 
charged-coupled  device  ICCD  ANDOR,  DH  734of  1024x1024  active  pixels  and  a  30  x  30  micro-m^ 
resolution  camera  with  a  minimum  gate  width  of  10  ns  connected  to  a  computer.  The  plasma  is 
illuminated  by  two  1  mm  diameter  probe  lasers,  a  He-Ne  red  laser  emitting  at  lambda  =  632.8  nm  JDS 
Uniphase  1125P,  and  a  high  performance  solid  state  green  laser  emitting  at  lambda  G=532  nm  Edmund 
Optics,  NT56-484  operated  independently  at  5  mW  power  levels.  The  probe  laser  beam  sizes  are 
expanded  by  a  factor  of  20  using  an  optical  beam  expander  Edmund  Optics,  NT55-579and  a  20  mm 
aperture  eliminates  the  edges  of  the  expanded  beam  to  improve  the  beam  quality.  The  Gaussian  wave 
front  is  split  by  a  50/50  beam  splitter  with  one  beam  sent  through  the  plasma  chamber  and  the  other 
used  as  a  reference  beam.  Since  the  coherence  length  of  the  probe  laser  determined  by  the  probe  laser 
bandwidth  of  0.05  nm  is  only  5.7  mm,  both  arms  of  the  interferometer  were  adjusted  to  the  same 
optical  length  of  61  cm  within  a  few  mm  5  mmoffset.  A  mismatch  of  the  two  wave  fronts  by  one 
coherence  length  causes  a  drop  of  the  fringe  contrast  by  a  factor  of  1/e.  The  two  view  port  windows  on 
either  side  of  the  chamber  are  slightly  tilted  relative  to  the  probe  beam  laser  beam  axis  to  avoid  ghost 
images  due  to  reflections.  Optical  interference  filters  with  center  wavelength  at  5322  or  632.82  nm  are 
used  in  front  of  the  ICCD  to  suppress  the  plasma  self-luminescence.  Both  the  test  and  the  reference 
beams  are  aligned  to  overlap  within  200  m  to  assure  the  desired  spatial  resolution.  The  mirror  for  the 
reference  beam  is  slightly  tilted  relative  to  the  laser  beam  axis  using  a  micropositioner.  In  this  way  a 
fringe  pattern  with  the  number  of  fringes  proportional  to  the  tilting  angle  is  observed.  A  tilting  of  the 
mirror  in  the  other  plane  rotates  the  fringe  pattern.  In  the  measurements,  the  null  fringe  pattern  was 
arranged  to  show  between  eight  and  ten  fringes  over  the  1.3  cm  width  field  of  view  perpendicular  to  the 
observation  axis.  By  using  a  digital  delay  generator  the  gating  trigger  pulse  of  the  ICCD  is  precisely 
synchronized  with  the  firing  pulse  of  the  excimer  UV  laser.  These  two  pulses  are  compared  by  means  of 
a  1  GHz  sample  rate  oscilloscope  LeCroy,  WaveRunner  6100A.  The  gate  width  of  the  ICCD  is  varied  by 
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using  an  electronic  shutter  controller  with  a  typical  gate  width  of  10  ns.  Due  to  the  high  sensitivity  of  the 
ICCD,  the  milliwatt  level  cw  powers  of  from  the  red  and  green  lasers  are  sufficient  to  record  images  with 
a  gate  width  of  10  ns. 


Electron  density  profile  150mJ 


Position  (px) 


Figure  7A.  Laser  interferometry  results 

Laser  interferometry  results  recently  obtained  in  an  identical  configuration  indicate  line-integrated 
electron  density  values  ""lO^®  cm'^  at  ""125  ns  into  the  blast  expansion.  The  density  was  calculated  using 
[(Thiyagarajan  and  Scharer  2008),  (Weber  and  Fulghum  1997;  Zhang,  Lu  et  al.  2009)]: 


A  =  (lAric)  ^  j  HgcLl 
(2An,)A 


Where,  A  is  the  ratio  of  the  fringe  shift  to  the  fringe  spacing,  X  is  the  wavelength  of  the  probe  laser,  Oc  is 
the  critical  density,  ng  is  the  electron  density  which  was  assumed  to  be  constant  for  this  estimate,  and 
the  integral  is  over  the  path  length.  The  image  dimensions  are  1.3cm  x  1.3cm.  This  estimation  is  in 
agreement  with  the  previously  published  work  in  this  regime:  including  (Zhang,  Lu  et  al.  2009). 
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7.  Implement  optical  emission  spectroscopy  diagnostics  setup 


Figure  8.  Optical  emission  spectroscopy  diagnostics  setup 


The  OES  diagnostic  setup  is  used  as  shown  in  Fig.  8  to  measure  the  rotational  Trot  and 
vibrational  Tvib  temperatures  of  the  laser  induced  plasma.  A  high  resolution  narrow  band  0.01 
nm  resolution  monochromator  Acton  Research,  model  ARC-SP-2758  is  used.  The 
monochromator  has  a  multiple  grating  option,  which  gives  the  flexibility  of  choosing  the 
resolution  and  wavelength  range.  A  holographic  grating  of  68_68  mm,  2400  grooves/mm, 
optimized  for  the  entire  visible  wavelength  range  is  used  to  acquire  emission  spectrum.  The 
plasma  emission  is  acquired  by  a  collecting  lens  f  10  and  sent  to  a  fast  gating  Andor  iStar  ICCD 
ANDOR,  DH  734  through  a  high-quality  200-800  nm  fiber-optic  bundle.  The  Andor  iStar  ICCD 
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detector  is  integrated  with  an  Acton  SpectraPro  2750  spectrograph  system.  This  system  has  a 
near-Lorentzian  slit  function  with  a  halfmaximum  width  of  0.2  nm  when  the  grating  density  is 
set  to  1200  lines/mm.  The  UV  excimer  laser  is  synchronized  with  the  gated  ICCD  in  such  a  way 
that  the  spectral  emissions  from  the  laser  induced  plasma  are  acquired  at  different  plasma 
lifetimes  ranging  from  45  ns  to  100  micros  with  a  gating  time  of  tg=45  ns  for  time  windows 
t_100  ns  and  tg  =100  ns  for  time  windows  1 100  ns.  The  spectral  emission  signal  strength  of  the 
laser  induced  plasma  spark  is  very  weak  due  to  small  plasma  dimension  and  short  gating  times 
of  45-100  ns.  In  order  to  obtain  good  signal  strength  and  spectral  profile,  2000  laser  shots  are 
used  at  each  acquisition  time  and  the  laser  is  operated  at  1  Hz  to  maintain  the  same  laser 
energy  output. 


Figure  9.  Optical  emission  spectrum  of  air  plasma 
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II.  OBJECTIVE  2:  DEVELOP  PORTABLE  PLASMA  SOURCE 


Atmospheric  pressure  non-thermal  resistive  barrier  plasma  (RBP)  jet  was  designed,  constructed 
and  characterized  for  plasma  surface  treatment  procedures  applied  in  biomedical  applications. 
The  RBP  source  can  operate  in  both  DC  (battery)  as  well  as  in  standard  60/50  Hz  low  frequency 
AC  excitation,  and  to  function  effectively  in  both  direct  and  indirect  plasma  exposure 
configurations  depending  on  the  type  of  treatment  targets  and  applications.  The  design  and 
construction  aspects  of  the  RBP  source  are  presented  including  the  electrode  configuration, 
electrical,  cooling  and  gas  flow  aspects.  The  RBP  jet  is  tested  and  its  characteristics  such  as  the 
propagation  velocity  of  the  plasma  jet,  electrical  properties,  plasma  gas  temperature  and  nitric 
oxides  concentration  are  characterized  using  optical  laser  plasma  shadowgraphy,  voltage- 
current  characterization,  optical  emission  spectroscopy  and  gas  analyzer  diagnostic 
measurements  respectively.  Using  a  laser  shadowgraphy  diagnostic  we  have  measured  the 
average  propagation  velocity  of  the  plasma  jet  to  be  150  -  200  m/s  at  1  cm  from  the  probe  end. 
Discharge  power  is  calculated  from  voltage-current  characterization  and  plasma  power  is  26.33 
W.  An  optical  emission  spectroscopy  was  applied  and  the  gas  temperature  which  is  equivalent 
to  the  nitrogen  rotational  (Trot)  temperatures  was  measured.  After  approximately  2  cm  from 
the  tip,  along  the  axis  the  plasma  emission  drops  and  the  high-temperature  ceramic  fiber- 
insulated-wire  thermocouple  probe  was  used  to  measure  the  temperatures  of  the  gas  flows 
along  the  downstream  jet.  The  addition  of  a  small  portable  external  cooling  unit  has  brought 
the  temperatures  of  reactive  oxygen  species  and  other  gases  close  to  room  temperature  at  the 
tip  of  the  handheld  plasma  source  unit.  The  concentrations  of  the  reactive  oxygen  species  at 
different  spatial  distances  from  the  tip  of  the  plasma  jet  were  measured,  at  5  cm  distance  from 
the  electrode  the  nitric  oxides  level  was  measured  to  be  in  the  rage  of  500-660  ppm  and  drops 
to  ~100  ppm  at  60  cm.  The  ppm  values  of  nitric  oxides  after  the  cooling  unit  are  observed  to  be 
of  the  same  order  of  magnitude  as  compared  to  plasma  jet.  The  portable  RBP  source  was  tested 
to  be  very  effective  for  decontamination  and  disinfection  of  a  wide  range  of  foodborne  and 
opportunistic  nosocomial  pathogens  such  as  Escherichia  coli.  Staphylococcus  aureus. 
Pseudomonas  aeruginosa  and  Bacillus  cereus  and  the  preliminary  results  are  presented.  The 
effects  of  indirect  exposure  of  the  portable  RBP  source  on  monocytic  leukemia  cancer  cells 


18 


(THP-1)  were  also  tested  and  the  results  demonstrate  that  a  preference  for  apoptosis  in  plasma 
treated  THP-1  cells  under  particular  plasma  parameters  and  dosage  levels.  The  tasks  8  and  9 
under  the  objective  2  are  completed  as  per  the  proposed  milestones  and  the  tasks  10  and  11 
are  in  progress. 

8.  and  9.  Design  and  Construction  phase:  Design  and  Construct  the  portable  plasma  source 
based  on  the  design  analysis  and  knowledge  gained  from  objective  1. 

The  schematic  block  diagram  of  the  portable  resistive  barrier  plasma  (RBP)  source  is  shown  in 
below.  The  RBP  jet  was  designed  and  constructed  for  biomedical  applications.  The  RBP  jet  was 
based  on  the  principles  of  large  volume  non-thermal  resistive  barrier  discharge  (RBD) 
researched  in  the  past  by  the  PI  Thiyagarajan  et.  al.  The  instrument  was  designed  to  be  a  light¬ 
weight  portable  handheld  plasma  source  which  is  capable  of  operating  in  both  direct  and 
indirect  plasma  exposure  modes.  Direct  exposure  of  plasma  involves  exposure  of  plasma 
directly  on  to  a  target  treatment  surface  whereas  the  indirect  plasma  exposure  involves 
exposure  of  only  the  ROS  generated  by  the  plasma  instead  of  the  plasma  itself,  thus  eliminating 
the  effect  of  any  possible  UV  radiation  produced  by  plasma  in  the  case  of  direct  plasma 
exposure. 


Portable  RBP  Source 


Figure  10.  Design  Schematic  of  the  portable  plasma  source  design 
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(b) 

Figure  11.  Direct  and  Indirect  treatment  methods 


Since,  the  plasma  instrument  is  principally  a  resistive  barrier  plasma  source,  it  is  capable  of 
operating  at  both  DC  and  low  frequency  AC,  such  as  the  standard  operating  voltages  120  V/60 
Hz  and  230  V/50  Hz  which  is  stepped-up  using  a  6  kV,  30  mA  (max)  portable  lightweight 
transformer  housed  in  the  power  supply  unit.  The  portable  plasma  source  is  primarily  made  up 
of  two  units  namely  the  power  supply  control  unit  and  the  handheld  plasma  probe  where  the 
plasma  jet  is  being  generated.  The  handheld  plasma  probe  unit  is  lightweight  and  maintained  at 
room  temperature  through  a  cooling  circuit  and  it  is  connected  to  the  power  supply  unit 
through  a  flexible  chord  to  facilitate  the  remote  workability  for  medical  practitioners  and 
biomedical  applications.  The  power  supply  unit  was  constructed  in  a  portable  form  such  that  it 
can  be  easily  carried  over  by  operators,  when  needed.  The  power  supply  unit  contains  a  mini  12 
V  DC  water  pump  (Geo-Inline)  for  cooling  the  electrodes  in  the  handheld  plasma  probe  unit  as 
well  as  the  optional  external  cooling  unit.  The  power  supply  unit  also  contains  a  mini  12  V  DC  air 
compressor  weighing  less  than  3  lbs.  to  supply  the  forced  air  as  an  operating  gas  to  the 
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handheld  plasma  probe  unit.  The  power  supply  unit  also  houses  transistor-transistor  logic  (TTL) 
and  relay  controls  to  select  between  AC  and  DC,  and  power  levels  and  flow  controls.  The  entire 
RBP  source  is  constructed  to  fit  within  12  x  10  x  10  inchS  portable  metallic  case  and  the  entire 
power  supply  and  RBS  plasma  source  weighs  ~20  lbs. 

The  schematic  of  the  handheld  plasma  probe  unit  is  shown,  which  consists  of  central  deionized 
water  cooled  cylindrical  electrode  surrounded  by  deionized  water  cooled  high  density  alumina 
ceramic  resistive  coating.  The  central  electrode  which  is  approximately  1  cm  diameter  and  10 
cm  long  is  surrounded  by  a  double  layer  hollow  ground  electrode  separated  by  an  electrode  gap 
space  of  2  mm.  The  plasma  source  uses  atmospheric  pressure  air  as  the  operating  gas,  in  which 
the  air  forced  through  the  resistive  barrier  plasma  source  electrode  gap  space  using  a  mini¬ 
compressor  such  that  the  plasma  and  ROS  including  nitric  oxides  at  the  tip  of  the  handheld 
plasma  source  tip  are  controlled  and  maintained  based  on  the  plasma  power  and  flow-rate. 
Plasma  streamers  are  formed  between  the  high-voltage  resistive  electrode  and  the  ground 
electrode.  A  fraction  of  the  forced  air  passing  through  the  RBP  source  gets  ionized  and  exits 
through  a  2  mm  pinhole  type  opening  at  the  tip  of  the  plasma  source  generating  a  stable 
plasma  jet  and  continuous  flow  of  ROS  including  nitric  oxides.  The  plasma  streamers  formed  in 
the  cylindrical  hollow  electrode  configuration  are  dynamic  with  respect  to  its  location  between 
the  electrodes,  which  also  assists  in  preventing  localized  heating  and  arc  formation.  The 
ceramic  electrodes  are  water  cooled  through  a  mini-water  pump. 

For  the  indirect  exposure  method  the  concentrations  of  the  nitric  oxides  are  preserved  by 
reducing  the  plasma  temperature  rapidly  through  a  separate  external  small  efficient  cooling 
unit.  For  applications  that  require  high  temperature  plasma,  the  additional  cooling  unit  can  be 
easily  separated  from  the  hand  held  plasma  jet.  The  temperatures  of  selected  ROS  flow  from 
the  cooling  unit  tip  were  measured  to  be  at  room  temperature  which  is  ideal  for  treating  heat 
sensitive  materials  and  targets  in  the  biomedical  applications  and  medicine  such  as  human  skin 
treatment.  The  external  cooling  units  are  scalable  and  additional  units  can  be  added  or 
removed  in  order  to  vary  the  exit  temperature  of  selected  ROS. 
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10.  Testing  and  characterization  phase:  Portable  plasma  source  will  be  tested  and 
characterized  for  its  operating  parameters  and  plasma  parameters. 


Computer 


Figure  12.  Schematic  of  Testing  and  characterization  of  portable  plasma  system 

The  characteristics  of  the  resistive  barrier  plasma  source  such  as  the  propagation  velocity  of  the 
plasma  jet,  electrical  characterization  of  the  plasma  jet,  gas  temperature  and  concentration  of 
ROS  including  nitric  oxides  are  characterized  using  diagnostics  techniques  namely  optical  laser 
plasma  shadowgraphy,  voltage  current  characterization,  optical  emission  spectroscopy  and  gas 
analyzer  techniques. 

A  high  resolution  532  nm  laser  shadowgraphy  diagnosticwas  setup  as  illustrated  in  Fig.  12,  to 
measure  the  propagation  velocity  of  the  plasma  jet.  A  computer-controlled  532  nm  continuous- 
wave  (CW)  diode-pumped  solid  state  probe  laser  outputs  a  1  mm  beam  diameter  TEMOO  laser 
beam  with  0-10  mW  adjustable  power  output  that  was  expanded  to  20  mm  beam  diameter 
using  an  anti-reflective  (AR)  coated  20X  Galilean  laser  beam  expander  (Thorlabs,  BE20M)  with 
collimation  adjustment.  The  expanded  532  nm  laser  beam  axis  was  aligned  to  pass  through  the 
plasma  jet  and  captured  using  an  intensified  charge  coupled  device  (ICCD;  Andor,  iStar  734). 
The  ICCD  was  computer  controlled  and  capable  of  capturing  high-resolution  1024  x  1024  pixel 
(13.6  X  13.6  mm)  images  with  a  minimum  gating  width  of  2  ns  and  a  maximum  gain  of  104.  It 
was  synchronized  with  a  digital  delay  generator  and  shutter  control.  The  delay  timings  were 
monitored  and  measured  using  a  high  speed  digital  oscilloscope.  Optical  interference  filters 
with  center  wavelength  at  532  ±  2  nm  was  used  in  front  of  the  ICCD  to  suppress  the  plasma  jet 
self-luminescence.  The  shadow  of  the  laser  induced  plasma  falls  onto  the  ICCD  sensor  with  a  1:1 
ratio  (1  pixel  =  13.2  pm).  The  voltage  applied  to  the  high-voltage  electrode  is  measured  using  a 
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high  voltage  probe  (Tektronix  P6015A)  and  the  discharge  current  is  measured  using  a  current 
probe  (Tektronix  TCP202).  The  voltage-current  waveforms  are  recorded  using  a  2  GHz  digital 
oscilloscope  (Tektronix  TDS3034C).  The  optical  emission  spectroscopy  diagnostic  setup  was 
used  as  shown  in  Fig.  12.,  to  measure  the  plasma  gas  temperature  rotational  (Trot)  of  the 
nitrogen  in  the  plasma  jet.  A  high  resolution  narrow  band  (0.01  nm  resolution)  monochromator 
(Acton  Research,  Model:  SP-2750)  was  used.  The  monochromator  has  a  multiple  grating  option, 
which  gives  the  flexibility  of  choosing  the  resolution  and  wavelength  range.  A  holographic 
grating  of  68  x  68  mm,  2400  G/mm,  optimized  for  the  entire  visible  wavelength  range  was  used 
to  acquire  emission  spectrum.  The  plasma  emission  was  acquired  by  a  collecting  lens  (f /lO)  and 
sent  to  a  fast  gating  Andor  iStar  ICCD  (ANDOR,  DH  734)  through  a  high-quality  (200-800  nm) 
fiber-optic  bundle.  The  Andor  iStar  ICCD  detector  was  integrated  with  an  Acton  SpectraPro 
2750  spectrograph  system.  This  system  has  a  near-Lorentzian  slit  function  with  a  half-maximum 
width  of  0.2  nm  when  the  grating  density  was  set  to  1200  lines/mm.  A  high-temperature 
ceramic  fiber-insulated-wire  thermocouple  probe  capable  of  measuring  temperatures  up  to 
1400  °C  was  used  to  measure  the  temperature  of  the  downstream  jet  when  plasma  emission 
ends  after  approximately  2.5  cm. 

The  parts  per  million  (ppm)  concentration  of  the  ROS  including  nitric  oxides  at  different  spatial 
distances  from  the  tip  of  the  plasma  jet  was  measured  using  two  gas  sensors  namely  NOXCANg 
and  Testo  350  M/XL  gas  analyzer  as  shown  in  Fig.  12.  The  NOXCANg  is  a  versatile  and  highly 
integrable  nitric  oxides  measurement  diagnostics  instrument  which  uses  ceramic  NOx  sensor  to 
withstand  high  temperatures  that  was  mounted  in  the  probe  tip  and  communicates  the 
measured  NOx  parameters  from  0  to  5000  ppm  to  the  Kvaser  Leaf  Light  HS  data  bus  and  logs 
the  data  in  the  computer  via  its  controller  area  network  (CAN)  bus  port  with  a  150  ms  response 
/refreshing  time.  The  NOxCANg  sensor  was  externally  powered  at  18V  DC  using  Agilent  E3631A 
Triple  Output  DC  Power  Supply.  A  data  acquisition  tool  communicates  with  the  NOxCANg 
sensor  module  through  Kvaser  Leaf  Light  HS  data  bus  and  logs  the  NOx  concentrations  in  ppm. 

The  non-thermal  atmospheric  pressure  resistive  barrier  plasma  (RBP)  source  was  designed  and 
constructed  for  surface  treatment  and  biomedical  applications.  The  RBP  source  was  tested  for  its 
propagation  velocity  of  the  plasma  jet,  electrical  diagnostics,  plasma  gas  temperature  and  selected  ROS 
concentrations  such  as  nitric  oxides  that  are  primary  characteristics  needed  for  biomedical  applications. 
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Fig.  13.  Photograph  of  the  RBP  jet. 

A  photograph  of  the  portable  RBP  jet  is  shown  in  the  Fig.  13.  The  visible  plasma  jet  spans 
approximately  2.5  cm  from  the  exit  tip  and  decays  as  it  recombines  and  diffuses  into  the  surrounding 
atmosphere. 

The  propagation  velocity  of  the  plasma  jet  is  an  important  parameter  in  determining  the  treatment 
distances  of  surfaces  to  be  treated  in  biomedical  applications.  We  have  developed  a  532  nm  laser 
shadowgraphy  diagnostic  technique  to  measure  the  propagation  velocity  of  the  portable  resistive 
barrier  plasma  jet.  The  laser  shadowgraphy  technique  also  provided  the  flow  dynamics  of  the  plasma  jet 
and  neutral  gases  at  elevated  temperatures.  In  the  laser  plasma  shadowgraphy  technique,  a 
synchronized  CW  532  nm  probe  laser  beam  was  expanded  and  sent  through  the  test  section  where  the 
plasma  jet  is  located  and  its  image  falls  directly  onto  the  ICCD  on  the  image  plane.  In  a  plasma,  the 
refractive  index  is  primarily  a  function  of  the  electron  density,  which  is  the  main  plasma  parameter 
determined  by  refractive-index  measurements.  Typical  plasma  diagnostics  based  on  refractive  effects 
include  interferometry,  Schlieren  imaging,  and  shadowgraphy  measurements.  While  the  first  technique 
gives  a  direct  measure  of  the  refractive  index  /i,  the  Schlieren  image  responds  to  the  first  spatial 
derivative  of  the  index  of  refraction.  The  shadowgram  however  responds  to  the  second  spatial 
derivative  or  Laplacian.  A  shadowgraph  measures  lateral  displacement  of  the  light  rays  after  passing 
through  a  medium  such  as  plasma.  An  electromagnetic  wave  exerts  a  force  on  the  charged  constituents 
of  the  medium  through  which  it  propagates.  This  force  accelerates  the  charge  which,  in  turn,  modifies 
the  time-varying  electromagnetic  field.  A  solution  of  electromagnetic-wave  propagation  in  plasma  can 
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be  obtained  by  solving  the  wave  equation  for  a  plane  wave  in  the  small  amplitude  approximation  [58], 
The  refractive  index  of  high-frequency  electromagnetic  wave  propagation  in  unmagnetized  plasma  is: 


where  ca  =  Zttc/A  the  frequency  of  the  electromagnetic  wave,  cUp  =  {n^e^ ! is  the  electron 
plasma  frequency,  and  =  mg£oa)^e~^  is  the  cutoff  electron  density  for  which  electromagnetic  wave 
propagation  is  possible.  If  the  refractive  index  in  the  test  section  jx  is  uniform,  the  screen  will  be 
essentially  uniformly  illuminated.  If,  however,  the  gradient  of /i  varies  in  space,  as  one  may  expect  for 
high-temperature  plasmas,  i.e.,  when  there  is  a  significant  second  derivative  of  the  refractive  index, 
there  will  be  variations  in  the  illumination  at  the  imaging  screen.  Regions  where  the  second  derivative  of 
the  refractive  index  is  negative  that  will  act  like  a  converging  lens. 


Fig.  14.  Laser  shadowgram  of  the  plasma  jet.  Image  size-1.25  x  1.75  cm.  Sub-figure  (top-left): 
laser  shadowgram  of  gas  flow-only  and  with  power  off  (no  plasma). 
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A  laser  shadowgram  of  the  plasma  jet  obtained  is  shown  in  Fig.  14.,  by  passing  an  expanded  532  nm 
probe  laser  beam  through  the  plasma  jet  and  capturing  the  transmitted  laser  beam  on  an  image  pane 
using  a  fast  gated  ICCD.  Several  shadowgrams  were  obtained  at  100  ns  gating  time  with  a  ICCD 
triggering  delay  time  of  125  /us,  as  indicated  with  an  arrow  in  Figure  6.  The  same  triggering  signal  is  used 
to  capture  the  voltage-current  signals  without  the  signal  delay.  By  tracking  the  plasma  eddies  in  the 
shadowgrams,  we  have  measured  the  average  propagation  velocity  of  the  plasma  jet  to  be  150  -  200 
m/s  at  1  cm  from  the  probe  end.  The  laser  shadowgraphy  technique  is  based  on  the  presence  of 
significant  second  derivative  of  the  refractive  index,  which  can  be  caused  by  the  presence  of  plasma  as 
well  as  the  neutral  gas  at  elevated  temperatures.  Unlike  Schlieren  diagnostics  that  is  based  on  the  first 
derivative  of  the  refractive  index  changes,  the  flow  dynamics  of  the  gas  at  near  room  temperatures  are 
generally  not  captured  through  the  laser  shadowgraphy  technique  since  it  does  not  create  enough 
second  derivative  refractive  index  changes  in  the  laser  beam  path.  Therefore  the  shadowgrams  obtained 
through  our  laser  shadowgraphy  diagnostics  can  be  caused  by  both  the  plasma  jet  and  the  heated 
neutral  gas.  It  is  further  verified  through  turning  on  only  the  gas  flow  at  room  temperature  and  keeping 
the  high-voltage  off  (plasma  off),  resulted  in  no  observable  shadowgrams  in  the  ICCD,  as  shown  in  the 
sub-figure  of  Fig.  13.  Flowever,  when  we  used  a  separate  source  of  gas  that  is  heated  up  to  few  hundred 
degrees  C  resulted  in  weak  shadowgrams. 


Fig  14.  Voltage-Current  waveform  of  the  RB  plasma  Jet  in  air.  Discharge  power  is  26.33  W. 

In  the  RBP  jet,  the  discharge  is  initiated  by  applying  a  sufficient  voltage  between  the  electrodes 
by  which  the  air  between  the  electrodes  breakdowns  and  results  in  a  plasma  jet  sustained  by  applied 
voltage.  Figure  14,  shows  the  voltage-current  waveform  of  the  RBP  jet.  Both  voltage  and  current 
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waveforms  exhibit  puises  of  few  microseconds  iong.  The  positive  and  negative  haif  periods  of  the 
appiied  voitage  are  unsymmetricai  due  to  the  existence  of  oniy  one  resistance  between  the  eiectrodes. 
The  maximum  voitage  and  current  vaiues  are  approximateiy  25  kV  and  3  mA  on  the  positive  haif  period 
of  the  appiied  voitage,  correspondingiy.  Using  the  voitage-current  waveforms,  the  average  power 
dissipated  in  the  discharge  is  caicuiated  by  integrating  the  product  of  the  discharge  voitage  and  current 
over  one  cycie;  according  to  the  foiiowing  equation  (T  =  period  of  the  discharge). 

w  =  (2) 

and  the  measured  piasma  power  is  26.33  W. 

Opticai  emission  spectroscopy  can  be  used  to  determine  the  piasma  temperatures  of  the  RBP  jet 
with  some  assumptions.  To  determine  the  piasma  rotationai  gas  temperatures,  iocai  thermodynamic 
equiiibrium  (LTE)  must  be  assumed.  The  iocai  thermodynamic  equiiibrium  is  vaiid  in  the  centrai  region  of 
the  piasma  jet  but  not  at  the  iarger  outer  radii.  The  ROS  produced  in  the  piasma  are  iong  iived  active 
species  that  can  propagate  far  beyond  the  piasma  jet  and  in  to  the  surrounding  environment 
preferentiaiiy  foiiowing  the  piasma  jet  direction.  These  iong  iived  active  species  are  important  for 
biomedicai  appiications  and  we  have  measured  the  NOx  concentration  of  "'900  ppm  at  10  cm  away  from 
the  piasma  source  exit  nozzie.  in  this  section  the  piasma  temperature  measurements  using  opticai 
emission  spectroscopy  and  the  downstream  neutrai  gas  temperature  measurements  using 
thermocoupie  are  presented. 

The  nitrogen  rotationai  (Trot)  temperature  which  is  equivaient  to  piasma  gas  temperature  was 
measured  using  the  N2  C-B  (2+)  (N2  second  positive  band  system)  rotationai  transitions  in  the  range  364- 
383  nm,  by  matching  them  with  a  code  simuiated  resuits  from  SPECAiR.  This  spectrai  range  corresponds 
the  A  V  =  -2  vibrationai  sequence  of  N2  C-B  (2+)  band  system  and  the  best-fit  SPECAiR  spectrum  can 
yieid  rotationai  temperatures  (Trot)-  SPECAiR  is  computer  simuiation  software  deveioped  by  Laux  et  al. 
on  the  basis  of  the  NonEQuiiibrium  Air  Radiation  code  (NEQAiR)  by  Park.  SPECAiR  performs  the  OES  by 
determining  the  popuiations  of  the  states  of  the  radiative  transitions  using  user-specified  eiectronic, 
vibrationai  and  rotationai  temperatures.  The  modeied  transition  rates  are  caicuiated  based  on  tabuiated 
data  for  the  transitions.  From  the  caicuiated  transition  probabiiities  and  popuiations  of  radiating  species, 
the  iine-by-iine  opticai  emission  intensity  was  computed  for  the  waveiengths  of  the  transitions.  The 
experimentai  spectra  measured  at  different  distances  ranging  from  0.2  cm  to  2  cm  and  SPECAiR  code 
matched  spectrum  are  shown  in  Fig.  15. 
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Fig.  15.  Experimental  and  SPECAIR  code  simulated  matching  of  emission  spectra  of  RBP  jet  at  different 
distances  from  exit.  a.  0.2  cm  -  3000  oC,  b.  0.8  cm  -  2000  oC,  c.  1.5  cm  - 1500  oC,  d.  2  cm  - 1000  oC. 

The  temperatures  measured  from  the  SPECAIR  code  matched  spectrum  resulted  at 
temperatures  as  high  as  3000  °C  at  0.2  cm  from  the  exit  and  decays  to  2000  °C  at  0.8  cm  and  continues 
to  decay  to  1500  °C  at  1.5  cm  and  to  1000  °C  at  2  cm.  After  approximately  2  cm  from  the  exit  nozzle  tip 
along  the  axis,  the  plasma  emission  drops  and  therefore  a  high-temperature  ceramic  fiber-insulated- 
wire  thermocouple  probe  was  used  to  measure  the  temperatures  of  the  neutral  gas  propagating  in  to 
the  surrounding  environment  (downstream  jet).  The  axial  temperature  decay  of  the  plasma  jet  from  the 
plasma  source  tip  before  entering  the  cooling  unit  or  without  the  cooling  unit  is  shown  in  Fig.  16.,  in 
which  the  data  in  solid  circles  (red)  represent  the  optical  emission  spectroscopy  results  and  the  data  in 
solid  squares  (black)  represent  the  results  from  thermocouple  measurements. 
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Fig.  16.  The  axial  temperature  decay  of  the  plasma  jet  from  the  RBP  source  tip  before  entering 
the  cooling  unit. 

The  plasma  temperature  at  the  nozzle  exit  of  the  plasma  source  reaches  around  3000  °C  and  the 
temperature  drops  rapidly  to  less  than  100  °C  at  approximately  8  cm  from  the  tip.  The  high  gas 
temperature  obtained  from  N2  rotational  temperature  is  due  to  excitation  of  N2  to  high 
rotational/vibrational  levels  and  the  excited  N2  species  are  generated  in  the  plasma  jet.  However, 
plasma  gas  temperature  drops  rapidly  towards  the  end  of  visible  plasma  jet.  The  temperature  of  the 
plasma  plume  at  the  exit  reaches  >2500  °C  which  is  sufficient  to  generate  nitric  oxides.  When  the 
external  cooling  units  were  added  the  gas  temperatures  were  brought  close  to  room  temperature  at  the 
tip  of  the  handheld  plasma  source  unit. 
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The  concentration  of  the  ROS  produced  by  the  plasma  jet  with  and  without  the  cooling  unit  are 
measured.  The  majority  of  the  ions  recombine  before  it  exits  through  the  cooling  unit  and  at  this  stage 
several  gas  species  and  other  parameters  were  monitored,  including  O2,  O3,  CO,  COiow,  NO/NO2,  NOiow, 
NOx,  C02(infrared)/  SO2,  HC,  H2S,  temperature,  pressure,  flow,  velocity,  efficiency,  mass,  etc.  Based  on  the 
results  we  observed  that  nitric  oxides  are  the  predominant  long  lives  species  produced  by  the  RBP 
source  and  some  trace  O3.  The  nitric  oxide  formation  is  a  reversible  plasma  chemical  reaction  and  it  can 
be  expressed  as 

N2  +  02^  2NO  -  AE  (3) 

The  nitric  oxides  from  the  tip  of  the  hand  held  plasma  jet  are  measured  using  gas  analyzers.  The  nitric 
oxide  contains  the  active  oxidation  potential  and  reacting  with  oxygen  in  the  environment  as  it  exits  the 
plasma  source  induces  the  formation  of  nitrogen  dioxide  at  a  smaller  concentration.  The  decaying 
concentration  of  the  nitric  oxides  from  the  plasma  jet  can  be  used  as  reference  for  the  treatment 
distance  between  the  target  surface  and  the  plasma  source  tip.  The  background  NOx  concentration  are 
measured  using  NOxCANg  module  at  various  timings  and  at  standard  laboratory  conditions  well  before 
the  plasma  source  was  operated  and  it  was  measured  to  be  less  than  0.5  ppm.  The  measurements  are 
carried  out  at  20  data  sets  separated  by  1  min  with  1  second  acquisition  time  at  distances  5,  10,  20,  30, 
60  and  100  cm  from  the  tip.  For  consistency  in  the  concentration  measurements,  three  other  sampling 
timings  such  as  10,  30  and  60  second  are  tested  in  addition  to  1  second  acquisition  time.  The  NOx 
concentrations  of  the  plasma  jet  in  ppm  without  the  cooling  unit  are  measured  at  various  axial  distances 
(in  cm)  from  the  tip  and  shown  in  Fig.  17. 
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Fig.  17.  The  NOX  concentrations  of  the  plasma  jet  from  the  RBP  source  in  ppm  without  the  cooling 
unit  at  various  axial  distances  from  the  tip. 
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The  results  indicate  the  consistency  of  the  plasma  output  characteristics  and  NOx  concentration  levels 
for  varied  time  averaged  integration  times  and  data  sampling  frequencies.  The  NOx  concentration  peaks 
right  at  the  electrode  tip  as  expected  and  at  5  cm  from  the  electrode,  NOx  concentration  was  measured 
to  be  in  the  rage  of  500-660  ppm  at  different  exposure  times  as  listed  in  Fig.  17.  The  concentration  drops 
to  half  of  its  initial  value  at  ""ZOcm  and  it  continue  to  drop  to  "lOO  ppm  at  60  cm  and  at  100  cm  distance 
from  the  tip  the  concentration  was  very  low  (<10  ppm).  The  NOx  concentrations  in  ppm  with  the  cooling 
unit  added  and  measured  at  various  axial  distances  (in  cm)  from  the  out  tip  of  the  cooling  unit  is  shown 
in  Figure  below. 


The  NOx  concentrations  in  ppm  with  the  cooling  unit  added  to  the  RBP  tip  at  various  axial  distances  (in 
cm)  from  the  out  tip  of  the  cooling  unit. 


Based  on  the  measurements  it  was  observed  that  the  NOx  concentration  after  the  cooling  unit  was 
slightly  higher  ("'950  ppm)  compared  to  that  of  plasma  jet  ("'615  ppm),  this  was  due  to  the  fact  that 
plasma  jet  diffuses  out  after  it  exits  from  the  handheld  electrode  whereas  the  probe  diameter  after  the 
cooling  unit  is  very  small  like  a  pinhole  arrangement  with  1  cm  diameter  opening  leading  to  increased 
concentration. 

NOx  is  composed  of  two  components  such  as  the  mono-nitrogen  oxides  or  nitric  oxides  (NO)  and 
nitrogen  dioxide  (NO2).  In  order  to  measure  the  individual  concentration  levels  of  NO  and  NO2  a 
different  diagnostic  tool  was  realized  using  a  gas  analyzer  (Testo  350  M/XL)  capable  of  identifying  and 
characterizing  over  several  molecular  gases  including  NO  and  NO2.  The  Fig.  below  shows  the 
concentrations  of  NO  and  N02for  the  plasma  jet  without  the  cooling  unit. 
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The  concentrations  of  NO  and  NO2  for  the  RBP  jet  without  the  external  cooling  unit. 


The  Fig.  below  shows  the  concentrations  of  NO  and  NO2  from  the  probe  with  external  cooling  unit. 


The  concentrations  of  NO  and  NO2  from  the  RBP  probe  with  external  cooling  unit. 

The  concentration  of  NO2  was  much  lesser  compared  to  that  of  NO  by  an  order  of  magnitude  or 
higher.  The  ppm  concentration  of  NO  is  at  the  preferred  level  for  a  wide  range  of  standard  biomedical 
treatment  applications.  The  ppm  concentration  of  NO2  is  below  the  OSHA  safety  standards.  The 
formation  of  different  active  species  produced  in  non-thermal  air  discharges  involves  complex  plasma 
chemistries.  At  relatively  high  gas  temperatures  various  nitrogen  oxides  (NOx)  are  produced  through  N2 
and  O2  reactions  [62,  63].  The  production  of  NOx  species  is  mainly  dependent  on  the  oxygen  (O2) 
concentration  in  air  plasmas.  It  has  been  shown  that  in  air  plasmas,  a  threshold  value  of  5%  O2 
concentration  is  necessary  for  NOx  formation  [62]  mechanisms. 

N2  ^2N  AG°  =  +911.1  kj.  moZ-i  (4) 

N  +  O2  ^  NO2  AG°  =  -404.3  kj.  mor^  (5) 

N  +  O2  +  0  AG°  =  -137.3  kJ.  mor^  (6) 
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Based  on  the  reactions  5  and  6,  the  NO2  production  (reaction  5)  is  more  favorable  than  the  NO 
production  (reaction  6)  in  such  plasma  conditions. 

NO2  ^N  +  02  AG°=  +404.3  kJ.moZ-M7) 

NO2  ^NO  +  0  AG°=  +267.0kJ.moZ-i(8) 

Furthermore,  NO2  decomposes  into  N  +  O2  (reaction  7)  and  NO  +  0  (reaction  8),  in  which  the 
reaction  8  is  more  favorable  than  the  reaction  7.  Therefore  it  results  in  a  higher  NO  concentration  along 
the  plasma  jet  compared  to  NO2  as  shown  in  Figures  11  and  12. 


11.  Biological  testing:  In-vitro  biological  testing. 

The  effective  sterilization  of  foodborne  and  opportunistic  nosocomial  pathogens  is  a  major 
problem  in  food  industry,  biomedical  and  hospital  applications,  respectively.  The  resistive 
barrier  plasma  (RBP)  jet  was  tested  over  a  wide  range  of  microbes  for  its  decontamination  and 
disinfection  efficacy  and  we  have  found  that  the  RBP  source  is  very  efficient  in  decontaminating 
wide  range  of  infection  and  contamination  causing  bacteria.  The  direct  and  indirect  exposure  of 
the  RBP  jet  (with  the  cooling  unit)  as  a  non-thermal  sterilization  method  was  tested  on 
regrowth  potential  of  post-partial-plasma-exposure  of  foodborne  and  nosocomial  pathogens. 
Similarly  the  RBP  jet  was  also  tested  on  plasma  efficiency  at  different  bacterial  concentrations 
for  its  effects  on  growth  for  pre  and  post  plasma  treated  bacteria.  In  these  tests,  the  ROS 
produced  by  the  RBP  source  was  applied  to  Escherichia  coli  ATCC  11775,  Bacillus  cereus  ATCC 
14579,  Staphylococcus  aureus  ATCC  25923  and  Pseudomonas  aeruginosa  ATCC  27853.  An 
average  of  30  CFU  per  71  mm2  was  inoculated  with  the  corresponding  bacterium  on  a  dry 
surface-agar  plate,  followed  by  the  following  exposure  times  0,  30,  60,120  and  180  seconds  of 
plasma.  20  pi  of  E.  coli  107  CFU/ml  and  P.  aeruginosa  108  CFU/ml  were  treated  with  plasma  for 
0,  120,  240  and  360  seconds.  The  colonies  that  survived  the  plasma  treatment  and  control 
colonies  were  transferred  to  tryptic  soy  broth  (TSB)  and  their  growth  was  observed  for  24  hrs. 
Results  have  showed  100%  and  96%  of  inactivation  after  180s  of  treatment  for  E.  coli  and  S. 
aureus  respectively.  A  100%  of  inactivation  was  observed  for  B.  cereus  and  P.  aeruginosa  after 
60s.  E.  coli  and  P.  aeruginosa  showed  a  log  reduction  of  3.4  and  3.9  orders  respectively  after 


33 


360s.  The  24  hours  re-growth  results  of  direct  exposure  of  plasma  for  30,  60  and  120  seconds 
on  Escherichia  coli  (ATCC  11775),  Neisseria  meningitidis  (ATCC  700532)  and  Staphylococcus 
aureus  MRSA  (ATCC  259231)  are  shown  in  Fig.  below. 


A. 


Untreated 
30  s 
60  s 
120  s 


B. 


Untreated 
30  s 
60s 
120  s 


C. 


Untreated 
30  s 
60s 
120  s 


Density  measurements  over  a  24  hour  period  of  bacteria  without  direct  plasma  treatment 
(closed  circles  •)  or  with  direct  treatment  of  plasma  for  30  seconds  (closed  square  ■),  60 
seconds  (closed  up-pointing  triangle  ▲ ),  or  120  seconds  (down-pointing  triangle  T ).  A.) 
Escherichia  coii  (ATCC  11775).  B.)  Neisseria  meningitidis  (ATCC  700532).  C.)  Staphyiococcus 
aureus  (ATCC  259231). 
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The  24  hours  re-growth  results  of  indirect  exposure  of  plasma  120  seconds  on  Escherichia  coli 
(ATCC  11775),  Neisseria  meningitidis  (ATCC  700532)  and  Staphylococcus  aureus  MRSA  (ATCC 
259231)  are  shown  in  Fig.  below. 


A. 


Untreated 
120  s 


B. 


Untreated 
120  s 


C. 


Untreated 
120  s 


Density  measurements  over  a  24  hour  period  of  bacteria  without  indirect  plasma  treatment 
(closed  circles  •)  or  with  indirect  treatment  of  plasma  for  120  seconds  (closed  square  ■).  A.) 
Escherichia  coii  (ATCC  11775).  B.)  Neisseria  meningitidis  (ATCC  700532).  C.)  Staphyiococcus 
aureus  (ATCC  259231). 
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The  growths  of  survived  colonies  were  monitored  and  subjected  to  further  treatment.  The 
results  indicate  that  the  post  treatment  growth  rates  are  similar  to  the  pre-treatment  growth 
rates.  Therefore  non-equilibrium  plasma  is  effective  in  sterilizing  bacteria  at  different 
concentrations  with  potential  applications  in  the  food  industry  and  the  medical  field. 
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Viability  of  THP-1  cells  after  RBP  treatment.  (A)  THP-1  cells  0  hours,  24h  and  48h  post  plasma 
treatment  of  0  seconds,  5s,  15s,  30s,  45s  and  60s.  Non  viable  cells  are  presented  as  the 
percent  of  treated  cells  that  absorbed  trypan  blue  dye  as  compared  to  control  cells  not 
treated  by  RBP.  (B)  Photograph  of  cells  stained  with  typan  blue  dye  48h  post  plasma 
treatment. 

The  possibility  of  using  the  RBP  jet  for  treating  cancer  cells  was  also  tested,  since  the  need  for 
new  and  effective  mechanisms  to  induce  programmed  cellular  death  (apoptosis)  in  cancerous 
cells  is  of  great  importance  in  cancer  research.  Application  of  direct  as  well  as  indirect  exposure 
of  plasma  for  cancer  research  is  still  in  the  exploratory  stage  and  there  remain  several 
unanswered  questions.  We  have  tested  the  effects  of  indirect  exposure  of  non-thermal  air 
plasma  on  monocytic  leukemia  cancer  cells  (THP-1)  and  deciphering  the  mechanisms  that 
modulate  cellular  induction  of  apoptosis.  The  phenotypes  of  interest  were  cells  demonstrating 
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death  morphologies  of  apoptosis  or  necrosis.  This  is  important  since  cells  undergoing  necrosis 
can  initiate  an  inflamed  immune  response  that  can  be  detrimental  to  a  treated  individual.  The 
type  of  morphological  cell  death  that  occurred  in  THP-1  for  various  plasma  treatment  dosages 
(plasma  power,  flow  and  distance)  was  tested  and  the  results  are  shown  in  Fig.  above. 


The  results  demonstrate  that  a  preference  for  apoptosis  in  plasma  treated  THP-1  cells  under 
particular  plasma  parameters  and  dosage  levels.  The  THP-1  cells  were  identified  as  apoptotic 
utilizing  a  fluorescent  dye  conjugated  with  annexin  V  followed  by  identification  of  the  cells 
through  fluorescent  microscopy  and  flow-cytometry  diagnostics  as  shown  in  Fig.  below. 


30s  Plasma  60s  Plasma 

24  Hours  Post  Plasma  Treatment 

C.  Control  15  sec  30  sec  45  sec  1  kb  Marker  Control  15  sec  30  sec  45  sec 


24  Hours  Post  Plasma  Treatment  48  Hours  Post  Plasma  T reatment 


Induction  of  apoptosis  in  THP-1  cells  after  RBP  treatment.  (A)  Fluorescence  microscopy  of 
THP-1  cells  stained  with  Annexin  V  FITC  and  propidium  iodide.  Cells  undergoing  apoptosis 
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stain  with  Annexin  V  and  appear  green  (a),  while  cells  without  intact  membrane  due  to 
necrosis  appear  red  (b).  (B)  Flow  cytometry  detection  of  Annexin  V  and  propidium  iodide 
staining  24h  post  RBP  treatment  of  30s  and  60s.  Controls  are  untreated  cells  and  anti-fas 
treated  cells.  Presented  are  the  detection  of  stains  from  10,000  events  in  which  quadrants 
indicated  (Q-l)  propidium  iodide  stain,  (Q-ll)  background,  (Q-lll)  unstained,  (Q-IV)  annexin  V. 
(C)  DNA  fragmentation  assay  of  DAN  from  THP-1  cells  24h  and  48h  post  RBP  treatment  of  Os, 
15s,  30s  and  45s.  A  Ikb  ladder  was  used  as  a  comparative  indicator  of  the  separation  of  DNA. 

Further,  DNA  fragmentation  assays,  for  late  detection  of  apoptosis,  correlated  with  are 
fluorescence  data  demonstrating  patterns  of  apoptotic  events.  However,  the  data  also  revealed 
that  higher  plasma  dosages  presented  with  undesired  necrotic  morphologies  in  the  THP-1  cells. 
The  presented  variabilities  in  the  death  morphologies  by  plasma  treated  THP-1  cells  signify  the 
need  for  further  investigation  on  the  cellular  mechanisms  induced  by  the  indirect  plasma 
exposure.  Along  with  taking  into  account  other  death  processes  such  as  autophagy,  a  catabolic 
process  involving  the  degradation  of  a  cell's  own  components  through  the  lysosomal 
machinery.  The  results  obtained  from  this  research  indicate  great  potential  for  the  use  of  our 
non-thermal  resistive  barrier  based  indirect  plasma  treatment  method  as  an  inexpensive  and 
less  invasive  method  for  treating  leukemia  and  other  cancerous  lesions. 
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KEY  RESEARCH  ACCOMPLISHMENTS 


The  project  has  met  the  project  deadlines  for  majority  of  the  proposed  tasks  under  the 
Objective  1  and  2  during  this  period  year.  The  status  and  remarks  of  the  project  milestones  are 
given  below. 


Table  2.  Status  and  remarks  of  the  project  milestones 


Task 

Proposed  Milestones 

Base  Line 

Plan  Date 

Status/Remark 

1.  Objective  1:  Establish  Plasma  Engineering  Research  Lab 

■ 

Setup  a  direct  current  -  atmospheric  -  resistive 
barrier  cold  plasma  system 

26  OCT  2011 

Completed 

2 

Setup  a  13.56  MHz  radio  frequency  dielectric 
barrier  plasma  system 

26  OCT  2011 

Completed 

3 

Setup  a  900  MHz/2.45  GHz  wave  plasma  system 

26  OCT  2011 

Completed 

■ 

Setup  a  laser  induced  breakdown  plasma 
experimental  system 

26  OCT  2011 

Completed 

5 

Implement  plasma  shadowgraphy  diagnostics  Setup 

26  OCT  2011 

Completed 

6 

Implement  a  two  color  laser  interferomtery 
diagnostics  setup 

26  OCT  2011 

Completed 

■ 

Implement  a  optical  emission  spectroscopy 
diagnostics  setup 

26  OCT  2011 

Completed 

II.  Objective  2:  Develop  Portable  Plasma  Source 

8 

Design  phase:  Design  an  optimized  portable  plasma 
source  system 

26  OCT  2012 

Completed 

9 

Construction  phase:  Construct  the  portable  plasma 
source  based  on  the  design  analysis  and  utilizing  the 
existing  resources  and  knowledge  gained  from 
objective  1. 

26  OCT  2012 

Completed 

10 

Testing  and  characterization  phase:  Portable  plasma 
source  will  be  tested  and  characterized  for  its 
operating  parameters  and  plasma  parameters. 

26  OCT  2013 

In  Progress 

11 

Biological  testing:  In-vitro  biological  testing. 

26  OCT  2013 

In  Progress 
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REPORTABLE  OUTCOMES 


A.  MENTORING 

The  PI  is  dedicated  to  mentor  students  of  diversity  and  underrepresented  minority 
groups. 

The  PI  has  mentored  the  following  scientists  in  the  research 

Dr.  Zhen  Ma 

Dr.  Kenneth  Williamson 

Dr.  Abdollah  Sarani 

Xavier  Gonzales 

The  PI  has  mentored  the  following  Graduate  Students 
Heather  Anderson 
Anudeep  Reddy  Kandi 
Jennifer  Chancellor 

The  PI  has  mentored  the  following  Undergraduate  Students 
Eduardo  Valdez 
Francisco  Rodriguez 
Bokang  Yang 
Thurman  Walling 
James  Shames 
Isaac  Colmenero 
Kim  Pham 
Megan  Norfolk 
Jennifer  Anderson 
Amanda  Whitmill 
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B.  CONFERENCE  PUBLICATIONS 

1.  Norfolk,  M.,  Thiyagarajan,  M.,  waldbeser,  I.,  whitmill,  A.  (2011).  Apoptosis  and  Autophagy  in 
Cancer  Cells  Induced  from  Non-Thermal  Ionized  Plasma.  San  Jose,  California:  SACNAS  National 
Conference. 

2.  Valdez,  E.,  Thiyagarajan,  M.  (2011).  Characterization  of  Diffused  Atmospheric  Pressure  Cold 
Plasma  System  for  Surface  Modification.  Corpus  Christi,  TX:  Sigma  Xi  11th  Annual  Undergraduate 
Research  Symposium  (Best  Paper  Award). 

3.  Vidal,  G.,  Thiyagarajan,  M.,  Pam,  H.  (2011).  Cold  Plasma  Inactivation  of  E.  coli  and  S.  aureus  on 
Solid  Surfaces  for  Infection  Treatment.  San  Jose,  California:  SACNAS  National  Conference. 

4.  Ausland,  J.,  Thiyagarajan,  M.,  Vidal,  G.  (2011).  Deactivation  of  Escherichia  coli  using  a  Novel  Cold 
Plasma  Technology  and  its  effect  on  the  bacterial  growth.  Corpus  Christi,  TX:  Sigma  Xi  11th  Annual 
Undergraduate  Research  Symposium. 

5.  Yang,  B.,  Thiyagarajan,  M.  (2011).  Electrical  Conductivity  Characterization  of  Novel  TAMUCC 
Stoneware  Ceramic  at  Various  Experimental  Conditions.  Corpus  Christi,  TX:  Sigma  Xi  11th  Annual 
Undergraduate  Research  Symposium. 

6.  Hes,  J.,  Thiyagarajan,  M.,  Branecky,  C.,  Ramon,  R.  (2011).  Electrical  Conductivity  Measurements 
and  Analysis  of  Ceramic  Materials  at  Various  Moisture  Conditions.  Corpus  Christi,  TX:  Sigma  Xi 
11th  Annual  Undergraduate  Research  Symposium. 

7.  Anderson,  H.,  Thiyagarajan,  M.,  Vidal,  G.,  Pam,  H.  (2011).  Non-Thermal  Plasma  Decontamination 
of  E.  Coli  and  S.  Aureus  -  Research  and  Review.  San  Jose,  California:  SACNAS  National  Conference. 

8.  Ramon,  R.,  Thiyagarajan,  M.  (2011).  Portable  Plasma  Disinfection  Conveyor  System.  Corpus  Christi, 
TX:  Sigma  Xi  11th  Annual  Undergraduate  Research  Symposium. 

9.  Norfolk,  M.,  Thiyagarajan,  M.  (2011).  Pre-programmed  Cell  Death  in  Acute  Monocytic  Leukemia 
Cancer  Cells  Induced  by  Nonthermal  Ionized  Plasma.  Corpus  Christi,  TX:  Sigma  Xi  11th  Annual 
Undergraduate  Research  Symposium  (Best  Paper  Award). 

10.  Valdez,  E.,  Thiyagarajan,  M.  (2011).  Reactive  Gas  Species  Characterization  of  Diffused  Atmospheric 
Pressure  Cold  Plasma  System.  San  Jose,  California:  SACNAS  National  Conference. 

11.  Pam,  H.,  Thiyagarajan,  M.,  Vidal,  G.,  Alison,  D.,  Mott,  J.,  Buck,  G.  (2011).  Sterilization  of  Escherichia 
coli  and  Staphylococcus  aureus  Microorganism  using  a  Novel  Cold  Plasma  Technology.  San  Jose, 
California:  SACNAS  National  Conference. 

12.  Pham,  H.,  Thiyagarajan,  M.,  Vidal,  G.,  Buck,  G.,  Mott,  J.  (2011).  Sterilization  of  Staphylococcus 
aureus  using  a  Novel  Cold  Plasma  Technology  and  its  effect  on  the  bacterial  growth.  Corpus 
Christi,  TX:  Sigma  Xi  11th  Annual  Undergraduate  Research  Symposium. 
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13.  Rodriguez,  F.,  Thiyagarajan,  M.,  Yang,  B.,  Williamson,  K.  (2011).  Surface  Energy  Modification  using 
Atmospheric  Pressure  Cold  Plasma  System.  Corpus  Christi,  TX:  Sigma  Xi  11th  Annual 
Undergraduate  Research  Symposium. 

14.  Thiyagarajan,  M.  (2011).  Materials  Engineering  Course  Design  and  Improvement  for  Effective 
Research  Based  Learning  Environment.  Corpus  Christi,  TX:  TAMUCC  1st  Faculty  Symposium: 
Course  Design  for  the  Millennial  Student. 

15.  Thiyagarajan,  M.  (2011).  Portable  Plasma  Biomedical  Device  for  Cancer  Treatment.  Irvine, 
California:  ASME  Emerging  Technologies  -  6th  Frontiers  in  Biomedical  Devices  Conference. 

16.  Thiyagarajan,  M.  (2011).  Portable  Plasma  Medical  Device  for  Infection  Treatment  and  Wound 
Flealing.  Irvine,  California:  ASME  Emerging  Technologies  -  6th  Frontiers  in  Biomedical  Devices 
Conference. 

17.  Thiyagarajan,  M.  (2011).  Effects  of  Cold  Plasma  and  Treatment  of  Leukemia  Cancer  Cells. 
Marseille,  France:  International  Conference  on  Medical  Physics  and  Biomedical  Engineering. 

18.  Thiyagarajan,  M.  (2011).  Effects  of  Plasma  Treatment  on  E.  Coli,  S.  Aureus  and  N.  Meningitidis 
Microbes.  Marseille,  France:  International  Conference  on  Medical  Physics  and  Biomedical 
Engineering. 

19.  Thiyagarajan,  M.  (2011).  Characterization  of  Reactive  Gas  Species  in  Diffused  Atmospheric 
Pressure  Cold  Plasma  System.  Paris,  France:  International  Conference  on  Applied  Chemistry  and 
Chemical  Engineering. 

20.  Thiyagarajan,  M.,  waldbeser,  I.  (2011).  Effective  Non-Thermal  Plasma  Induction  of  Apoptosis  in 
Leukemia  Cancer  Cells.  Chicago,  IL:  38th  IEEE  International  Conference  on  Plasma  Science  (ICOPS) 
and  24th  Symposium  on  Fusion  Engineering  (SOFE). 

21.  Thiyagarajan,  M.  (2011).  Experimental  Study  of  Shock  Wave  Discontinuities  and  Interactions  with 
Laser  Induced  Plasmas.  Chicago,  IL:  38th  IEEE  International  Conference  on  Plasma  Science  (ICOPS) 
and  24th  Symposium  on  Fusion  Engineering  (SOFE). 

22.  Thiyagarajan,  M.  (2011).  Fligh  Power  Pulsed  Laser  Induced  Breakdown  Plasma  at  Gas-Solid 
Interface.  Chicago,  IL:  18th  IEEE  International  Pulsed  Power  Conference. 

23.  Thiyagarajan,  M.  (2011).  Plasma  Treatment  on  E.  Coli,  S.  Aureus,  N.  Meningitides  for  Food 
Industries.  Paris,  France:  International  Conference  on  Food  Engineering  and  Biotechnology. 

24.  Thiyagarajan,  M.,  waldbeser,  I.  (2011).  Portable  Plasma  Torch  on  E.Coli,  S.  Aureus,  N.  Meningitidis 
and  other  Clincal  Isolates.  Chicago,  IL:  38th  IEEE  International  Conference  on  Plasma  Science 
(ICOPS)  and  24th  Symposium  on  Fusion  Engineering  (SOFE). 

25.  Thiyagarajan,  M.,  waldbeser,  I.  (2011).  Treatment  of  Cancer  Cells  using  a  Pulsed  Power  Plasma 
Source.  Chicago,  IL:  18th  IEEE  International  Pulsed  Power  Conference. 
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26.  Thiyagarajan,  M.  (2011).  Report  on  Portable  Plasma  Bio-Medical  Device  and  Characterization. 
Omaha,  Nebraska:  Telemedicine  and  Advanced  Technology  Research  Center  -  Midwest 
Technology  Exchange  Conference. 

27.  Whitmill,  A.,  Thiyagarajan,  M.,  waldbeser,  I.  (2011).  Effects  of  Non-Thermal  Ionized  Plasma  on 
THP-1  Acute  Monocytic  Leukemia  Cells.  Ithaca,  NY:  National  Conference  on  Undergraduate 
Research  (NCUR). 

28.  Whitmill,  A.,  Thiyagarajan,  M.,  waldbeser,  I.  (2011).  Induction  of  Apoptosis  in  Leukemia  Cells  by 
Non-thermal  Ionized  Plasma.  Prairie  View,  TX:  7th  Annual  LSAMP  Conference  (Best  Paper  Award). 

29.  Valdez,  E.,  Thiyagarajan,  M.  (2011).  Reactive  Gas  Species  Characterization  of  Diffused  Atmospheric 
Pressure  Cold  Plasma  System.  Prairie  View,  TX:  7th  Annual  LSAMP  Conference. 

30.  Whitmill,  A.,  Thiyagarajan,  M.,  Waldbeser,  L.  (2011).  Effects  of  Ionized  Plasma  on  THP-1  Acute 
Monocytic  Leukemia  Cells.  Corpus  Christi,  TX:  2011  Annual  McNair  Symposium. 

31.  Whitmill,  A.,  Thiyagarajan,  M.,  waldbeser,  I.  (2010).  Effects  of  Ionized  Plasma  on  Acute  Monocytic 
Leukemia  Cells,  (pp.  74).  Canyon,  TX:  8th  Annual  Pathways  Research  Symposium. 

32.  Thiyagarajan,  M.,  Hardeman,  K.,  Waldbeser,  L.  S.  (2010).  Effects  of  Plasma  Treatment  on  E.  Coli,  S. 
Aureus,  N.  Meningitidis  and  Other  Clinical  Isolates.  (2010th  ed.,  vol.  7,  pp.  131).  Anaheim,  CA: 

2010  SACNAS  National  Conference  (Best  Paper  Award). 

33.  Walling,  T.,  Thiyagarajan,  M.  (2010).  Nitrogen  Oxides  and  Light  Wavelengths  Produced  by  a 
Portable  Plasma  Device,  (pp.  56).  Canyon,  TX:  8th  Annual  Pathways  Research  Symposium. 

34.  Thiyagarajan,  M.,  Whitmill,  A.,  waldbeser,  I.  (2010).  Effects  of  Non-Thermal  Ionized  Plasma  on 
Human  Leukemia  and  Lymphoma  Cells,  (vol.  7,  pp.  82).  Anaheim,  CA:  2010  SACNAS  National 
Conference. 

35.  Whitmill,  A.,  Thiyagarajan,  M.,  waldbeser,  I.  (2010).  Effects  of  Non-Thermal  Ionized  Plasma  on 
Human  Leukemia  and  Lymphoma  Cells,  (pp.  8).  Texas:  10th  Annual  Research  Symposium,  South 
Texas  Sigma  Xi. 

36.  Walling,  T.,  Thiyagarajan,  M.  (2010).  Nitrogen  Oxides  and  Light  Wavelengths  Produced  by  a 
Medical  Treatment  Device,  (pp.  41).  Texas:  10th  Annual  Research  Symposium,  South  Texas  Sigma 
Xi. 
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C.  JOURNAL  MANUSCRIPTS  AND  BOOKS  PUBLISHED 


1.  M.  Thiyagarajan  et.  al.,  Optical  breakdown  threshold  investigation  of  1064  nm  laser  induced 
air  Plasmas,  Journal  of  Applied  Physics,  111,  073302  (2012);  doi;  10.1063/1.3699368. 

2.  M.  Thiyagarajan  et.  al..  Experimental  Investigation  of  1064-nm  IR  Laser-Induced  Air  Plasma 
Using  Optical  Laser  Shadowgraphy  Diagnostics,  IEEE  TRANSACTIONS  ON  PLASMA  SCIENCE, 
VOL.  40,  NO.  10,  OCTOBER  2012 

3.  Magesh  Thiyagarajan.  "Laser  Induced  Plasmas  &  Optical  Diagnostics:  Infrared  &  Ultraviolet 
Laser  Breakdown  Plasmas  &  Shadowgraphy,  Interferometry,  Optical  Emission  Spectroscopy 
Diagnostics."  (LAP  LAMBERT,  2011).  ©.  268  pages,  (ISBN:  978-3846548745).  (2011). 

4.  Magesh  Thiyagarajan.  "Experimental  Investigation  of  193  nm  Excimer  Laser  Induced  Plasma  in 
Air"  (ProQuest,  2011).  ©.  120  pages,  (ISBN:  978-1243508751).  (2011). 

5.  M.  Thiyagarajan  et.  al.,  "THP-1  leukemia  cancer  treatment  using  a  portable  plasma  device." 
Health  Technology  and  Informatics  vol.  173,  no.  1  (2012). 

6.  M.  Thiyagarajan  et.  al.,  "Portable  plasma  medical  device  for  infection  treatment."  Health 
Technology  and  Informatics  vol.  173,  no.  1  (2012). 

7.  M.  Thiyagarajan  et.  al..  Characterization  of  Portable  Resistive  Barrier  Plasma  Jet  and  its  Direct 
and  Indirect  Treatment  for  Antibiotic  Resistant  Bacteria  and  THP-1  Leukemia  Cancer  Cells,  IEEE 
Transactions  on  Plasma  Science,  Volume:  40,  Issue:  12,  Part:  3 


Conclusion 

The  PI  and  the  research  team  have  completed  majority  of  the  proposed  tasks  on  or  before  the 
deadline  and  the  tasks  that  are  in  progress  will  be  completed  in  the  upcoming  year.  The 
research  outcomes  are  demonstrated.  The  research  team  has  been  taking  initiatives  for  the 
future  research  work  on  animal  testing  and  is  aiming  to  request  additional  funding  from  funding 
agencies. 
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APPENDIX  A  -  PI  Resume 


Dr.  Magesh  Thiyagarajan 

Texas  A&M  University-Corpus  Christi 
Science  &  Technoiogy,  Computing  Sciences 

Office:  Science  and  Technoiogy  ST222D,  Office  Phone:  (361)  825-2144,  Emaii:  magesh@tamucc.edu 

Education 

PhD,  University  of  Wisconsin  -  Madison,  2008. 

MS,  University  of  Tennessee  -  Knoxviiie,  2004. 

BS,  University  of  Madras  -  India,  2001 . 

Dipioma  in  Computer  Appiications,  TATA  Infotech,  India,  2000. 

Licensures  and  Certifications 

Disbursement  of  Funds,  TAMUCC.  (2010  -  Present). 

Bioiogicai  Defense  Safety  Program  and  Technicai  Safety,  TAMUCC.  (2010  -  Present). 

CITI  Coiiaborative  Institutionai  Training  Initiative  -  Responsibie  Conduct  of  Research,  CITI.  (2010 
-  Present). 

TRIZ  (Innovative  way  for  new  ideas).  (2009  -  Present). 

Six-Sigma  Green  Beit  Certification,  Generai  Eiectric  Compmany  (GE).  (2008  -  Present). 
Inteiiectuai  Property  for  Technoiogists,  Generai  Eiectric  Company  (GE).  (2008  -  Present). 

Hiring  the  Right  Peopie,  Generai  Eiectric  Company  (GE).  (2008  -  Present). 

Entrepreneuriai  Business  Program  Certification,  Schooi  of  Business,  University  of  Wisconsin- 
Madison.  (2007  -  Present). 

Professional  Employment 

Assistant  Professor  of  Engineering  -  Director  of  Piasma  Engineering  Research,  Texas  A&M 
University  -  Corpus  Christi.  (Juiy  2009  -  Present). 

Direct  the  Piasma  Engineering  and  Science  Research  Projects 
Mentor  interdiscipiinary  students  to  carry  out  research 

Lead  the  research  on  portabie  piasma  based  biomedicai  device  for  combat  care  appiication 
Lead  the  research  on  Bacteriai  deactivation  mechanisms  through  coid  piasma 
Lead  the  research  on  treatment  of  cancer  ceiis  through  coid  piasma 

Lead  Engineer,  Generai  Eiectric  Company  (GE).  (March  2008  -  June  2009). 

Key  Lead  on  Piasma  Medicine  and  Piasma  Steriiization  of  Medicai  Devices. 

Task  ieader  and  key  contributor  for  iarge  scaie  waste  gasification  project. 

Extensive  engineering,  R&D  and  process  controi  in  opticai  data  storage  project. 

BIT  -  Eiectricai  Impedance  Tomography  for  brain  and  iung  strokes. 

Technoiogy,  market  research,  fetched  government  proposais  for  a  totai  of  $1 .6  Miiiion. 

Research  Feiiow,  University  of  Wisconsin  -  Madison,  Wl.  (June  2004  -  February  2008). 

Laser  and  RE  Piasmas  for  Industriai  and  Miiitary  Appiications 

The  principai  focus  of  my  research  is  to  design,  impiement,  diagnose  and  characterize  the 
iaser  induced  piasmas  for  advanced  industriai  and  miiitary  appiication. 

Proposed  and  written  a  research  proposai  and  received  a  competitive  grant  of  $150,000. 
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Designed  and  built  experimental  setups  to  characterize  high  power  1 0  MW  UV  laser  focused 
plasma  in  the  presence  of  dielectric  window  materials  for  micro  machining. 

Collaborated  with  MIT  and  Texas  Tech  University  research  groups  for  optimized  results. 
Supervised  and  guided  undergraduate  and  graduate  research  assistants. 

Teaching  Assistant,  University  of  Wisconsin  -  Madison,  Wl.  (August  2004  -  June  2006). 

Taught  Electric  Circuits  Laboratory  Course  -  for  four  semesters  with  class  strength  of  30. 
Organized  tutorials  to  clarify  course  material.  Wrote  instruction  manual  to  help  students  use 
software  and  hardware  in  a  better  way.  Class  scored  7%  higher  in  final  than  any  of  the 
professor’s  former  classes. 

Exceptional  student  feedback  for  all  four  semesters. 

Received  the  Honorable  mention  for  exceptional  teaching  performance  during  2004  -  05. 
Received  the  Best  Teaching  Assistant  Award  for  the  2005  -  06  academic  year. 

Scientific  Consultant,  ASI  Technology  Corporation.  (June  2003  -  June  2004). 

Designed  and  developed  a  novel  plasma  Stealth  antenna  prototype  for  military  applications. 

Scientific  Consultant,  Michael  Grace  Grant.  (August  2002  -  June  2004). 

Developed  a  25  kV  High-Voltage  experimental  plasma  ball  lightning  system 

Research  Assistant,  University  of  Tennessee  -  Knoxville,  TN.  (August  2002  -  May  2004). 
Developed  an  effective  biological  plasma  decontamination  system-  Patent  Pending. 
Presented  research  results  to  funding  sources  and  fetched  $2  Million  for  further  research. 
Designed  a  commercial  model  of  the  plasma  decontamination  unit. 

Project  Coordinator,  Engineering  Enterprises.  (August  2001  -  June  2002). 

Designed  Analog  and  Digital  IC  circuit  design  using  TTL  and  LSI  chips. 

Team  Leader:  Designed  and  implemented  a  Transistor  Curve  Tracer  project. 

Intern,  General  Electric  Company  -  Alstom.  (2001). 

Professional  Memberships 

Louis  Stokes  Alliances  for  Minority  Participation 
McNair  Scholars  Program 
American  Society  of  Mechanical  Engineers 
Sigma  Xi 

Toastmasters  International  Club 
MIT  Entrepreneur  Club 
Eta  Kappa  Nu 
Tau  Beta  Pi 

Institute  of  Electrical  and  Electronics  Engineers 
Nuclear  and  Plasma  Sciences  Society 

TEACHING 


Teaching  Experience 

ENGR  2322,  MATERIALS  SCIENCE 
ENTC  3410,  MATERIAL  SCIENCE 

ENTC  4496,  DIS:  Design  and  Fabrication  of  Conveyor  System  with  Variable  Speeds 

Non-Credit  Instruction 
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Plasmas  in  the  Engineering  &  Science  Field,  Presented  to  the  Introduction  to  Engineering  Class  - 
Fall  2010.  (October  2010). 

Plasmas  in  the  Engineering  &  Science  Field.  (October  2009). 

Introduction  to  Plasma  Science  and  Engineering,  Freshman  Seminar  Series.  (October  2009). 

Teaching  Awards  and  Honors 

NSF  Travel  Award  for  ASEE  Integrating  Sustainability  in  Engineering  Courses  workshop,  NSF. 
(2010). 

Best  Teaching  Assistant  Award,  Dept,  of  Electrical  Engineering,  Univ.  of  Wisconsin  Madison. 
(2005). 

University  of  Madras  Gold  Medalist,  University  of  Madras.  (2001). 

SCHOLARLY  AND  CREATIVE  ACTIVITIES 


Publications 

Refereed 

Conference  Proceedings 

Anderson,  H.,  Thiyagarajan,  M.,  waldbeser,  I.,  Gonzalez,  X.,  Norfolk,  M.,  Whitmill,  A.  (2011). 
Apoptotic  Behavior  in  THP-1  Acute  Monocytic  Leukemia  Cancer  Cells  Induced  by 
Nonthermal  Plasma.  College  Station,  TX:  9th  Annual  Pathways  Research  Conference. 

Ausland,  J.,  Thiyagarajan,  M.,  Vidal,  G.  (2011).  Deactivation  of  Escherichia  coli  using  a  Novel 
Cold  Plasma  Technology  and  its  effect  on  the  bacterial  growth.  College  Station,  TX:  9th 
Annual  Pathways  Research  Conference. 

Yang,  B.,  Thiyagarajan,  M.  (2011).  Electrical  Conductivity  Characterization  of  Novel 
TAMUCC  Stoneware  Ceramic  at  Various  Experimental  Conditions.  College  Station,  TX:  9th 
Annual  Pathways  Research  Conference. 

Norfolk,  M.,  Thiyagarajan,  M.,  waldbeser,  I.,  Gonzalez,  X.,  Anderson,  H.,  Whitmill,  A.  (2011). 
Nonthermal  Ionized  Plasma  Induction  of  Pre-programmed  Cell  Death  in  Acute  Monocytic 
Leukemia  Cancer  Cells.  College  Station,  TX:  9th  Annual  Pathways  Research  Conference. 

Kandi,  A.,  Thiyagarajan,  M.,  Williamson,  K.  (2011).  Optical  Characterization  and  Diagnostics 
of  High  Power  1064  nm  Infrared  Laser  System.  College  Station,  TX:  9th  Annual  Pathways 
Research  Conference. 

Pham,  H.,  Thiyagarajan,  M.,  Vidal,  G.,  Buck,  G.,  Mott,  J.  (2011).  Sterilization  of 
Staphylococcus  aureus  Microorganism  using  a  Novel  Cold  Plasma  Technology.  College 
Station,  TX:  9th  Annual  Pathways  Research  Conference. 

Rodriguez,  F.,  Thiyagarajan,  M.,  Yang,  B.,  Williamson,  K.  (2011).  Surface  Energy 
Modification  using  Atmospheric  Pressure  Cold  Plasma  System.  College  Station,  TX:  9th 
Annual  Pathways  Research  Conference. 

Valdez,  E.,  Thiyagarajan,  M.  (2011).  Surface  Modification  using  Diffused  Atmospheric 
Pressure  Cold  Plasma  System.  College  Station,  TX:  9th  Annual  Pathways  Research 
Conference. 
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Norfolk,  M.,  Thiyagarajan,  M.,  waldbeser,  L,  whitmill,  A.  (2011).  Apoptosis  and  Autophagy  in 
Cancer  Cells  Induced  from  Non-Thermal  Ionized  Plasma.  San  Jose,  California:  SACNAS 
National  Conference. 
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APPENDIX  B  -  MANUSCRIPTS  SUBMITTED 


Optical  breakdown  threshold  investigation  of  1064  nm  laser  induced  air  plasmas 

Journal  of  Applied  Physics,  2012 

We  present  the  theoretical  and  experimental  measurements  and  analysis  of  optical  breakdown 
threshold  for  dry  air  by  1064  nm  infrared  laser  radiation  and  the  significance  of  the  multiphoton 
and  collisional  cascade  ionization  process  on  the  breakdown  threshold  measurements  over 
pressures  range  from  10  Torr  to  2.5  atmospheres.  Theoretical  estimates  of  the  breakdown 
threshold  laser  intensities  and  electric  fields  are  obtained  using  two  distinct  theories  namely 
multiphoton  and  collisional  cascade  ionization  theories.  The  theoretical  estimates  are  validated 
by  experimental  measurements  and  analysis  of  laser  induced  breakdown  process  in  dry  air  at  a 
wavelength  of  1064  nm  by  focusing  450-mJ  max,  6  ns  75  MW  max  high-power  1064  nm  IR 
laser  radiation  onto  a  20-//m-radius  spot  size  that  produces  laser  power  densities  up  to  3  -  6 
TW/cm  ,  well  above  the  threshold  power  flux  for  air  ionization  over  the  pressures  of  interest 
ranging  from  10  Torr  to  2.5  atm.  The  measured  breakdown  threshold  laser  intensities  and  electric 
fields  are  compared  with  classical  and  quantum  theoretical  ionization  models  as  well  as  with  193 
nm,  shorter  laser  wavelength.  A  universal  scaling  analysis  of  the  breakdown  threshold 
measurement  results  provided  a  direct  mechanism  to  compare  breakdown  threshold  values  over 
wide  range  of  frequencies  ranging  from  microwave  to  ultraviolet  frequencies.  Comparison  of 
1064  nm  laser-induced  effective  field  intensities  for  air  breakdown  measurements  with  data 
calculated  based  on  the  collisional  cascade  and  multiphoton  breakdown  theories  is  used 
successfully  to  determine  the  collisional  microwave  scaled  portion.  The  measured  breakdown 
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threshold  1064-nm  laser  field  intensities  are  then  scaled  to  classical  microwave  breakdown 


theory  after  correcting  for  the  multiphoton  ionization  process  for  different  pressures. 

‘‘^Electronic  address:  magesh@tamucc.edu 

1.  INTRODUCTION 

Laser  induced  plasmas  are  of  significant  interests  in  a  large  domain  of  research  and 
industrial  applications  in  the  field  of  science  and  technology.  ’  Laser-produced  plasmas  are 
widely  used  in  laser  ablation,^  micromachining, photochemistry,^  laser  fusion,^  flow  control,^'^ 
drag  reduction  in  supersonic  and  hypersonic  fiows,'°’^'  ignition  of  combustion  gases, thrusters 
in  space  applications,^^  and  laser-initiated  switching  applications.^"^  This  paper  examines  the  air 
breakdown  threshold  by  multiphoton  and  cascade  ionization  process  at  1064  nm  infrared  (IR) 
wavelength  laser  radiation  over  a  wide  pressure  ranges  and  the  results  are  compared  with 
previously  published  air  breakdown  threshold  measurements  carried  out  at  microwave 
frequencies  and  at  193  nm  ultraviolet  (UV)  wavelength.'^ 

Laser-induced  breakdown  can  be  described  as  the  formation  of  an  ionized  gas  or  plasma 
during  or  by  the  end  of  the  laser  pulse.  The  experimental  condition  that  is  usually  used  is  the 
detection  of  a  glow  or  flash  in  the  focal  region  for  10%-50%  of  the  laser  firings.'^  As  described 
by  Raizer,'^  the  photon- initiated  electron  cascading  plasma  process  initiates  when  a  pulsed  laser 
beam  is  focused  to  a  small  volume,  which  produces  a  very  sudden  temperature  rise  in  the 
medium  at  that  point.  If  the  electric  field  of  the  laser  radiation  in  the  focal  region  becomes 
greater  than  that  of  the  binding  electrons  to  their  nuclei,  it  will  trigger  breakdown  of  the  air 
molecules  and  produce  ionization  of  the  gas.  Lollowing  the  initial  breakdown  cascade  effect 
takes  place  due  to  the  increased  plasma  density  and  the  medium  becomes  opaque  to  the  laser 
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beam  leads  to  further  energy  absorption.  During  the  rising  phase  of  the  laser  pulse,  primary  and 
seeondary  eleetrons  are  ereated  by  several  meehanisms,  sueh  as,  multiphoton  ionization  (MPI),'^' 
free  eleetrons  in  the  air  at  room  temperatures,  and  the  inverse  bremsstrahlung  absorption  or 
easeade  ionization  proeess,  whieh  eorresponds  to  an  ionizing  collisional  eascade  (CC) 
evolution.^®’^^ 

For  the  MPI  proeess,  a  neutral  atom  absorbs  enough  laser  photons  within  a  quantum 
lifetime  of  the  exeited  state  [r  ~  h/Sy  =  3.5  x  10  s  (at  1064  nm)]  to  raise  it  from  the  ground 
state  to  the  ionization  level  or  above.  When  enough  atoms  are  ionized,  it  ean  produee  an 
observable  flash.  For  a  easeade  ionization  proeess,  a  few  initial  eleetrons  in  the  breakdown 
region  are  required,  which  could  be  created  by  a  process  such  as  MPI  of  the  gas  species  or  the 
presence  of  dust  or  the  creation  of  electrons  at  the  ambient  gas  temperature.  These  electrons  then 
gain  energy  by  absorbing  laser  energy  and  undergoing  elastic  collisions  with  neutral  atoms.  After 
accumulating  energy  slightly  higher  than  the  ionization  potential  of  the  gas,  the  electron  may 

ionize  an  atom  by  inelastic  collisions  producing  two  electrons  of  low  energy;  these  are  then 

2 1 

available  for  the  process  to  be  repeated. 

These  two  ionization  mechanisms.  Multiphoton  ionization  and  Collisional  Cascade 
ionization,  differ  fundamentally  and  are  described  by  different  theories  that  are  necessary  to 
understand  the  experiments  at  1064  nm  with  higher  laser  energies  otherwise  stated  higher  photon 
flux  in  comparison  with  previously  reported  193  nm  UV  laser  breakdown  experiments.'^  In  the 
previous  193  nm  UV  laser  breakdown  threshold  study,  a  180-mJ,  20±2  ns,  10  MW  UV  laser 
beam  with  a  photon  flux  of  1.75  x  10  photons  per  pulse  was  focused  to  a  30-fj.m  spot  size  to 
create  optical  breakdown.'^  In  this  paper,  we  report  measurements  and  analysis  of  1064  nm  IR 
laser  breakdown  threshold  experiments  in  which  a  450-mJ,  6-ns  laser  beam  with  a  photon  flux  of 


59 


1  o 

1.3  -  2.4  X  10  photons  per  pulse  was  focused  to  a  20-fj.m  spot  size  to  create  optical  breakdown. 

It  was  reported  that  the  photon  energy  of  the  193  nm  laser  is  6.42  eV  suggesting  approximately  3 

photons  to  be  absorbed  with  in  the  photon  excitation  life  time  of  6.5  x  10"'^  seconds  for 

ionization  of  air  with  an  ionization  energy  of  15.6  eV  further  illustrating  the  significance  of 

multiphoton  ionization  at  the  193  nm  UV  laser  radiation.  Similar  theory  is  extended  to  the  1064 

nm,  in  which  the  photon  energy  of  the  1064  nm  laser  is  1.165  eV  suggesting  approximately  14 

photons  to  be  absorbed  within  the  photon  excitation  life  time  of  3.5  x  10"'^  seconds  for 

ionization  of  air.  It  shows  that,  for  the  multiphoton  ionization  of  air  at  1064  nm  it  requires 

approximately  5  times  more  (5x)  photons  than  at  193  nm,  however  the  photon  excitation  life 

time  is  6  time  longer  (6x)  at  1064  nm  than  at  193  nm  suggesting  a  potential  contribution  of 

multiphoton  ionization  even  at  1064  nm  in  addition  to  the  cascade  collisional  ionization  process 

at  varied  pressures  especially  at  low  collision  or  collision  less  pressures.  In  general,  the  cascade 

theory  best  describes  the  breakdown  at  high  pressures  (>100  torr)  and  long  laser  pulse  lengths 

(>10  ns).  On  the  other  hand,  the  MPl  theory  alone  should  best  describe  the  breakdown  at  lower 

pressures,  in  the  millitorr  regime  where  the  electrons  are  more  collision  less,  and  for  shorter 

2 1 

pulse  lengths  (<1  ns)  where  the  cascade  process  cannot  develop. 

We  report  measurements  and  analysis  of  air  breakdown  processes,  in  this  paper,  by 

focusing  a  1064  nm  250-450-mJ,  6  ns,  42  -  75  MW  high-power  IR  laser  radiation  onto  a  20-jUm- 

radius  spot  size  (r  =  fa/2,  where /=  4  cm  is  the  focal  length  and  a  =  1  mrad  is  our  laser  beam 

divergence)  that  produces  laser  power  densities  up  to  3  -  6  TW/cm  ,  well  above  the  CC 

10  2  22 

threshold  power  flux  for  air  ionization  at  this  wavelength  that  is  10  W/cm  .  The  breakdown 
threshold  is  measured  and  compared  utilizing  classical  and  quantum  theoretical  ionization 

17  18 

models.  ’  The  measurements  and  analysis  of  the  1064  nm  infrared  laser  induced  optical 
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breakdown  results  extended  to  photon  energies  (eV),  multiphoton  ionization  threshold  intensities 
(W/em  )  for  corresponding  photon  excitation  lifetimes  (seconds),  collisional  cascade  laser 
breakdown  threshold  intensities  (W/cm  ),  breakdown  electric  field  and  effective  electric  field 
and  compared  with  193  nm  ultraviolet  laser  radiation.  In  addition,  our  investigation  of  the 
breakdown  threshold  field  intensities  for  air  using  1064  nm  laser  radiation  is  extended  to 
correlate  the  corresponding  threshold  field  requirements  by  using  high-power  microwave 
radiation  by  means  of  “universal  plot”.  ’  A  universal  scaling  analysis  of  these  results  allows 
one  to  predict  aspects  of  high-power  microwave  air  breakdown  based  on  measured  laser 
breakdown  observations.  The  high-power  microwave  breakdown  threshold  has  been  investigated 
experimentally  and  computationally. 

The  theoretical  air  breakdown  threshold  estimation  for  1064  nm  at  760  Torr  in 
comparison  with  193  nm  are  presented  in  Section  II,  the  experimental  and  diagnostics  setup  are 
presented  in  Section  III,  experimental  results  are  discussed  in  Section  IV,  and  a  summary  is 
presented  in  Section  V. 


II.  THEORETICAL  AIR  BREAKDOWN  THRESHOLD  ESTIMATION 
A.  Multiphoton  ionization 

1 7  25 

The  breakdown  threshold  based  on  the  quantum  MPI  processes  is  derived  by  Nelson.  ’ 
In  MPI,  a  neutral  atom  absorbs  enough  laser  photons  within  the  quantum  excitation  lifetime  to 
raise  it  from  the  ground  state  to  the  ionization  level  or  above.  If  enough  atoms  are  ionized,  it  may 
produce  a  visible  flash.  The  interaction  laser  intensity  threshold  /q  is  written  in  terms  of  flux 
density  as 
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/o  =  hvcNo,  (1) 

with  Nq  =  2(2n)^  x  137  x  (1/1)^.  Therefore,  the  breakdown  threshold  laser  intensity  can  be 
defined  as 

^B(MPI)  —  (2) 

where  S  is  the  MPI  coefficient,  which  is  the  ratio  of  ionization  potential,  i/j,  of  the  gas  (15.6  eV 

for  air)  ’  ’  to  the  photon  energy,  Sy,  of  the  laser  beam  (Sy  =  1.24/1  (eV),  where  1  is  the 

vacuum  wavelength  in  micrometers).  With  Sy  =  1.165-eV  photon  energy  for  the  1064  nm  laser 
radiation,  it  requires  approximately  5=14  photons  to  be  absorbed  within  the  quantum  excitation 
lifetime  t  ~  h/ Sy  =  3.5  xlO'^^  s  in  order  to  ionize  the  air  molecules.  Thus,  the  breakdown  laser 
intensity  threshold  value  for  760-torr  air  at  1064  nm  laser  radiation  is  /b(mpi)  =  4.42  x  10^ 
W/cm  .  The  corresponding  rms  breakdown  electric  field  is  obtained  from 

£'b(mpi)  =  1-94  X  lO'*'  Jib(mpi)  (3) 

2  6 

where  (mpi)  is  expressed  in  MW/cm  and  we  obtain  =  1.3  x  10  V/cm. 

Similarly,  it  was  reported  that  the  multiphoton  ionization  theory  was  applied  to  193  nm 
laser  radiation  in  which  a  6.42-eV  photon  energy  requires  5  =  3  photons  to  be  absorbed  within 
the  quantum  excitation  lifetime  t  «  h/Sy  =  6.5  xlO'*^  s  in  order  to  ionize  the  air  molecules  and 
the  estimated  laser  intensity  threshold  value  for  760-Torr  air  ay  193  nm  laser  radiation  was 
reported  as  Ib(mpi)  =  8.73  x  10^^  W/cm^,^^  which  is  approximately  two  orders  of  magnitude 
higher  compared  to  that  of  1064  nm.  The  corresponding  rms  breakdown  electric  field  at  193  nm 
was  reported  as  =  18  x  10^  V/cm,^^  which  is  an  order  of  magnitude  higher  compared  to 

that  of  1064  nm  estimates.  It  is  evident  that,  it  requires  lesser  laser  intensity  at  the  focal  volume 
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for  a  1064  nm  laser  compared  to  a  193  nm  laser  in  order  for  an  optical  breakdown  formation  as 
the  breakdown  threshold  intensity  /g  is  inversely  proportional  to  the  cube  of  the  laser  wavelength 
for  the  multiphoton  ionization  process. 

B.  Collisional  cascade  ionization 

The  theory  of  Collisional  Cascade  (CC)  ionization  phenomena  in  air  was  reviewed  by 
Kroll  and  Watson,  based  on  the  data  obtained  by  MacDonald.  In  the  cascade  ionization 
process,  a  few  initial  free  electrons  are  assumed  to  be  present  in  the  focal  region,  and  these 
electrons  then  gain  energy  by  absorbing  laser  energy  upon  elastic  collisions  with  neutral  atoms. 
After  a  cascade  that  accumulates  energy  slightly  higher  than  the  ionization  potential  of  the  gas, 
the  electron  may  ionize  an  atom  by  inelastic  collisions  producing  two  electrons  of  low  energy; 
these  are  then  subjected  to  the  collisional  process  and  are  repeated.  If  enough  atoms  are  ionized 

within  the  laser  pulse  period,  breakdown  is  observed  as  a  bright  spark.  Based  on  this  theory,  the 

1 8 

threshold  power  flux  for  breakdown  is  given  by 

4(cc)  =  1-44  X  10^(p2  +  2.2  X  10^1“^)  W/cm^  (4) 

where  p  is  the  pressure  in  atmospheric  pressure  units  and  1  is  the  radiation  wavelength  in 
micrometers.  Although  this  theory  is  primarily  based  on  observations  at  microwave  frequencies, 
and  as  well  as  pressures  below  atmospheric  conditions,  it  can  also  be  scaled  to  1064  nm- 
wavelength  laser  frequencies.^"^  Assuming  that  there  are  no  dust  particles  (r  ~  1-2  pm)  nor 
significant  water  vapor  in  the  air  the  cascade  ionization  theory  predicts  a  breakdown  flux 
intensity  threshold  value  for  1064  nm  wavelength  of  Ib(cc)  ~  2.8  x  10  W/cm  corresponding  to 
Eb(cc)  =  10.3  X  10^  V/cm. 
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Similarly  the  collisional  cascade  microwave  breakdown  theory  was  also  extended  to 
previously  published  193  nm  laser  breakdown  of  air  at  760  Torr  and  the  estimated  breakdown 
flux  intensity  threshold  value  was  reported  to  be  of  Ib(cc)  =  8.5  x  10  W/cm  corresponding  to 
^B(cc)  =  56  X  10^  V/cm,  at  760  Torr  air  and  assuming  that  there  are  no  dust  particles  (r  ~  1-2 
jUm)  nor  significant  water  vapor  in  the  air.'^  These  breakdown  threshold  estimates  at  193  nm  is 
approximately  one  order  of  magnitude  higher  compared  to  that  of  1064  nm.  It  is  evident  that,  it 
requires  lesser  laser  intensity  at  the  focal  volume  for  a  1064  nm  laser  compared  to  a  193  nm  laser 
in  order  an  optical  breakdown  formation  as  the  breakdown  threshold  intensity  /g  is  inversely 
proportional  to  the  square  of  the  laser  wavelength  for  the  collisional  cascade  ionization. 

Based  on  the  breakdown  threshold  electric  field  estimates,  it  can  be  inferred  that  for  an 
optical  breakdown  of  air  at  760  Torr  using  193  nm  laser  radiation  the  multiphoton  ionization 
process  contributes  to  approximately  25%  of  the  total  breakdown  threshold  and  the  reaming  75% 
is  contributed  by  the  collisional  cascade  ionization  process  whereas  by  using  the  1064  nm  laser 
radiation  the  multiphoton  ionization  process  contributes  to  approximately  10%  of  the  total 
breakdown  threshold  and  the  remaining  90%  is  contributed  by  the  collisional  cascade  ionization 
process.  These  MPI  contributions  at  1064  nm  can  be  further  higher  at  lower  pressures  where 
collisions  are  low,  which  is  of  interest  in  this  paper. 

The  Fig.  1.  illustrates  the  comparison  of  the  breakdown  threshold  estimates  of  the  1064 
nm  and  193  nm  laser  radiations  based  on  the  collisional  cascade  microwave  breakdown  theory 
for  a  wide  range  of  pressures  in  a  universal  plot  of  effective  electric  field  plotted  as  a  function  of 
pressure  normalized  by  diffusion  lengths.  In  this  case,  the  estimated  values  for  193  nm  is 
obtained  with  a  diffusion  length  of  12  /rm^^  and  for  1064  nm  the  experimental  diffusion  length  is 
of  8  jUm.  The  solid  line  in  Fig.  1.  is  the  classical  microwave  breakdown  theory  for  2.8  GHz  with 
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a  diffusion  length  of  0.2  cm  and  the  region  of  interest  and  study  for  this  paper  is  highlighted  in 
the  graph  representing  the  pressure  regime  of  interest,  ranging  from  10  Torr  to  2000  Torr  (-'2.5 
atmospheres).  It  can  be  observed  that  the  trend  of  breakdown  threshold  as  a  function  of  pressure 
for  1064  and  193  nm  for  dry  air  are  similar  for  vacuum  pressures  and  up  to  100-125 
atmospheres,  and  beyond  which  the  significant  differences  in  the  trend  can  be  observed. 


III.  EXPERIMENTAL  SETUP 

The  schematic  diagram  of  the  experimental  setup  is  shown  in  Fig.  2.  In  this  experiment,  a 
pulsed  NdiYAG  laser  (Spectra-Physics,  Indi  40),  with  a  U*  harmonic  at  1  =  1064  nm,  1.165  eV 
per  photon  and  a  2"‘*  harmonic  at  A  =  532  nm,  2.33  eV  per  photon  is  used.  The  laser  output  is  a 
circular  beam  of  1-cm  cross  section  diameter  with  Gaussian  distributed  beam  intensity  and  1.0 
mrad  beam  divergence.  The  full-width  at  half  maximum  (FWHM)  of  the  laser  pulse  is  6  ±  1  ns, 
with  a  1-ns  rise/fall  time  and  a  maximum  available  laser  output  energy  of  450  mJ  at  1-20  Hz  rep 
rate.  The  laser  outputs  both  and  2“‘*  harmonic  laser  beams  simultaneously  and  in  order  to 
study  the  infrared  laser  induced  plasma  the  532  nm  2’^^  harmonic  crystal  generator  was  detuned 
and  a  dichromatic  mirror  separates  any  minimal  532  nm  laser  output  from  the  1064  nm  pump 
laser.  The  laser  output  beam  energy  is  controlled  using  a  variable  attenuator  and  each  laser  pulse 
is  sampled  through  an  IR  beam  sampler  and  the  laser  output  energy  is  measured  using  laser 
energy  meter  (Coherent,  FieldMax  II).  In  this  experiment,  all  IR  optical  components  are  specially 
coated,  with  98%  transparency  at  1064  nm.  The  IR  beam  is  then  reflected  by  a  high  damage 
threshold  (20  J/cm  )  IR  coated  kinematic  mirror  (TECHSPEC)  in  order  to  obtain  a  top-down 
configuration  for  the  IR  beam  to  enter  the  plasma  chamber.  The  1  -cm-diameter  IR  beam  is  then 
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passed  through  a  1064  nm  transmission  coated  3-cm-diameter  Zinc  Selenide  window.  The  laser 
beam  was  focused  by  using  a  high-power  handling  (500  MW/cm  )  objective  lens  mounted  inside 
the  plasma  chamber.  The  objective  lens  (Thorlabs,  LMH-5X-1064)  has  an  effective  focal  length 
of  40-mm,  with  a  10-mm  entrance  aperture  and  a  0.13  NA.  Due  to  its  short  focal  length,  the 
objective  lens  is  mounted  inside  the  plasma  chamber  using  an  adjustable  length  holder,  so  that 
the  laser-induced  plasma  will  be  positioned  at  the  cylindrical  chamber  air  and  visible  through 
side  windows  for  diagnostics.  The  space  between  the  entrance  IR  window  and  the  objective  lens 
is  maintained  at  the  same  pressure  as  that  of  the  chamber  pressure  in  order  to  avoid  differential 
pressures  acting  on  the  objective  lens.  Great  care  was  taken  to  position  the  objective  lens 
together  with  the  plasma  chamber  precisely  in  the  line  of  sight  with  the  IR  laser  beam.  In 
addition,  using  the  laser  energy  meter,  it  is  found  that  the  laser  beam  experiences  a  5%  loss  as  it 
passes  through  the  coated  IR  optics,  including  the  attenuator,  beam  sampler,  mirrors  and 
windows.  The  laser  energy  available  immediately  after  the  objective  lens  corresponding  to  a  300 
±  5  mJ  laser  output  was  measured  by  the  Coherent  FieldMax  11  energy  meter  to  be  285  ±  5  mJ, 
corresponding  to  the  measured  incident  laser  energy  on  the  focal  spot,  in  agreement  with  the 
analytical  estimate.  A  high-speed  (<2-ns  rise  time)  visible  photodetector  (Thorlabs,  DETIOA/M) 
mounted  with  collection  optics  is  used  to  detect  and  observe  the  laser  breakdown  visible  spark. 
The  photodetector  is  connected  to  a  high  speed  2.5  GS/S  oscilloscope  to  monitor  the  laser 
induced  plasma  emission.  The  plasma  chamber  was  made  from  stainless  steel  and  flushed  several 
times  before  finally  filling  with  dry  air  (<  10  ppm  water)  to  the  desired  pressure  ranging  from 
2000  Torr  to  100  mTorr.  Optical  view  ports  on  both  sides  of  the  cell  are  made  of  3-cm-diameter 
by  5-mm-thick  sapphire  windows.  The  view  ports  enabled  observation  of  the  interior  at  right 
angles  to  the  cell  axis  which  is  coincident  with  the  direction  of  the  laser  beam,  as  well  as  for 
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diagnosing  the  plasma.  The  ehamber  pressure  was  measured  precisely  by  a  pressure  gauge  with  a 
pressure  controller-readout  (MKS  Instruments,  910-11  and  PDR  900-11).  The  gas  flow  through 
the  chamber  was  regulated  by  a  needle  valve  in  the  gas  line  and  another  valve  in  the  pumping 
line.  For  one  set  of  experiments  on  determining  the  effects  of  removing  micro  dust  particles  of 
diameters  >0.1  [im  on  the  breakdown  threshold  of  dry  air,  we  have  inserted  a  Alter  capsule  in 
the  incoming  gas  line  and  cleaned  residual  dust  on  window  and  lens  surfaces  by  means  of  an 
aerosol  jet.  The  filter  houses  a  dual-pleated  polytetrafluoroethylene  (PTFE)  filtering  element 
with  <  0. 1-jUm  pore  size. 


IV.  EXPERIMENTAL  MEASUREMENTS,  RESULTS,  AND  DISCUSSION 

In  general  the  breakdown  threshold  is  defined  as  the  minimum  laser  energies  or 
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intensities  at  which  10-50%  of  the  laser  pulses  resulted  in  a  visible  optical  breakdown. 
Similarly,  in  this  experimental  study,  the  breakdown  threshold  is  defined  as  the  minimum  laser 
intensity  at  which  the  air  breakdown  with  a  visible  spark  is  observed  for  50%  of  the  laser  pulses. 
The  occurrence  of  breakdown  was  detected  by  observing  a  visible  spark  at  a  right  angle  to  the 
laser  beam  direction  using  a  high-speed  (<2-ns  rise  time)  visible  photodetector  (Thorlabs, 
DETIOA/M)  while  gradually  increasing  the  intensity  for  each  laser  pulse.  The  measurements 
were  made  in  dry  air  (<  10-ppm  water)  at  room  temperature.  The  primary  measurement  is  the 
incoming  laser  energy  with  the  corresponding  intensity  at  the  focal  spot  and  is  then  calculated.  In 
this  paper,  the  focal  length  /  of  the  objective  lens  used  is  4.0  cm,  and  the  diameter  d  of  the 
unfocused  laser  beam  used  is  1.0  cm,  with  a  laser  beam  divergence  a  of  1.0  mrad.  Eollowing 
standard  optical  focal  theory,  the  minimum  focal  volume  is  assumed  to  be  cylindrical  with  a 
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corresponding  radius  of  Tq  =  fal2  =  20  /rm  and  an  axial  length  (depth  of  focus)  of  Zq  — 

9  23  24  27 

0.414  (a/d)/  =  66  /rm.  The  eharaeteristic  diffusion  length  is  obtained  by  ’  ’ 


1\^  /7r\2  /2.405\^ 

a)  “  [TJ  ■^(  To  ) 


(5) 


whi  h  yields  a  value  of  A  =  8  /rm.  This  value  for  plasma  diffusion  length  is  elose  to  the  Ztq/ 
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6-(/rm)  value  used  in  previous  longer  wavelength  (10.6-jUm)  air  breakdown  laser  experiments. 
Another  aspeet  when  eomparing  the  pulsed  1064  nm  laser  breakdown  data  to  the  steady-state 
eontinuous  wave  (CW)  mierowave  breakdown  ease  is  that,  although  the  laser  energy  is  pulsed  (6 
ns),  there  are  many  oseillations  (1.7  x  10^  eyeles)  in  the  eleetrie  field  within  a  single  pulse.  The 
threshold  breakdown  in  air  using  a  focused  laser  radiation  is  independent  of  pulse  length  and  ean 
be  treated  as  if  in  steady  state  if  the  number  of  eyeles  eontained  within  the  pulse  is  more  than 
106  24  breakdown  threshold  laser  intensity  at  the  foeal  minimum  is  determined  by 


,  _1(Wb 

m  -  z  : 
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where  Wg  is  the  minimum  laser  pulse  energy  at  whieh  the  breakdown  is  observed,  Tq  is  the  foeal 
spot  radius,  and  Tp  is  the  FWHM  of  the  laser  pulse.  In  our  experiment,  we  have  measured  the 
breakdown  threshold  for  air  at  pressures  ranging  from  10  to  2000  torr  (-'2.5  atm).  Fig.  3.  shows 
the  measured  breakdown  threshold  energies  (mJ)  and  from  whieh  the  derived  breakdown 
threshold  laser  intensities  /g  (W/em  )  for  different  pressures.  The  1064  nm  /g  value  for  dry  air  at 
760  Torr  was  measured  to  be  2  x  10  W/em  ,  whieh  is  elose  to  the  theoretieal  estimates.  It  is 
evident  that  at  laser  frequeneies,  higher  energies  are  required  at  low  collisional  pressures  than  at 
higher  eollisional  pressures.  From/g,  the  breakdown  threshold  eleetrie  field  Eg  is  determined 
using  Fg  =  1.94  X  lO"^  with  Ig  is  in  MW/em^.  In  Fig.  4.,  the  solid  squares  show  the  measured 
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breakdown  electric  field  in  air  for  various  pressures.  The  value  for  dry  air  at  760  torr  was 
measured  to  be  8.8  x  10^  V/cm,  which  is  close  to  the  theoretical  estimates,  and  it  is  observed  that 
Eg  decreases  for  pressures  ranging  from  10  torr  to  2.5  atm,  which  is  expected  in  our  regime 
where  the  laser  frequency  m  is  much  higher  than  the  electron  collision  frequency  Uc(<^  »  ^c)-  H 
indicates  that  for  such  high-frequency  wave  fields,  there  are  many  oscillations  of  the  electric 
field  per  collision.  It  is  therefore  convenient  to  make  use  of  the  concept  of  effective  electric  field 
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for  energy  transfer.  The  effective  electric  field  appears  in  the  form  ’ 


1/2 


^eff  — 
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The  effective  electric  field  represents  the  effectiveness  of  the  electric  field  in  coupling  its  energy 
to  the  electron  with  the  field  multiplied  by  the  factor  (Vc/(Vc  +  For  our  experimental 

conditions,  (jo/v^  »  1,  and  thus 


(8) 


E^ff  ~En 

The  electron  collision  frequency  is  determined  hy  —  P  x  lO^p,  where  p  is  in  torr.^^’^"^’^^  The 
parameter  p  depends  on  the  gas  used,  with  a  value  of  5.33  for  air  data.  The  effective  electric  field 
Fgff  is  shown  in  Fig.  4.  (solid  circles)  as  a  function  of  pressures  ranging  from  10  torr  to  2.5  atm, 
and  it  is  observed  to  increase  within  the  pressure  range,  which  means  that  the  effectiveness  of 
energy  coupling  through  electron  collisions  is  higher  above  atmospheric  pressures  when 
compared  to  partial  vacuum  conditions. 


It  has  been  observed  by  Stricker^"^  that,  at  I.064-pm  laser  wavelengths,  for  gas  pressures  above 
few  hundred  Torr  and  for  pulse  lengths  in  the  lO'^-s  range,  gas  breakdown  is  best  described  by 
the  cascade  ionization  processes.  However,  at  lower  pressures  the  1064  nm  laser  wavelength 
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laser  radiation  can  also  play  a  role  through  multiphoton  ionization.  Using  the  concept  of  effective 
electric  field,  the  comparison  of  1.06-/rm  laser-induced  breakdown  data  for  air  with  scaled 
calculations  based  on  the  CC  theory  was  done  effectively  when  compared  with  microwave  data 
and  shows  good  agreement.  The  laser-induced  breakdown  data  are  effectively  compared  with 
the  microwave  data  using  a  universal  plot  that  has  fi'effA  as  the  ordinate  plotted  as  a  function 
of  pA.  The  2-D  universal  plot  represents  all  four  laser  breakdown  parameters  including  pressure, 
frequency,  diffusion  length,  and  electric  field. 

The  experimental  values  of  £'effA  obtained  from  our  measured  dry-air  breakdown  data  without 
any  gas  filters  are  compared  with  typical  microwave  CW  data  for  air  is  shown  in  Fig.  5.  The 
solid  curve  shows  the  typical  microwave  CW  data  at  2.8  GHz  with  0.2  cm  diffusion  length  and 
the  dashed  curve  shows  the  classical  cascade  breakdown  theory  [equation  (4)]  extended  to  1064 
nm  laser  radiation  wavelength.  According  to  this  theoretical  result,  the  breakdown  threshold  for 
air  at  1064  nm-wavelength  radiation  converges  with  the  microwave  breakdown  data  at  above 
atmospheric  pressures  and  deviates  significantly  for  very  low  pressures.  However,  for  low 
pressures,  the  medium  becomes  less  collisional,  and  the  MPI  process  will  dominate  over  the 
collisional  breakdown  process,  although  the  MPI  process  is  a  weak  function  of  pressure 
In  Fig.  5,  the  triangles  show  the  measured  breakdown  data  for  air  from  10  torr  to  2  atm.  In  order 
to  compare  it  with  the  collisional  microwave  breakdown,  the  1064  nm  laser- induced  breakdown 
data,  where  MPI  processes  play  a  role  at  lower  pressures,  a  correction  for  the  MPI  process  as  a 
function  of  pressure  is  necessary.  From  the  measured  breakdown  data,  the  portion  of  MPI  effects 
as  a  function  of  pressure  is  eliminated  by  correcting  with  a  multiplicative  factor  Fg  x 

[(£'b(cc)(p)  +£'b(mp/)(p))/£'b(cc)(p)],  where  the  terms  are  given  by  Eqs.  (3)  and  (4)  as  a 
function  of  pressure,  and  the  results  are  shown  by  circles  in  Fig.  5.  The  corrected  CC  data  shift  to 
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a  much  higher  value  at  lower  pressures  where  the  MPI  process  is  significant  compared  to  that  in 
higher  pressures  where  collisional  proeesses  dominate.  This  means  that  a  higher  eleetric  field  is 
required  in  order  to  obtain  breakdown  at  lower  pressures  without  the  infiuence  of  MPI  processes. 
The  breakdown  threshold  values  were  then  multiplied  by  a  scaling  factor  of  2.1  in  order  to  scale 
with  the  microwave  breakdown  plot  to  examine  the  overall  trend  of  the  data  as  pressure  is  varied. 
The  scaled  data  are  shown  by  squares  in  Fig.  5.  Similar  scaling  values  were  used  in  1.06-jUm 
laser  breakdown  experiment  at  above  atmospheric  pressures  (1-50  atm)  in  order  to  compare  the 
scaled  results  with  mierowave  breakdown  data.  In  which  the  multiphoton  ionization  proeess  was 
ignored  due  to  the  high  collisional  pressures  and  dominating  collisional  cascade  ionization 
proeess.  In  our  case  sub-atmospherie  pressures  are  studied  and  the  2.1  scaling  factor  can  also  be 
due  to  the  fact  that  larger  spatial  wavelength  averages  of  the  microwave  breakdown  data  are  on 
the  order  of  several  eentimeters,  whereas  the  loealized  laser  foeus  diameter  is  20  /rm.  Another 
possibility  for  the  factor  is  the  presenee  of  microscopic  dust  particles  on  the  order  of  several 
mierometers  in  size,  which  has  been  shown  to  reduce  breakdown  for  shorter  laser  wavelengths 
but  does  not  influence  the  longer  wavelength  microwave  breakdown.  In  order  to  investigate  the 
effect  of  dust  on  the  breakdown  threshold,  consequently,  on  the  scaling  factor,  we  have  carried 
out  a  set  of  similar  breakdown  threshold  measurements  with  a  0.1 -//m  dual-pleated  PTFE  filter 
inserted  in  the  incoming  gas  pipeline.  In  laboratory  air,  the  average  size  of  dust  particles  is  about 
l-l-jim  diameter,  and  therefore,  filtering  dust  particles  of  0. 1  fim  or  larger  diameter  will  rid  our 
system  of  them  if  present.  The  result  of  the  breakdown  threshold  measurements  as  a  function  of 
pressure  range  from  10  torr  to  2.5  atm  is  shown  in  Fig.  6.  With  the  filter  present,  the  minimum 
pressure  at  which  the  breakdown  was  observed  is  15  torr,  whereas  without  the  fdter,  the 
minimum  breakdown  pressure  is  10  torr.  As  expected,  the  breakdown  threshold  for  dry  air  as  a 
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function  of  pressure  increases  somewhat  at  lower  pressures  with  the  0.1 -/rm  filter.  After 
correcting  for  the  MPI  proeess  from  the  measured  breakdown  threshold  values  (triangles)  that 
are  then  given  by  circles,  we  then  multiply  the  result  by  a  scaling  factor  of  1.74  in  order  to  fit  the 
measured  data  with  the  mierowave  breakdown  curve,  as  shown  in  solid  squares.  It  is  evident  that 
the  presence  of  dust  partieles  does  play  a  role  in  the  breakdown  threshold  values  at  lower 
pressures,  as  observed  in  our  case.  The  scaling  factor  can  also  be  attributed  to  the  wide 
differenees  in  frequencies  between  the  microwave  and  laser  frequeneies.  The  resulting  IR  laser 
pressure  scaling  agrees  well  with  the  average  mierowave  curve.  In  our  experiment,  the  overall 
pressure  variation  of  the  scaled  data  is  in  good  agreement  with  the  classical  microwave 
breakdown  results.  It  should  also  be  noted  that  the  microwave  eascade  curve  is  an  average  and 
subject  to  a  range  variation  about  the  plotted  values.  The  important  aspeet  is  that  the  pressure 
scaling  of  laser  and  mierowave  eases  is  similar  over  a  wide  range  of  pressures,  as  well  as  at 
lower  pressures  where  a  correction  of  the  MPI  process  is  necessary. 

The  measured  1064  nm  optical  breakdown  threshold  eleetric  fields  and  eorresponding  effeetive 
eleetric  fields  for  pressures  range  from  10  Torr  to  2.5  atm  is  eompared  with  the  193  nm  laser 
breakdown  measurements  in  Fig.  7.  It  can  observed  that  the  breakdown  electric  field  required  for 
air  breakdown  in  the  pressure  regime  of  interest  at  1064  nm  is  approximately  an  order  of 
magnitude  less  than  that  of  at  193  nm.  The  effective  electric  fields  for  both  laser  wavelengths 
appear  very  close  suggesting  that  for  the  same  amount  of  effeetive  coupling  of  the  laser  energy 
on  to  medium  (gas)  it  requires  less  amount  of  laser  intensity  when  an  infrared  1064  nm  laser 
radiation  is  used  compare  to  an  ultraviolet  193  nm  laser  radiation. 
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V.  SUMMARY 


The  theoretical  estimates  of  the  1064  nm  air  breakdown  threshold  laser  intensities  and 
breakdown  electric  fields  are  obtained  using  multiphoton  ionization  and  collisional  cascade 
ionization  theories  at  760  Torr  and  at  other  pressures  and  compared  with  breakdown  threshold 
estimates  for  193  nm  laser  radiation.  Based  on  the  multiphoton  ionization  theory  the  estimated 
breakdown  threshold  for  1064  nm  laser  intensity  at  760  Torr  is  Ib(mpi)  ~  4.42  x  10  W/cm  and 
the  estimated  breakdown  threshold  electric  field  is  £'b(mpi)  =  1-3  x  10^  V/cm.  Based  on  the 
estimates  it  is  observed  that  the  breakdown  threshold  estimates  for  1064  nm  is  one  or  two  orders 
of  magnitude  lower  in  comparison  with  breakdown  threshold  estimates  for  193  nm.  This 
observation  of  low  breakdown  threshold  at  1064  nm  is  explained  through  several  aspects, 
including  the  longer  photon  excitation  lifetimes  to  absorb  the  required  number  of  photons, 
inverse  proportional  relationship  between  the  breakdown  threshold  intensities  and  electric  fields 
with  laser  wavelength  powers.  It  is  estimated  that,  for  the  1064  nm  laser  breakdown  at  760  Torr, 
multiphoton  ionization  process  contributes  to  '-'10%  and  collisional  cascade  ionization  process 
contributes  to  the  remaining  -90%  of  the  total  ionization  mechanism. 

The  theoretical  breakdown  threshold  estimates  are  validated  by  1064  nm  experimental  laser 
breakdown  threshold  measurements.  A  250-450-mJ,  6  ns,  42  -  75  MW  high-power  1064  nm 
Nd:YAG  laser  with  1  cm  beam  diameter  and  1.0  mrad  beam  divergence  is  focused  onto  a  20-jum- 
radius  spot  size  in  dry-air  using  an  objective  lens  for  pressures  ranging  from  10  torr  to  2.5  atm, 
where  multi-photon  and  CC  processes  are  significant,  have  been  carried  out.  The  breakdown 
threshold  laser  energies  for  various  pressures  are  measured  and  from  which  the  corresponding 
laser  breakdown  threshold  intensities,  breakdown  electric  fields  and  effective  electric  fields  are 
obtained.  The  measured  breakdown  threshold  field  intensities  are  scaled  to  the  classical 
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microwave  theory  by  correeting  for  MPI  proeesses  at  various  pressures.  The  MPI  proeesses  were 
observed  to  be  dominant  at  pressures  below  100  torr  where  the  plasma  is  less  collisional, 
whereas  the  cascade  ionization  process  dominates  for  pressures  above  100  torr  up  to  2.5  atm. 
Based  on  the  breakdown  measurements  and  comparing  with  the  classieal  and  quantum  theories, 
88%  of  the  total  ionization  meehanism  is  carried  out  by  the  caseade  ionization  proeess,  and  12% 
of  the  ionization  process  is  earried  out  by  the  MPI  proeess  at  p  =  760  torr.  The  MPI-corrected 
measured  breakdown  threshold  data  were  scaled  and  fitted  the  CC  microwave  breakdown 
measurement  pressure  variation  well.  A  sealing  faetor  of  2.1  is  used  to  seale  the  1064  nm 
breakdown  threshold  data  after  correcting  multiphoton  ionization  process  on  to  the  classieal 
microwave  breakdown  theory.  The  effeet  of  the  presence  of  sub-mieron  particles  on  the 
breakdown  threshold  was  carried  out  with  0.1 -/rm  filtered  air  and  the  measurements  show  that 
slightly  higher  breakdown  field  is  required  especially  at  lower  pressures  and  in  elose  agreement 
with  mierowave  measurements  when  scaled  with  a  scaling  factor  of  1.74,  indicating  that  small 
sub-micron  dust  particles  ean  reduce  breakdown  threshold  at  laser  wavelengths. 
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FIG.  1.  Universal  plot  of  microwave  breakdown  theory  at  2.8  GHz  with  A  =  0.2  cm  (solid  line)  extended 
to  laser  breakdown  at  A  =  1064  nm  with  A  =  8  microns  (square,  dash)  and  2  =  193  nm  with  A  =  12 

microns  (circles,  dash-dot-dash). 
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FIG.  2.  Schematic  of  the  experimental  and  diagnostic  setup  of  1064  nm  laser-induced  air  plasma.  S  - 
Shutter.  VA  -  Variable  Attenuator.  BS  -  Beam  Sampler.  EM  -  Energy  Meter.  BPS  -  Beam  Profde 
Sampler.  M  -  Mirror.  W  -  Window.  PG  -  Pressure  Gauge.  Obj  -  Objective  Eens.  PD  -  Photo  Detector. 
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FIG.  3.  Breakdown  threshold  measurement  results,  (a).  Measured  1064  nm  air  breakdown  threshold  laser 
energies  as  a  function  of  pressure,  (b).  Breakdown  threshold  1064  nm  laser  power  intensities  at  the  focal 
volume  derived  from  breakdown  threshold  laser  energy  as  a  function  of  pressure. 


FIG.  4.  Measured  breakdown  threshold  electric  field  and  effective  electric  field  £eff  plotted  as  a 
function  of  pressure  p  in  Torr. 
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FIG.  5.  Universal  plot  of  (triangles)  experimental  1064-nm  laser  breakdown  threshold  fields  in  dry  air 
(without  gas  filter)  compared  with  (solid  line)  microwave  theory.  (Dotted  line)  Microwave  theory 
extended  to  A,  =  1064  nm.  (Cir  les)  MPl-corrected  breakdown  threshold  data.  (Squares)  Data  in  circles 
scaled  by  a  factor  of  2. 1 . 
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FIG.  6.  Universal  plot  of  (triangles)  experimental  1064-nm  laser  breakdown  threshold  fields  in  dry  air 
(with  0.1 -/im  filter)  compared  with  (solid  line)  microwave  theory.  (Dotted  line)  Microwave  theory 
extended  to  A,  =  1064  nm.  (Cir  les)  MPl-corrected  breakdown  threshold  data.  (Squares)  Data  in  circles 
scaled  by  a  factor  of  1 .74. 
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FIG.  7.  Measured  1064  nm  laser  air  breakdown  threshold  electric  fields  (solid  squares)  and  effective 
electric  fields  (solid  circles)  in  comparison  with  measures  1 93  nm  laser  air  breakdown  threshold  electric 
fields  (line  squares)  and  effective  electric  fields  (line  circles). 
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Abstract 


Atmospheric  pressure  non- thermal  resistive  barrier  plasma  (RBP)  jet  was  designed,  constructed 
and  characterized  for  plasma  surface  treatment  procedures  applied  in  biomedical  applications. 
The  RBP  source  can  operate  in  both  DC  (battery)  as  well  as  in  standard  60/50  Hz  low  frequency 
AC  excitation,  and  to  function  effectively  in  both  direct  and  indirect  plasma  exposure 
configurations  depending  on  the  type  of  treatment  targets  and  applications.  The  design  and 
construction  aspects  of  the  RBP  source  are  presented  including  the  electrode  configuration, 
electrical,  cooling  and  gas  flow  aspects.  The  RBP  jet  is  tested  and  its  characteristics  such  as  the 
propagation  velocity  of  the  plasma  jet,  electrical  properties,  plasma  gas  temperature  and  nitric 
oxides  concentration  are  characterized  using  optical  laser  plasma  shadowgraphy,  voltage-current 
characterization,  optical  emission  spectroscopy  and  gas  analyzer  diagnostic  measurements 
respectively.  Using  a  laser  shadowgraphy  diagnostic  we  have  measured  the  average  propagation 
velocity  of  the  plasma  jet  to  be  150  -  200  m/s  at  1  cm  from  the  probe  end.  Discharge  power  is 
calculated  from  voltage-current  characterization  and  plasma  power  is  26.33  W.  An  optical 
emission  spectroscopy  was  applied  and  the  gas  temperature  which  is  equivalent  to  the  nitrogen 
rotational  {Trot)  temperatures  was  measured.  After  approximately  2  cm  from  the  tip,  along  the 
axis  the  plasma  emission  drops  and  the  high-temperature  ceramic  fiber-insulated-wire 
thermocouple  probe  was  used  to  measure  the  temperatures  of  the  gas  flows  along  the 
downstream  jet.  The  addition  of  a  small  portable  external  cooling  unit  has  brought  the 
temperatures  of  reactive  oxygen  species  and  other  gases  close  to  room  temperature  at  the  tip  of 
the  handheld  plasma  source  unit.  The  concentrations  of  the  reactive  oxygen  species  at  different 
spatial  distances  from  the  tip  of  the  plasma  jet  were  measured,  at  5  cm  distance  from  the 
electrode  the  nitric  oxides  level  was  measured  to  be  in  the  rage  of  500-660  ppm  and  drops  to 
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'-'100  ppm  at  60  cm.  The  ppm  values  of  nitric  oxides  after  the  eooling  unit  are  observed  to  be  of 
the  same  order  of  magnitude  as  eompared  to  plasma  jet.  The  portable  RBP  souree  was  tested  to 
be  very  effeetive  for  deeontamination  and  disinfeetion  of  a  wide  range  of  foodbome  and 
opportunistie  nosoeomial  pathogens  sueh  as  Escherichia  coli,  Staphylococcus  aureus, 
Pseudomonas  aeruginosa  and  Bacillus  cereus  and  the  preliminary  results  are  presented.  The 
effeets  of  indirect  exposure  of  the  portable  RBP  source  on  monoeytic  leukemia  eancer  cells 
(THP-1)  were  also  tested  and  the  results  demonstrate  that  a  preferenee  for  apoptosis  in  plasma 
treated  THP-1  cells  under  particular  plasma  parameters  and  dosage  levels. 


Index  Terms  -  Plasma  jet,  resistive  barrier  plasma,  atmospherie  pressure  plasma,  air  plasma, 
biomedieal,  medieine,  bacteria,  eaneer 
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1.  Introduction 


Non-equilibrium  or  non-thermal  plasmas  are  eharaeterized  by  a  large  differenee  between  the 
plasma  eleetron  temperature  and  the  plasma  gas  temperature  (ions  and  neutrals).  In  sueh  non- 
thermal  plasmas,  the  eleetron  temperature  ranging  from  few  eleetron  volts  (eV)  to  more  than  20 
eV  while  the  gas  temperature  is  mueh  lower  than  that  of  eleetrons.  Non-equilibrium  plasmas  are 
typieally  sustained  by  applying  a  substantial  applied  voltage  to  the  gas  between  the  electrodes. 
Moreover,  the  atmospheric  pressure  non-equilibrium  discharges  have  received  more  attention 
recently  due  to  its  potential  for  a  wide  range  of  applications.  Non-equilibrium,  atmospheric 
pressure  plasmas  are  increasingly  being  used  in  various  novel  applications  such  as  surface 
modification  of  the  polymeric  substrates  [1],  environmental  processing  [2],  light  sources  [3], 
biomedical  applications  [4],  and  in  microelectronic  devices  [5].  The  most  common  ways  for 
generating  atmospheric  pressure  non-equilibrium  plasma  based  on  different  electrode 
configuration  and  mechanism  of  plasma  formation  include;  atmospheric  pressure  glow  discharge 
plasmas  [6],  DC/AC  corona  [7-9],  dielectric  barrier  discharge  (from  low  frequency  to  several 
megahertz)  [10],  floating  barrier  discharges  [11],  inductively  coupled  plasma  torches  [12,  13], 
plasma  pencil  [14],  plasma  needles  [15-19],  resistive  barrier  discharge  [20,  21],  atmospheric 
pressure  plasma  jets  (from  dc  to  few  gigahertz)  [22]  and  microwave  driven  discharges  in  the 
gigahertz  range  [23].  In  this  work,  a  non-equilibrium  resistive  barrier  air  plasma  jet  is  generated 
under  the  atmospheric  pressure  using  high  voltage  power  generator.  The  plasma  plume  can  be 
extended  up  to  several  centimeters  long  in  the  surrounding  air.  The  plasma  jet  is  generated  with 
air  as  inlet  gas  and  its  plume  length  depends  on  applied  voltage,  gas  flow  rate  and  dissipated 
discharge  power. 
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The  applications  of  non-equilibrium  gas  discharge  plasmas  in  medical,  hospital, 
environmental,  consumer  and  industrial  applications,  and  in  particular  the  food  processing,  air 
filtration,  microbial  decontamination  and  sterilization  in  liquids  and  solid  surfaces,  and  treatment 
of  living  tissues  are  continued  to  grow  [24-39].  The  non-equilibrium  plasmas  pose  a  potential 
alternative  to  conventional  sterilization  techniques  that  are  being  used  currently.  In  particular, 
non-equilibrium  plasma  based  treatment  and  sterilization  is  found  to  be  very  attractive  in 
biomedical  applications  due  to  the  heat  sensitive  nature  of  the  medical  targets,  devices  and 
supplies  [40-50].  The  non-equilibrium  plasmas  have  several  benefits  such  as:  low  temperature  of 
operation  with  increased  efficacy  than  high  temperature  autoclaving  technique;  surface 
treatments  and  inactivation  at  low  penetration  depths  without  altering  the  bulk  properties  of 
materials;  efficient  treatments  without  the  need  for  toxic  chemical  gases  such  as  ethylene  oxide 
gas  (EOG)  or  chemical  liquid  agents  such  as  peroxyacetic  acid  which  is  harmful  to  living  tissue 
and  potential  breathing  health  hazards,  furthermore  the  requirement  for  large  water  consumption 
for  a  post-chemical  treatment  rinsing  process;  lack  of  radiation  emissions  such  as  in  the  case  of 
ion-beam  and  x-ray  techniques;  cost  effective  and  ability  to  be  incorporated  into  the  existing 
inline  processing  and  applications.  The  reactive  oxygen  species  (ROS)  produced  by  non¬ 
equilibrium  plasmas  have  high  oxidation  abilities  and  ability  to  induce  several  biochemical 
reactions  that  are  effective  in  medicine  and  biomedical  applications,  yet  the  byproducts  produced 
by  the  non-equilibrium  plasma  and  radical  reactions  are  virtually  harmless  to  the  surrounding 
environment  [43-45,  49]. 

The  non-equilibrium  plasma  treatment  can  also  play  a  significant  role  in  industrial 
applications  related  to  the  medical  products  and  supplies  [25,  33,  35,  49].  At  present,  the 
manufacturing  processes  of  sterile  medical  products  and  supplies  employs  conventional  moist 


84 


based  heat  treatments  as  a  method  of  sterilization.  Conversely,  this  teehnique  pose  a  great 
challenge  due  to  the  fact  that,  not  all  products  especially  the  majority  of  medical  products  and 
supplies  can  endure  thermal  load,  moisture,  radiation  and  toxic  chemical  gases  and  liquids.  In 
medical  industry,  for  terminal  sterilization  applications  and  heat  sensitive  materials  toxic 
chemicals  such  as  ethylene  oxide  is  used  at  present  due  to  its  penetrative  properties.  However 
this  technique  also  poses  health  risks  related  to  breathing  hazards  and  skin  hazards  for  operators. 
Another  non-thermal  or  low  temperature  treatment  technique  used  at  present  is  by  the  use  of 
radiation,  such  as  e-beam,  ion-beam,  x-ray  and  gamma  radiation  methods  that  are  mostly 
employed  at  off-site  facilities  due  to  the  high  capital  and  operational  costs  required,  which  can 
add  further  cost  related  to  transportation  expenses.  Although  these  techniques  has  high  depth  of 
penetration  ability  on  target  materials  to  be  treated,  it  can  ultimately  alter  the  product 
characteristics  due  to  high  beam  energy  especially  in  medical  devices  and  supplies  where  a  wide 
range  of  polymer  materials  are  employed,  which  can  degrade  due  to  radiation  exposure  [43,  45, 
49,  50]. 

Based  on  the  above  mentioned  challenges  and  drawbacks  of  the  current  technologies 
employed  in  sterilization  and  decontamination  related  applications  in  biomedical  industry  as  well 
in  the  industrial  and  manufacturing  application  of  medical  devices  and  supplies,  the  non¬ 
equilibrium  plasma  methodology  found  to  be  very  attractive  and  superior.  Therefore  the  non- 
thermal  plasma  technology  can  be  considered  as  a  novel  method  to  safely  and  effectively 
sterilize  products  in  a  variety  of  medical  and  manufacturing  applications.  Realizing  this 
opportunity,  several  companies  and  research  groups  are  in  the  process  of  developing  range  of 
non-thermal  plasma  sources  due  to  its  competitive  advantage  for  sterilization  aspects  of  wide 
range  of  processes  and  products  including  processing  and  preservation  of  food  items  such  as 


85 


vegetables,  fruits  and  paekaged  foods,  medieal  deviees  and  supplies  sueh  as  vials,  syringes  and 
eatheters,  and  terminal  sterilization  of  disposal  products  etc.  [25-50].  Atmospheric  pressure 
plasmas  are  of  great  interest  compared  to  low  pressure  (vacuum)  plasmas  for  industrial  surface 
processing  and  treatment  applications  since  these  applications  demand  continuous  flow  of 
operations  in  the  processing  lines  and  cannot  afford  a  vacuum  plasma  treatment  batch  processes. 
Several  types  of  atmospheric  pressure  plasma  sources  have  been  developed  and  evaluated  for 
wide  range  of  applications  including  microbial  inactivation,  surface  modification  of  materials 
and  living  cells  and  tissues  as  well  as  deposition  of  films  and  coatings.  In  addition  to  the  interest 
and  benefit  of  atmospheric  pressure  plasmas,  the  type  of  gases  used  for  its  operation  is  also  of 
interest,  particularly  the  readily  available  atmospheric  pressure  air  or  otherwise  referred  as 
laboratory  air  is  preferred,  instead  of  the  need  for  a  separate  supply  of  gases,  such  as  the 
frequently  used  gases  like  helium  and  argon.  In  most  of  the  cases  of  atmospheric  pressure  air 
plasmas,  the  plasma  source  is  bulky  and  heavy  in  order  to  produce  considerable  plasma  volume 
exiting  the  excitation  electrodes  for  surface  treatment  applications  or  in  some  cases  with  smaller 
power  supplies,  the  plasma  is  very  thin  and  contained  between  the  electrodes  limiting  its  surface 
treatment  and  processing  for  biomedical  applications.  Considering  the  emerging  applications  in 
the  medical  and  biomedical  fields,  portability  and  light-weight  aspect  of  the  plasma  source  is 
very  important.  Similarly,  certain  biomedical  applications  can  be  sensitive  to  the  direct 
application  of  plasma  and  the  UV  radiation  produced  by  the  plasma.  Therefore,  a  need  for  an 
indirect  plasma  exposure  also  arises  for  certain  applications.  In  this  paper,  the  authors  are 
presenting  the  design,  construction  and  characterization  results  of  light-weight  portable  resistive 
barrier  plasma  (RBP)  source  that  can  operate  in  either  DC  or  low  frequency  50/60  Hz  AC  power 
as  well  as  in  either  direct  or  indirect  plasma  treatment  modes.  The  characteristics  of  the  portable 
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RBP  source  such  as  the  propagation  velocity  of  the  plasma  jet,  plasma  temperature  and  nitric 
oxide  concentration  are  characterized  using  four  diagnostics  namely  plasma  shadowgraphy, 
voltage-current  characterization,  optical  emission  spectroscopy  (OES)  and  gas  analyzer 
measurements  and  the  results  are  presented.  Due  to  the  nature  of  the  article  focusing  on  the 
design,  construction  and  testing  of  the  portable  RBP  source,  the  results  relating  to  the  biomedical 
applications  are  only  presented  briefly  in  this  article. 

2.  Experimental  and  Diagnostic  Design  and  Construction 
2.1.  Resistive  Barrier  Plasma  Source 

The  schematic  block  diagram  of  the  portable  resistive  barrier  plasma  (RBP)  source  is  shown  in 
Fig.  1.  The  RBP  jet  was  designed  and  constructed  for  biomedical  applications.  The  RBP  jet  was 
based  on  the  principles  of  large  volume  non-thermal  resistive  barrier  discharge  (RBD)  researched 
in  the  past  by  the  author  Thiyagarajan  et.  al.  [20,  51,  52].  The  instrument  was  designed  to  be  a 
light-weight  portable  handheld  plasma  source  which  is  capable  of  operating  in  both  direct  and 
indirect  plasma  exposure  modes.  Direct  exposure  of  plasma  involves  exposure  of  plasma  directly 
on  to  a  target  treatment  surface  whereas  the  indirect  plasma  exposure  involves  exposure  of  only 
the  ROS  generated  by  the  plasma  instead  of  the  plasma  itself,  thus  eliminating  the  effect  of  any 
possible  UV  radiation  produced  by  plasma  in  the  case  of  direct  plasma  exposure. 

Since,  the  plasma  instrument  is  principally  a  resistive  barrier  plasma  source,  it  is  capable 
of  operating  at  both  DC  and  low  frequency  AC,  such  as  the  standard  operating  voltages  120  V/60 
Hz  and  230  V/50  Hz  which  is  stepped-up  using  a  6  kV,  30  mA  (max)  portable  lightweight 
transformer  housed  in  the  power  supply  unit.  The  portable  plasma  source  is  primarily  made  up  of 
two  units  namely  the  power  supply  control  unit  and  the  handheld  plasma  probe  where  the  plasma 
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jet  is  being  generated.  The  handheld  plasma  probe  unit  is  lightweight  and  maintained  at  room 
temperature  through  a  cooling  circuit  and  it  is  connected  to  the  power  supply  unit  through  a 
flexible  chord  to  facilitate  the  remote  workability  for  medical  practitioners  and  biomedical 
applications.  The  power  supply  unit  was  constructed  in  a  portable  form  such  that  it  can  be  easily 
carried  over  by  operators,  when  needed.  The  power  supply  unit  contains  a  mini  12  V  DC  water 
pump  (Geo-Inline)  for  cooling  the  electrodes  in  the  handheld  plasma  probe  unit  as  well  as  the 
optional  external  cooling  unit.  The  power  supply  unit  also  contains  a  mini  12  V  DC  air 
compressor  weighing  less  than  3  lbs.  to  supply  the  forced  air  as  an  operating  gas  to  the  handheld 
plasma  probe  unit.  The  power  supply  unit  also  houses  transistor-transistor  logic  (TTL)  and  relay 
controls  to  select  between  AC  and  DC,  and  power  levels  and  flow  controls.  The  entire  RBP 
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source  is  constructed  to  fit  within  12x  lOx  10  inch  portable  metallic  case  and  the  entire  power 
supply  and  RBS  plasma  source  weighs  ~20  lbs. 

The  schematic  of  the  handheld  plasma  probe  unit  is  shown  in  Fig.  2.  a,  which  consists  of 
central  deionized  water  cooled  cylindrical  electrode  surrounded  by  deionized  water  cooled  high 
density  alumina  ceramic  resistive  coating.  The  central  electrode  which  is  approximately  1  cm 
diameter  and  10  cm  long  is  surrounded  by  a  double  layer  hollow  ground  electrode  separated  by 
an  electrode  gap  space  of  2  mm.  The  plasma  source  uses  atmospheric  pressure  air  as  the 
operating  gas,  in  which  the  air  forced  through  the  resistive  barrier  plasma  source  electrode  gap 
space  using  a  mini-compressor  such  that  the  plasma  and  ROS  including  nitric  oxides  at  the  tip  of 
the  handheld  plasma  source  tip  are  controlled  and  maintained  based  on  the  plasma  power  and 
flow-rate.  Plasma  streamers  are  formed  between  the  high-voltage  resistive  electrode  and  the 
ground  electrode.  A  fraction  of  the  forced  air  passing  through  the  RBP  source  gets  ionized  and 
exits  through  a  2  mm  pinhole  type  opening  at  the  tip  of  the  plasma  source  generating  a  stable 
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plasma  jet  and  continuous  flow  of  ROS  including  nitric  oxides.  The  plasma  streamers  formed  in 
the  cylindrical  hollow  electrode  configuration  are  dynamic  with  respect  to  its  location  between 
the  electrodes,  which  also  assists  in  preventing  localized  heating  and  arc  formation.  The  ceramic 
electrodes  are  water  cooled  through  a  mini-water  pump. 

The  direct  and  indirect  exposure  of  RBP  is  shown  in  Fig  2.  b.  For  the  indirect  exposure 
method  the  concentrations  of  the  nitric  oxides  are  preserved  by  reducing  the  plasma  temperature 
rapidly  through  a  separate  external  small  efficient  cooling  unit.  For  applications  that  require  high 
temperature  plasma,  the  additional  cooling  unit  can  be  easily  separated  from  the  hand  held 
plasma  jet.  The  temperatures  of  selected  ROS  flow  from  the  cooling  unit  tip  were  measured  to  be 
at  room  temperature  which  is  ideal  for  treating  heat  sensitive  materials  and  targets  in  the 
biomedical  applications  and  medicine  such  as  human  skin  treatment.  The  external  cooling  units 
are  scalable  and  additional  units  can  be  added  or  removed  in  order  to  vary  the  exit  temperature  of 
selected  ROS. 

2.2.  Diagnostics  Setup 

The  characteristics  of  the  resistive  barrier  plasma  source  such  as  the  propagation  velocity  of  the 
plasma  jet,  electrical  characterization  of  the  plasma  jet,  gas  temperature  and  concentration  of 
ROS  including  nitric  oxides  are  characterized  using  diagnostics  techniques  namely  optical  laser 
plasma  shadowgraphy,  voltage  current  characterization,  optical  emission  spectroscopy  and  gas 
analyzer  techniques. 

A  high  resolution  532  nm  laser  shadowgraphy  diagnostic  [53,  54]  was  setup  as  illustrated 
in  Fig.  3,  to  measure  the  propagation  velocity  of  the  plasma  jet.  A  computer-controlled  532  nm 
continuous-wave  (CW)  diode-pumped  solid  state  probe  laser  outputs  a  1  mm  beam  diameter 
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TEMoo  laser  beam  with  0-10  mW  adjustable  power  output  that  was  expanded  to  20  mm  beam 
diameter  using  an  anti-reflective  (AR)  coated  20X  Galilean  laser  beam  expander  (Thorlabs, 
BE20M)  with  collimation  adjustment.  The  expanded  532  nm  laser  beam  axis  was  aligned  to  pass 
through  the  plasma  jet  and  captured  using  an  intensified  charge  coupled  device  (ICCD;  Andor, 
iStar  734).  The  ICCD  was  computer  controlled  and  capable  of  capturing  high-resolution  1024  x 
1024  pixel  (13.6  X  13.6  mm)  images  with  a  minimum  gating  width  of  2  ns  and  a  maximum  gain 
of  lO"^.  It  was  synchronized  with  a  digital  delay  generator  and  shutter  control.  The  delay  timings 
were  monitored  and  measured  using  a  high  speed  digital  oscilloscope.  Optical  interference  filters 
with  center  wavelength  at  532  +  2  nm  was  used  in  front  of  the  ICCD  to  suppress  the  plasma  jet 
self-luminescence.  The  shadow  of  the  laser  induced  plasma  falls  onto  the  ICCD  sensor  with  a  I ;  I 
ratio  (I  pixel  =13.2  /rm).  The  voltage  applied  to  the  high-voltage  electrode  is  measured  using  a 
high  voltage  probe  (Tektronix  P6015A)  and  the  discharge  current  is  measured  using  a  current 
probe  (Tektronix  TCP202).  The  voltage-current  waveforms  are  recorded  using  a  2  GHz  digital 
oscilloscope  (Tektronix  TDS3034C).  The  optical  emission  spectroscopy  diagnostic  setup  [53, 
54]  was  used  as  shown  in  Pig.  3.,  to  measure  the  plasma  gas  temperature  rotational  {Tyoi)  of  the 
nitrogen  in  the  plasma  jet.  A  high  resolution  narrow  band  (0.01  nm  resolution)  monochromator 
(Acton  Research,  Model;  SP-2750)  was  used.  The  monochromator  has  a  multiple  grating  option, 
which  gives  the  flexibility  of  choosing  the  resolution  and  wavelength  range.  A  holographic 
grating  of  68  x  68  mm,  2400  G/mm,  optimized  for  the  entire  visible  wavelength  range  was  used 
to  acquire  emission  spectrum.  The  plasma  emission  was  acquired  by  a  collecting  lens  (f  /lO)  and 
sent  to  a  fast  gating  Andor  iStar  ICCD  (ANDOR,  DH  734)  through  a  high-quality  (200-800  nm) 
fiber-optic  bundle.  The  Andor  iStar  ICCD  detector  was  integrated  with  an  Acton  SpectraPro 
2750  spectrograph  system.  This  system  has  a  near-Eorentzian  slit  function  with  a  half-maximum 
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width  of  0.2  nm  when  the  grating  density  was  set  to  1200  lines/mm.  A  high-temperature  eeramie 
fiber-insulated- wire  thermoeouple  probe  eapable  of  measuring  temperatures  up  to  1400  °C  was 
used  to  measure  the  temperature  of  the  downstream  jet  when  plasma  emission  ends  after 
approximately  2.5  em. 

The  parts  per  million  (ppm)  eoneentration  of  the  ROS  ineluding  nitrie  oxides  at  different 
spatial  distances  from  the  tip  of  the  plasma  jet  was  measured  using  two  gas  sensors  namely 
NOxCANg  and  Testo  350  M/XL  gas  analyzer  as  shown  in  Fig.  3.  The  NOxCANg  is  a  versatile 
and  highly  integrable  nitric  oxides  measurement  diagnostics  instrument  which  uses  ceramic  NOx 
sensor  to  withstand  high  temperatures  that  was  mounted  in  the  probe  tip  and  communicates  the 
measured  NOx  parameters  from  0  to  5000  ppm  to  the  Kvaser  Leaf  Light  HS  data  bus  and  logs 
the  data  in  the  computer  via  its  controller  area  network  (CAN)  bus  port  with  a  150  ms  response 
/refreshing  time.  The  NOxCANg  sensor  was  externally  powered  at  18V  DC  using  Agilent 
E3631A  Triple  Output  DC  Power  Supply.  A  data  acquisition  tool  communicates  with  the 
NOxCANg  sensor  module  through  Kvaser  Leaf  Light  HS  data  bus  and  logs  the  NOx 
concentrations  in  ppm. 

3.  Results  and  Discussion 

The  non-thermal  atmospheric  pressure  resistive  barrier  plasma  (RBP)  source  was 
designed  and  constructed  for  surface  treatment  and  biomedical  applications.  The  RBP  source 
was  tested  for  its  propagation  velocity  of  the  plasma  jet,  electrical  diagnostics,  plasma  gas 
temperature  and  selected  ROS  concentrations  such  as  nitric  oxides  that  are  primary 
characteristics  needed  for  biomedical  applications.  A  photograph  of  the  portable  RBP  jet  is 
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shown  in  the  Fig.  4.  The  visible  plasma  jet  spans  approximately  2.5  em  from  the  exit  tip  and 
deeays  as  it  reeombines  and  diffuses  into  the  surrounding  atmosphere. 

The  propagation  veloeity  of  the  plasma  jet  is  an  important  parameter  in  determining  the 
treatment  distanees  of  surfaees  to  be  treated  in  biomedieal  applieations.  We  have  developed  a 
532  nm  laser  shadowgraphy  diagnostie  teehnique  to  measure  the  propagation  veloeity  of  the 
portable  resistive  barrier  plasma  jet.  The  laser  shadowgraphy  technique  also  provided  the  flow 
dynamics  of  the  plasma  jet  and  neutral  gases  at  elevated  temperatures.  In  the  laser  plasma 
shadowgraphy  technique,  a  synchronized  CW  532  nm  probe  laser  beam  was  expanded  and  sent 
through  the  test  section  where  the  plasma  jet  is  located  and  its  image  falls  directly  onto  the  ICCD 
on  the  image  plane.  In  a  plasma,  the  refractive  index  is  primarily  a  function  of  the  electron 
density,  which  is  the  main  plasma  parameter  determined  by  refractive-index  measurements. 
Typical  plasma  diagnostics  based  on  refractive  effects  include  interferometry,  Schlieren  imaging, 
and  shadowgraphy  measurements  [55].  While  the  first  technique  gives  a  direct  measure  of  the 
refractive  index  fi,  the  Schlieren  image  responds  to  the  first  spatial  derivative  of  the  index  of 
refraction.  The  shadowgram  however  responds  to  the  second  spatial  derivative  or  Laplacian  [56]. 
A  shadowgraph  measures  lateral  displacement  of  the  light  rays  after  passing  through  a  medium 
such  as  plasma.  An  electromagnetic  wave  exerts  a  force  on  the  charged  constituents  of  the 
medium  through  which  it  propagates.  This  force  accelerates  the  charge  which,  in  turn,  modifies 
the  time-varying  electromagnetic  field  [57].  A  solution  of  electromagnetic-wave  propagation  in 
plasma  can  be  obtained  by  solving  the  wave  equation  for  a  plane  wave  in  the  small  amplitude 
approximation  [58].  The  refractive  index  of  high-frequency  electromagnetic  wave  propagation  in 
unmagnetized  plasma  is: 
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where  o)  =  27rc/l  the  frequeney  of  the  eleetromagnetie  wave,  a)p  —  (n^e^ / EQvn^  ^2  is  the 
eleetron  plasma  frequeney,  and  =  mgeQ(x)^e~^  is  the  eutoff  eleetron  density  for  whieh 
eleetromagnetie  wave  propagation  is  possible.  If  the  refraetive  index  in  the  test  seetion  ^  is 
uniform,  the  sereen  will  be  essentially  uniformly  illuminated.  If,  however,  the  gradient  of  // 
varies  in  spaee,  as  one  may  expeet  for  high-temperature  plasmas,  i.e.,  when  there  is  a  signifieant 
seeond  derivative  of  the  refraetive  index,  there  will  be  variations  in  the  illumination  at  the 
imaging  sereen.  Regions  where  the  seeond  derivative  of  the  refraetive  index  is  negative  that  will 
aet  like  a  eonverging  lens.  A  laser  shadowgram  of  the  plasma  jet  obtained  is  shown  in  Fig.  5.,  by 
passing  an  expanded  532  nm  probe  laser  beam  through  the  plasma  jet  and  eapturing  the 
transmitted  laser  beam  on  an  image  pane  using  a  fast  gated  ICCD.  Several  shadowgrams  were 
obtained  at  100  ns  gating  time  with  a  ICCD  triggering  delay  time  of  125  /rs,  as  indieated  with  an 
arrow  in  Figure  6.  The  same  triggering  signal  is  used  to  eapture  the  voltage-eurrent  signals 
without  the  signal  delay.  By  traeking  the  plasma  eddies  in  the  shadowgrams,  we  have  measured 
the  average  propagation  veloeity  of  the  plasma  jet  to  be  150  -  200  m/s  at  1  em  from  the  probe 
end.  The  laser  shadowgraphy  teehnique  is  based  on  the  presenee  of  signifieant  seeond  derivative 
of  the  refraetive  index,  whieh  ean  be  eaused  by  the  presenee  of  plasma  as  well  as  the  neutral  gas 
at  elevated  temperatures.  Unlike  Sehlieren  diagnosties  that  is  based  on  the  first  derivative  of  the 
refraetive  index  ehanges,  the  flow  dynamies  of  the  gas  at  near  room  temperatures  are  generally 
not  eaptured  through  the  laser  shadowgraphy  teehnique  sinee  it  does  not  ereate  enough  seeond 
derivative  refraetive  index  ehanges  in  the  laser  beam  path.  Therefore  the  shadowgrams  obtained 
through  our  laser  shadowgraphy  diagnosties  ean  be  eaused  by  both  the  plasma  jet  and  the  heated 
neutral  gas.  It  is  further  verified  through  turning  on  only  the  gas  flow  at  room  temperature  and 
keeping  the  high-voltage  off  (plasma  off),  resulted  in  no  observable  shadowgrams  in  the  ICCD, 
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as  shown  in  the  sub-figure  of  Fig.  5.  However,  when  we  used  a  separate  source  of  gas  that  is 
heated  up  to  few  hundred  degrees  C  resulted  in  weak  shadowgrams. 

In  the  RBP  jet,  the  discharge  is  initiated  by  applying  a  sufficient  voltage  between  the 
electrodes  by  which  the  air  between  the  electrodes  breakdowns  and  results  in  a  plasma  jet 
sustained  by  applied  voltage.  Figure  6,  shows  the  voltage-current  waveform  of  the  RBP  jet.  Both 
voltage  and  current  waveforms  exhibit  pulses  of  few  microseconds  long.  The  positive  and 
negative  half  periods  of  the  applied  voltage  are  unsymmetrical  due  to  the  existence  of  only  one 
resistance  between  the  electrodes.  The  maximum  voltage  and  current  values  are  approximately 
25  kV  and  3  mA  on  the  positive  half  period  of  the  applied  voltage,  correspondingly.  Using  the 
voltage-current  waveforms,  the  average  power  dissipated  in  the  discharge  is  calculated  by 
integrating  the  product  of  the  discharge  voltage  and  current  over  one  cycle;  according  to  the 
following  equation  (T  =  period  of  the  discharge)  [59]. 

W  =  (2) 

and  the  measured  plasma  power  is  26.33  W. 

Optical  emission  spectroscopy  can  be  used  to  determine  the  plasma  temperatures  of  the 
RBP  jet  with  some  assumptions.  To  determine  the  plasma  rotational  gas  temperatures,  local 
thermodynamic  equilibrium  (LTE)  must  be  assumed.  The  local  thermodynamic  equilibrium  is 
valid  in  the  central  region  of  the  plasma  jet  but  not  at  the  larger  outer  radii  [60].  The  ROS 
produced  in  the  plasma  are  long  lived  active  species  that  can  propagate  far  beyond  the  plasma  jet 
and  in  to  the  surrounding  environment  preferentially  following  the  plasma  jet  direction.  These 
long  lived  active  species  are  important  for  biomedical  applications  and  we  have  measured  the 
NOx  concentration  of  -900  ppm  at  10  cm  away  from  the  plasma  source  exit  nozzle.  In  this 
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section  the  plasma  temperature  measurements  using  optical  emission  spectroscopy  and  the 
downstream  neutral  gas  temperature  measurements  using  thermocouple  are  presented. 

The  nitrogen  rotational  {Trot)  temperature  which  is  equivalent  to  plasma  gas  temperature 
was  measured  using  the  N2  C-B  (2+)  (N2  second  positive  band  system)  rotational  transitions  in 
the  range  364-383  nm,  by  matching  them  with  a  code  simulated  results  from  SPECAIR.  This 
spectral  range  corresponds  the  A  v  =  -2  vibrational  sequence  of  N2  C-B  (2+)  band  system  and  the 
best- fit  SPECAIR  spectrum  can  yield  rotational  temperatures  {Trot)-  SPECAIR  is  computer 
simulation  software  developed  by  Laux  et.  al.  [61]  on  the  basis  of  the  NonEQuilibrium  Air 
Radiation  code  (NEQAIR)  by  Park.  SPECAIR  performs  the  OES  by  determining  the  populations 
of  the  states  of  the  radiative  transitions  using  user-specified  electronic,  vibrational  and  rotational 
temperatures.  The  modeled  transition  rates  are  calculated  based  on  tabulated  data  for  the 
transitions.  Erom  the  calculated  transition  probabilities  and  populations  of  radiating  species,  the 
line-by-line  optical  emission  intensity  was  computed  for  the  wavelengths  of  the  transitions.  The 
experimental  spectra  measured  at  different  distances  ranging  from  0.2  cm  to  2  cm  and  SPECAIR 
code  matched  spectrum  are  shown  in  Eig.  7.  The  temperatures  measured  from  the  SPECAIR 
code  matched  spectrum  resulted  at  temperatures  as  high  as  3000  °C  at  0.2  cm  from  the  exit  and 
decays  to  2000  °C  at  0.8  cm  and  continues  to  decay  to  1500  °C  at  1.5  cm  and  to  1000  °C  at  2  cm. 
After  approximately  2  cm  from  the  exit  nozzle  tip  along  the  axis,  the  plasma  emission  drops  and 
therefore  a  high-temperature  ceramic  fiber-insulated-wire  thermocouple  probe  was  used  to 
measure  the  temperatures  of  the  neutral  gas  propagating  in  to  the  surrounding  environment 
(downstream  jet).  The  axial  temperature  decay  of  the  plasma  jet  from  the  plasma  source  tip 
before  entering  the  cooling  unit  or  without  the  cooling  unit  is  shown  in  Eig.  8.,  in  which  the  data 
in  solid  circles  (red)  represent  the  optical  emission  spectroscopy  results  and  the  data  in  solid 
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squares  (black)  represent  the  results  from  thermocouple  measurements.  The  plasma  temperature 
at  the  nozzle  exit  of  the  plasma  source  reaches  around  3000  °C  and  the  temperature  drops  rapidly 
to  less  than  100  °C  at  approximately  8  cm  from  the  tip.  The  high  gas  temperature  obtained  from 
N2  rotational  temperature  is  due  to  excitation  of  N2  to  high  rotational/vibrational  levels  and  the 
excited  N2  species  are  generated  in  the  plasma  jet.  However,  plasma  gas  temperature  drops 
rapidly  towards  the  end  of  visible  plasma  jet.  The  temperature  of  the  plasma  plume  at  the  exit 
reaches  >2500  °C  which  is  sufficient  to  generate  nitric  oxides.  When  the  external  cooling  units 
were  added  the  gas  temperatures  were  brought  close  to  room  temperature  at  the  tip  of  the 
handheld  plasma  source  unit. 

The  concentration  of  the  ROS  produced  by  the  plasma  jet  with  and  without  the  cooling 
unit  are  measured.  The  majority  of  the  ions  recombine  before  it  exits  through  the  cooling  unit 
and  at  this  stage  several  gas  species  and  other  parameters  were  monitored,  including  O2,  O3,  CO, 
COiow,  NO/NO2,  NOiow,  NOx,  C02(infrared),  SO2,  HC,  H2S,  temperature,  pressure,  flow,  velocity, 
efficiency,  mass,  etc.  Based  on  the  results  we  observed  that  nitric  oxides  are  the  predominant 
long  lives  species  produced  by  the  RBP  source  and  some  trace  O3.  The  nitric  oxide  formation  is  a 
reversible  plasma  chemical  reaction  and  it  can  be  expressed  as 

iV2  +  O2  ^  2NO  -  AE  (3) 

The  nitric  oxides  from  the  tip  of  the  hand  held  plasma  jet  are  measured  using  gas  analyzers.  The 
nitric  oxide  contains  the  active  oxidation  potential  and  reacting  with  oxygen  in  the  environment 
as  it  exits  the  plasma  source  induces  the  formation  of  nitrogen  dioxide  at  a  smaller  concentration. 
The  decaying  concentration  of  the  nitric  oxides  from  the  plasma  jet  can  be  used  as  reference  for 
the  treatment  distance  between  the  target  surface  and  the  plasma  source  tip.  The  background  NOx 
concentration  are  measured  using  NOxCANg  module  at  various  timings  and  at  standard 
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laboratory  conditions  well  before  the  plasma  souree  was  operated  and  it  was  measured  to  be  less 
than  0.5  ppm.  The  measurements  are  carried  out  at  20  data  sets  separated  by  1  min  with  1  second 
acquisition  time  at  distances  5,  10,  20,  30,  60  and  100  cm  from  the  tip.  For  eonsistency  in  the 
concentration  measurements,  three  other  sampling  timings  such  as  10,  30  and  60  second  are 
tested  in  addition  to  1  seeond  aequisition  time.  The  NOx  coneentrations  of  the  plasma  jet  in  ppm 
without  the  cooling  unit  are  measured  at  various  axial  distances  (in  em)  from  the  tip  and  shown 
in  Fig.  9.  The  results  indieate  the  consisteney  of  the  plasma  output  eharacteristics  and  NOx 
concentration  levels  for  varied  time  averaged  integration  times  and  data  sampling  frequencies. 
The  NOx  concentration  peaks  right  at  the  electrode  tip  as  expected  and  at  5  em  from  the 
electrode,  NOx  concentration  was  measured  to  be  in  the  rage  of  500-660  ppm  at  different 
exposure  times  as  listed  in  Fig.  9.  The  coneentration  drops  to  half  of  its  initial  value  at  ~20em 
and  it  eontinue  to  drop  to  -'100  ppm  at  60  cm  and  at  100  cm  distance  from  the  tip  the 
concentration  was  very  low  (<10  ppm).  The  NOx  concentrations  in  ppm  with  the  cooling  unit 
added  and  measured  at  various  axial  distances  (in  em)  from  the  out  tip  of  the  cooling  unit  is 
shown  in  Fig.  10.  Based  on  the  measurements  it  was  observed  that  the  NOx  concentration  after 
the  eooling  unit  was  slightly  higher  (-950  ppm)  compared  to  that  of  plasma  jet  (-'615  ppm),  this 
was  due  to  the  faet  that  plasma  jet  diffuses  out  after  it  exits  from  the  handheld  electrode  whereas 
the  probe  diameter  after  the  cooling  unit  is  very  small  like  a  pinhole  arrangement  with  1  cm 
diameter  opening  leading  to  increased  eoneentration. 

NOx  is  eomposed  of  two  components  such  as  the  mono-nitrogen  oxides  or  nitric  oxides 
(NO)  and  nitrogen  dioxide  (NO2).  In  order  to  measure  the  individual  concentration  levels  of  NO 
and  NO2  a  different  diagnostie  tool  was  realized  using  a  gas  analyzer  (Testo  350  M/XL)  capable 
of  identifying  and  charaeterizing  over  several  moleeular  gases  including  NO  and  NO2.  The  Fig. 
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11.,  shows  the  concentrations  of  NO  and  NO2  for  the  plasma  jet  without  the  cooling  unit  and  the 
Fig.  12.,  shows  the  concentrations  of  NO  and  NO2  from  the  probe  with  external  cooling  unit.  The 
concentration  of  NO2  was  much  lesser  compared  to  that  of  NO  by  an  order  of  magnitude  or 
higher.  The  ppm  concentration  of  NO  is  at  the  preferred  level  for  a  wide  range  of  standard 
biomedical  treatment  applications.  The  ppm  concentration  of  NO2  is  below  the  OSHA  safety 
standards.  The  formation  of  different  active  species  produced  in  non-thermal  air  discharges 
involves  complex  plasma  chemistries.  At  relatively  high  gas  temperatures  various  nitrogen 
oxides  (NOx)  are  produced  through  N2  and  O2  reactions  [62,  63].  The  production  of  NOx  species 
is  mainly  dependent  on  the  oxygen  (O2)  concentration  in  air  plasmas.  It  has  been  shown  that  in 
air  plasmas,  a  threshold  value  of  5%  O2  concentration  is  necessary  for  NOx  formation  [62] 
mechanisms. 


N2  ^2N 

AG°  = 

+911.1  kj. 

(4) 

N  +  O2  NO2 

AG°  = 

—404.3  kj. 

(5) 

N  +  O2  +  0 

AG°  = 

—137.3  kj. 

(6) 

Based  on  the  reactions  5  and  6,  the  NO2  production  (reaction  5)  is  more  favorable  than 
the  NO  production  (reaction  6)  in  such  plasma  conditions. 


NO2 

^  N  +  O2 

AG°  = 

+404.3  kj.  moZ  ^ 

(V) 

NO2 

^  NO  +  0 

AG°  = 

+267.0  kj. 

(8) 

Furthermore,  NO2  decomposes  into  N  +  O2  (reaction  7)  and  NO  +  0  (reaction  8),  in 
which  the  reaction  8  is  more  favorable  than  the  reaction  7.  Therefore  it  results  in  a  higher  NO 
concentration  along  the  plasma  jet  compared  to  NO2  as  shown  in  Figures  1 1  and  12. 

The  effective  sterilization  of  foodbome  and  opportunistic  nosocomial  pathogens  is  a 
major  problem  in  food  industry,  biomedical  and  hospital  applications,  respectively.  The  resistive 
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barrier  plasma  (RBP)  jet  was  tested  over  a  wide  range  of  mierobes  for  its  decontamination  and 
disinfection  efficacy  and  we  have  found  that  the  RBP  source  is  very  efficient  in  decontaminating 
wide  range  of  infection  and  contamination  causing  bacteria  [64-67].  The  direct  and  indirect 
exposure  of  the  RBP  jet  (with  the  cooling  unit)  as  a  non-thermal  sterilization  method  was  tested 
on  regrowth  potential  of  post-partial-plasma-exposure  of  foodbome  and  nosocomial  pathogens. 
Similarly  the  RBP  jet  was  also  tested  on  plasma  efficiency  at  different  bacterial  concentrations 
for  its  effects  on  growth  for  pre  and  post  plasma  treated  bacteria.  In  these  tests,  the  ROS 
produced  by  the  RBP  source  was  applied  to  Escherichia  coli  ATCC  11775,  Bacillus  cereus 
ATCC  14579,  Staphylococcus  aureus  ATCC  25923  and  Pseudomonas  aeruginosa  ATCC  27853. 
An  average  of  30  CPU  per  71  mm  was  inoculated  with  the  corresponding  bacterium  on  a  dry 
surface-agar  plate,  followed  by  the  following  exposure  times  0,  30,  60,120  and  180  seconds  of 
plasma.  20  pi  of  E.  coli  lO’  CPU/ml  and  P.  aeruginosa  108  CPU/ml  were  treated  with  plasma  for 
0,  120,  240  and  360  seconds.  The  colonies  that  survived  the  plasma  treatment  and  control 
colonies  were  transferred  to  tryptic  soy  broth  (TSB)  and  their  growth  was  observed  for  24  hrs. 
Results  have  showed  100%  and  96%  of  inactivation  after  180s  of  treatment  for  E.  coli  and  S. 
aureus  respectively.  A  100%  of  inactivation  was  observed  for  B.  cereus  and  P.  aeruginosa  after 
60s.  E.  coli  and  P.  aeruginosa  showed  a  log  reduction  of  3.4  and  3.9  orders  respectively  after 
360s.  The  24  hours  re-growth  results  of  direct  exposure  of  plasma  for  30,  60  and  120  seconds  on 
Escherichia  coli  (ATCC  11775),  Neisseria  meningitidis  (ATCC  700532)  and  Staphylococcus 
aureus  MRSA  (ATCC  259231)  are  shown  in  Pig.  13.  The  24  hours  re-growth  results  of  indirect 
exposure  of  plasma  120  seconds  on  Escherichia  coli  (ATCC  11775),  Neisseria  meningitidis 
(ATCC  700532)  and  Staphylococcus  aureus  MRSA  (ATCC  259231)  are  shown  in  Pig.  14.  The 
growths  of  survived  colonies  were  monitored  and  subjected  to  further  treatment.  The  results 
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indicate  that  the  post  treatment  growth  rates  are  similar  to  the  pre-treatment  growth  rates. 
Therefore  non-equilibrium  plasma  is  effeetive  in  sterilizing  baeteria  at  different  concentrations 
with  potential  applications  in  the  food  industry  and  the  medical  field. 

The  possibility  of  using  the  RBP  jet  for  treating  eaneer  eells  was  also  tested,  since  the 
need  for  new  and  effective  meehanisms  to  induee  programmed  cellular  death  (apoptosis)  in 
cancerous  cells  is  of  great  importanee  in  eaneer  researeh.  Applieation  of  direet  as  well  as  indireet 
exposure  of  plasma  for  eaneer  researeh  is  still  in  the  exploratory  stage  and  there  remain  several 
unanswered  questions.  We  have  tested  the  effects  of  indirect  exposure  of  non-thermal  air  plasma 
on  monoeytic  leukemia  cancer  cells  (THP-1)  and  deeiphering  the  meehanisms  that  modulate 
eellular  induetion  of  apoptosis  [68-72].  The  phenotypes  of  interest  were  cells  demonstrating 
death  morphologies  of  apoptosis  or  necrosis.  This  is  important  since  cells  undergoing  necrosis 
can  initiate  an  inflamed  immune  response  that  ean  be  detrimental  to  a  treated  individual.  The 
type  of  morphologieal  eell  death  that  occurred  in  THP-1  for  various  plasma  treatment  dosages 
(plasma  power,  flow  and  distanee)  was  tested  and  the  results  are  shown  in  Fig.  15.  The  results 
demonstrate  that  a  preference  for  apoptosis  in  plasma  treated  THP-1  eells  under  partieular 
plasma  parameters  and  dosage  levels.  The  THP-1  eells  were  identified  as  apoptotie  utilizing  a 
fluoreseent  dye  conjugated  with  annexin  V  followed  by  identification  of  the  eells  through 
fluoreseent  mieroseopy  and  flow-eytometry  diagnosties  as  shown  in  Fig.  16.  Further,  DNA 
fragmentation  assays,  for  late  detection  of  apoptosis,  correlated  with  are  fluorescence  data 
demonstrating  patterns  of  apoptotie  events.  However,  the  data  also  revealed  that  higher  plasma 
dosages  presented  with  undesired  neerotic  morphologies  in  the  THP-1  eells.  The  presented 
variabilities  in  the  death  morphologies  by  plasma  treated  THP-1  eells  signify  the  need  for  further 
investigation  on  the  eellular  meehanisms  induced  by  the  indirect  plasma  exposure.  Along  with 
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taking  into  account  other  death  proeesses  sueh  as  autophagy,  a  eatabolic  process  involving  the 
degradation  of  a  cell's  own  components  through  the  lysosomal  machinery.  The  results  obtained 
from  this  researeh  indicate  great  potential  for  the  use  of  our  non-thermal  resistive  barrier  based 
indirect  plasma  treatment  method  as  an  inexpensive  and  less  invasive  method  for  treating 
leukemia  and  other  eaneerous  lesions. 
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Conclusion 


The  resistive  barrier  plasma  (RBP)  jet  was  designed  and  constructed  for  both  direct  and  indirect 
plasma  treatment  to  be  very  suitable  for  biomedical  applications.  The  RBP  source  can  be 
operated  at  both  DC  and  standard  low  frequency  AC,  and  also  able  to  function  effectively  in  both 
direct  and  indirect  plasma  exposure  configurations  based  on  the  type  of  treatment  targets  and 
applications.  The  characteristics  of  the  RBP  jet  such  as  the  propagation  velocity  of  the  plasma 
jet,  electrical  properties  and  discharge  power,  plasma  gas  temperature  and  nitric  oxide 
concentration  were  characterized  using  plasma  shadowgraphy,  voltage-current  characterization, 
optical  emission  spectroscopy  and  gas  analyzer  measurements.  A  high  resolution  532  nm  laser 
shadowgraphy  diagnostic  showed  the  average  propagation  velocity  of  the  plasma  jet  to  be  150  - 
200  m/s  at  1  cm  from  the  probe  end.  Plasma  power  is  obtained  from  voltage-current  waveforms 
and  found  to  be  26.33  W.  A  high  resolution  narrow  band  optical  emission  spectroscopy 
diagnostic  from  the  N2  C-B  (2+)  (N2  second  positive  band  system)  rotational  transitions  in  the 
range  364-383  nm  showed  the  gas  temperature  equivalent  to  the  rotational  {Trot)  temperature  to 
be  as  3000  °C  at  0.2  cm  from  the  exit  and  decays  to  2000  °C  at  0.8  cm  and  continues  to  decay  to 
1500  °C  at  1.5  cm  and  to  1000  °C  at  2  cm  and  the  temperature  falls  down  to  room  temperature 
with  the  addition  of  external  cooling  unit.  The  parts  per  million  (ppm)  concentration  of  the  nitric 
oxide  (NO)  at  different  spatial  distances  from  the  tip  of  the  plasma  jet  were  measured  to  be  in  the 
rage  of  500-660  ppm  at  5  cm  distance  from  the  electrode  and  drops  to  -'100  ppm  at  60  cm.  The 
RBP  jet  was  tested  to  be  very  effective  for  decontamination  and  disinfection  of  a  wide  range  of 
foodborne  and  opportunistic  nosocomial  pathogens  Escherichia  coli.  Bacillus  cereus. 
Staphylococcus  aureus  and  Pseudomonas  aeruginosa.  The  indirect  exposure  of  the  RBP  jet  on 
monocytic  leukemia  cancer  cells  (THP-1)  was  found  to  be  effective  and  the  results  demonstrate 
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that  a  preference  for  apoptosis  in  plasma  treated  THP-1  cells  under  particular  plasma  parameters 
and  dosage  levels. 
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List  of  Figure  Captions 

Fig.  1.  The  schematic  block  diagram  of  the  resistive  barrier  plasma  (RBP)  jet.  TRF;  Transformer, 
ROS:  Reactive  Oxygen  Species. 

Fig.  2.  (a)  The  schematic  of  the  handheld  RBP  probe  unit,  (b)  Plasma/ROS  exposure 
experimental  configuration  (A.  Direct  plasma  exposure,  B.  Indirect  plasma  exposure). 

Fig.  3.  Schematic  of  laser  shadowgraphy,  optical  emission  spectroscopy  and  gas  analyzer 
diagnostics  used  to  characterize  the  RBP.  ND-neutral  density  filter,  BE-beam  expander,  M- 
mirror,  F-filter. 

Fig.  4.  Photograph  of  the  RBP  jet. 

Fig.  5.  Laser  shadowgram  of  the  plasma  jet.  Image  size-1.25  x  1.75  cm.  Sub-figure  (top-left): 
laser  shadowgram  of  gas  flow-only  and  with  power  off  (no  plasma). 

Fig  6.  Voltage-Current  waveform  of  the  RB  plasma  jet  in  air.  Discharge  power  is  26.33  W. 

Fig.  7.  Experimental  and  SPECAIR  code  simulated  matching  of  emission  spectra  of  RBP  jet  at 
different  axial  distances  from  exit.  a.  0.2  cm  -  3000  °C,  b.  0.8  cm  -  2000  °C,  c.  1.5  cm  - 
1500  °C,  d.  2  cm-  1000  °C. 

Pig.  8.  The  axial  temperature  decay  of  the  plasma  jet  from  the  RBP  source  tip  before  entering  the 
cooling  unit. 

Pig.  9.  The  NOx  concentrations  of  the  plasma  jet  from  the  RBP  source  in  ppm  without  the 
cooling  unit  at  various  axial  distances  from  the  tip. 

Pig.  10.  The  NOx  concentrations  in  ppm  with  the  cooling  unit  added  to  the  RBP  tip  at  various 
axial  distances  (in  cm)  from  the  out  tip  of  the  cooling  unit. 
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Fig.  1 1 .  The  concentrations  of  NO  and  NO2  for  the  RBP  jet  without  the  external  cooling  unit. 


Fig.  12.  The  concentrations  of  NO  andNOi  from  the  RBP  probe  with  external  cooling  unit. 

Fig.  13.  Density  measurements  over  a  24  hour  period  of  bacteria  without  direct  plasma  treatment 
(  losed  ir  les  •)  or  with  dire  t  treatment  of  plasma  for  30  se  onds  (  losed  square  ■),  60 
seconds  (closed  up-pointing  triangle  A),  or  120  se  onds  (down-pointing  triangle T).  A.) 
Escherichia  coli  (ATCC  11775).  B.)  Neisseria  meningitidis  (ATCC  700532).  C.) 
Staphylococcus  aureus  (ATCC  259231). 

Fig.  14.  Density  measurements  over  a  24  hour  period  of  bacteria  without  indirect  plasma 
treatment  (  losed  ir  les  •)  or  with  indire  t  treatment  of  plasma  for  120  seconds  (closed 
square  ■).  A.)  Escherichia  coli  (ATCC  11775).  B.)  Neisseria  meningitidis  (ATCC 
700532).  C.)  Staphylococcus  aureus  (ATCC  259231). 

Fig.  15.  Viability  of  THP-1  cells  after  RBP  treatment.  (A)  THP-1  cells  0  hours,  24h  and  48h  post 
plasma  treatment  of  0  seconds,  5s,  15s,  30s,  45s  and  60s.  Non  viable  cells  are  presented  as 
the  percent  of  treated  cells  that  absorbed  trypan  blue  dye  as  compared  to  control  cells  not 
treated  by  RBP.  (B)  Photograph  of  cells  stained  with  typan  blue  dye  48h  post  plasma 
treatment. 

Fig.  16.  Induction  of  apoptosis  in  THP-1  cells  after  RBP  treatment.  (A)  Fluorescence  microscopy 
of  THP-1  cells  stained  with  Annexin  V  FITC  and  propidium  iodide.  Cells  undergoing 
apoptosis  stain  with  Annexin  V  and  appear  green  (a),  while  cells  without  intact  membrane 
due  to  necrosis  appear  red  (b).  (B)  Flow  cytometry  detection  of  Annexin  V  and  propidium 
iodide  staining  24h  post  RBP  treatment  of  30s  and  60s.  Controls  are  untreated  cells  and 
anti-fas  treated  cells.  Presented  are  the  detection  of  stains  from  10,000  events  in  which 
quadrants  indicated  (Q-I)  propidium  iodide  stain,  (Q-II)  background,  (Q-III)  unstained,  (Q- 
IV)  annexin  V.  (C)  DNA  fragmentation  assay  of  DAN  from  THP-I  cells  24h  and  48h  post 
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RBP  treatment  of  Os,  15s,  30s  and  45s.  A  Ikb  ladder  was  used  as  a  comparative  indicator  of 
the  separation  of  DNA. 
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Figures 


Portable  RBP  Source 


◄ - 30  cm - ► 


Fig.  1.  The  schematic  block  diagram  of  the  resistive  barrier  plasma  (RBP)  jet.  TRF;  Transformer, 

ROS:  Reactive  Oxygen  Species. 
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Fig.  2.  (a)  The  schematic  of  the  handheld  RBP  probe  unit,  (b)  Plasma/ROS  exposure 
experimental  configuration  (A.  Direct  plasma  exposure,  B.  Indirect  plasma  exposure). 
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Computer 


Fig.  3.  Schematic  of  laser  shadowgraphy,  optical  emission  spectroseopy  and  gas  analyzer 
diagnostics  used  to  characterize  the  RBP.  ND-neutral  density  filter,  BE -beam  expander,  M- 

mirror,  F-filter. 
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Fig.  4.  Photograph  of  the  RBP  jet. 


Ill 


Fig.  5.  Laser  shadowgram  of  the  plasma  jet.  Image  size-1.25  x  1.75  cm.  Sub-figure  (top-left): 
laser  shadowgram  of  gas  flow-only  and  with  power  off  (no  plasma). 
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Fig  6.  Voltage-Current  waveform  of  the  RB  plasma  jet  in  air.  Diseharge  power  is  26.33  W. 
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Fig.  7.  Experimental  and  SPECAIR  code  simulated  matching  of  emission  spectra  of  RBP  jet  at 
different  axial  distances  from  exit.  a.  0.2  cm  -  3000  °C,  b.  0.8  cm  -  2000  °C,  c.  1.5  cm  -  1500 

°C,  d.  2  cm-  1000  °C. 
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Fig.  8.  The  axial  temperature  decay  of  the  plasma  jet  from  the  RBP  source  tip  before  entering  the 
cooling  unit. 
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Fig.  9.  The  NOx  concentrations  of  the  plasma  jet  from  the  RBP  source  in  ppm  without  the 
cooling  unit  at  various  axial  distances  from  the  tip. 
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Fig.  10.  The  NOx  concentrations  in  ppm  with  the  cooling  unit  added  to  the  RBP  tip  at  various 
axial  distances  (in  cm)  from  the  out  tip  of  the  cooling  unit. 
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Fig.  1 1 .  The  concentrations  of  NO  and  NO2  for  the  RBP  jet  without  the  external  cooling  unit. 
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Fig.  12.  The  concentrations  of  NO  and  NO2  from  the  RBP  probe  with  external  cooling  unit. 
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Fig.  13.  Density  measurements  over  a  24  hour  period  of  baeteria  without  direct  plasma  treatment 
(  losed  ir  les  •)  or  with  dire  t  treatment  of  plasma  for  30  se  onds  (  losed  square  ■),  60  se  onds 
(closed  up-pointing  triangle  A),  or  120  se  onds  (down-pointing  triangle T).  A.)  Escherichia  coli 
(ATCC  11775).  B.)  Neisseria  meningitidis  (ATCC  700532).  C.)  Staphylococcus  aureus  (ATCC 
259231). 
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Fig.  14.  Density  measurements  over  a  24  hour  period  of  baeteria  without  indireet  plasma 
treatment  (  losed  ir  les  •)  or  with  indire  t  treatment  of  plasma  for  120  se  onds  (  losed  square 
■).  A.)  Escherichia  coli  (ATCC  11775).  B.)  Neisseria  meningitidis  (ATCC  700532).  C.) 
Staphylococcus  aureus  (ATCC  259231). 
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Fig.  15.  Viability  of  TFlP-1  cells  after  RBP  treatment.  (A)  THP-1  cells  0  hours,  24h  and  48h  post 
plasma  treatment  of  0  seconds,  5s,  15s,  30s,  45s  and  60s.  Non  viable  cells  are  presented  as  the 
pereent  of  treated  cells  that  absorbed  trypan  blue  dye  as  compared  to  control  cells  not  treated  by 
RBP.  (B)  Photograph  of  eells  stained  with  typan  blue  dye  48h  post  plasma  treatment. 
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Fig.  16.  Induction  of  apoptosis  in  THP-1  cells  after  RBP  treatment.  (A)  Fluorescence  microseopy 
of  THP-1  cells  stained  with  Annexin  V  FITC  and  propidium  iodide.  Cells  undergoing  apoptosis 
stain  with  Annexin  V  and  appear  green  (a),  while  cells  without  intact  membrane  due  to  necrosis 
appear  red  (b).  (B)  Flow  cytometry  detection  of  Annexin  V  and  propidium  iodide  staining  24h 
post  RBP  treatment  of  30s  and  60s.  Controls  are  untreated  cells  and  anti-fas  treated  cells. 
Presented  are  the  detection  of  stains  from  10,000  events  in  which  quadrants  indicated  (Q-I) 
propidium  iodide  stain,  (Q-II)  background,  (Q-III)  unstained,  (Q-IV)  annexin  V.  (C)  DNA 
fragmentation  assay  of  DAN  from  THP-1  cells  24h  and  48h  post  RBP  treatment  of  Os,  15s,  30s 
and  45s.  A  Ikb  ladder  was  used  as  a  eomparative  indicator  of  the  separation  of  DNA. 
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Experimental  Investigation  of  1064  nm  IR  Laser  Indueed  Air  Plasma  Using  Optieal  Laser 

Shadowgraphy  Diagnosties 

Magesh  Thiyagarajan,  Kenneth  Williamson,  Anudeep  Reddy  Kandi 
Plasma  Engineering  Research  Lab  (PERL),  College  of  Science  and  Engineering, 

Texas  A&M  University-Corpus  Christi,  Texas  78412,  USA 

Abstract 

Experimental  measurements  and  analysis  of  pulsed  1064  nm  Nd;YAG  laser-induced  air 
breakdown  plasma  at  760  Torr  has  been  carried  out  using  high  speed  and  high  resolution  laser 
shadowgraphy  and  optical  diagnostics.  Three  different  experimental  laser  energies  and  pulse 
widths  such  as  170  mJ  at  8  ns,  130  mJ  at  7  ns  and  65  mJ  at  12  ns  are  studied.  The  laser  pulses 
were  focused  down  to  a  ^1  /rm  spot  size  in  air  and  the  resulting  laser  flux  densities  range  from  4- 
14  TW/cm  .  A  532  nm  laser  shadowgraphy  coupled  with  high  speed  and  high  resolution  image 
capturing  diagnostics  has  been  established  to  investigate  spatio-temporal  evolution  and 
hydrodynamic  behavior  of  the  1064  nm  laser  induced  plasma  and  neutral  density  shock  during 
the  formation,  expansion  and  collapsing  stages.  The  observed  plasma  formations  were  aspherical 
due  to  absorption  translation  during  the  initial  laser-energy  coupling.  The  aspherical  feature 
seeded  the  hydrodynamic  instability  leading  to  the  ultimate  destabilization  of  the  hot  gaseous 
core  after  approximately  10  /rs.  The  active  plasma  lifetime  through  plasma  self-luminescence 
measurements  indicate  variations  from  200  -  500  ns  for  the  three  laser  pulses.  Shock  propagation 
velocity  and  plasma  volume  for  three  laser  pulse  series  indicate  similarly  shaped  profiles  at 
different  expansion  velocities.  Early  plasma  expansion  velocities  of  20  km/s  were  measured  and 
using  Hugoniot  relations  the  neutral  shock  pressures  and  temperatures  were  inferred  and  the 
results  at  the  early  plasma  expansion  stage  were  found  to  be  over  1000  atmospheres  and  4  eV. 
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I.  Introduction 


There  is  a  great  deal  of  research  and  industrial  interest  in  laser  induced  plasmas  and  the  range  of 
applications  involving  plasmas  produced  by  lasers  spans  a  large  domain  within  science  and 
technology.  The  laser  induced  plasmas  are  widely  used  in  laser  ablation  [1],  micromachining  [2], 
photochemistry  [3],  laser  fusion  [4],  flow  control  [5-7],  drag  reduction  in  supersonic  and 
hypersonic  flows  [8,  9],  ignition  of  combustion  gases  [10],  thrusters  in  space  applications  [11], 
and  laser-initiated  switching  applications  [12],  The  formation  of  laser-induced  optical  breakdown 
studies  in  a  gas  has  been  summarized  by  Raizer  [13].  Due  to  continued  development  of  laser 
technology  there  has  been  steady  interest  in  the  laser  induced  breakdown  plasmas.  The 
development  of  optical  diagnostics  such  as  nanosecond  rage  fast  gating  high  resolution  digital 
imaging  can  be  used  as  a  significant  diagnostic  tool  to  investigate  the  rapidly  varying  electro - 
hydrodynamic  behavior  of  the  laser  induced  plasmas. 

Laser  energy  initiates  plasma  formation  within  a  transparent  medium  when  the  maximum 
local  electric  field  strength  exceeds  the  electron  binding  potential  [14].  Intense,  localized  electric 
fields  of  sufficient  strength  to  ionize  the  medium  can  be  produced  by  focusing  laser  energy.  The 
initial  ionization  greatly  reduces  the  transparency  of  the  medium  allowing  for  the  majority  of  the 
laser  energy  to  be  absorbed  or  reflected  by  the  medium  during  the  creation  of  laser-induced 
plasma.  The  sudden  formation  of  hot,  dense  plasma  at  the  laser  focal  point  consequently 
launches  a  detonation  shock  wave.  The  velocity  of  the  shock  front  is  directly  related  to  the  initial 
parameters  of  the  plasma.  Thus,  using  Hugoniot  relations,  the  shock  front  position  and  velocity 
may  be  utilized  as  diagnostic  tools  for  the  study  of  laser-induced  plasma  [14]. 

The  initial  breakdown  is  a  photon-initiated  electron  ionization  process  with  two  competing 
physical  mechanisms:  multiphoton  ionization  also  named  as  quantum  resonant  multi-photon 
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ionization  (REMPI)  [15-21]  and  ionizing  collisional  cascade  or  inverse  bremsstrahlung 
absorption  [22,  23].  For  the  MPl  process,  a  neutral  atom  absorbs  enough  laser  photons  within  a 
quantum  lifetime  of  the  exeited  state  [15]  [t  «  hjEy  =  3.5  x  10”'^  s  (at  1064  nm)]  to  raise  it 
from  the  ground  state  to  the  ionization  level  or  above.  When  enough  atoms  are  ionized,  it  ean 
produce  an  observable  flash  [15].  The  ionizing  collisional  cascade  (CC)  process  oeeurs  due  to 
the  aceeleration  of  existing  free  eleetrons,  either  from  the  MPl  proeess  or  naturally  oecurring,  by 
the  intense  eleetric  field  supplied  by  the  foeused  laser  energy.  Eleetrons  aceelerated  to  an  energy 
higher  than  the  ionization  potential  of  the  medium  may  ionize  an  atom  by  inelastic  collisions 
producing  two  electrons  of  lower  energy,  whieh  are  then  available  for  the  proeess  to  be  repeated 
[23].  The  evolution  of  the  laser-indueed  plasma  system  can  be  described  by  four  progressive 
steps  [24];  initial  release  of  electrons  by  the  MPl  effect  [24];  ionization  of  the  gas  in  the  focal 
region  by  CC  ionization;  absorption  and  partial  refieetion  of  laser  energy  by  the  plasma;  and 
formation  and  propagation  of  a  detonation  shook  wave  into  the  surrounding  gas  during  the 
relaxation  of  the  fooal  region  plasma. 

Based  on  the  multiphoton  ionization  theory  [15-21],  the  breakdown  threshold  laser 
intensity  defined  as  /b(mpi)  =  where  S  is  the  MPl  coefficient,  whieh  is  the  ratio  of  ionization 
potential  Ui  of  the  gas  (15.6  eV  for  air)  [25-27]  to  the  photon  energy  Sy  of  the  laser  beam  (Sy  = 
1.24/1  (eV),  where  1  is  the  vacuum  wavelength  in  micrometers).  With  Sy  =  1.165  eV  photon 
energy  for  the  1064  nm  laser  radiation,  it  requires  approximately  5  =  14  photons  to  be  absorbed 
within  the  quantum  exeitation  lifetime  t  ~  hJSy  =  3.5  xlO"'^  s  in  order  to  ionize  the  air 
molecules.  Thus,  the  breakdown  threshold  laser  intensity  value  for  760  Torr  air  at  1064  nm  laser 
radiation  is  Ib(mpi)  =  4.42  x  10  W/em  [28].  The  corresponding  rms  breakdown  eleetrie  field  is 
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obtained  from  [13]  £'b(mpi)  =  1-94  x  10^  where  /b(mpi)  is  expressed  in 

MW/cm^  and  we  obtain  £'b(mpi)  =  1.3  x  10^  V/em  [28]. 

Based  on  the  eollisional  easeade  theory,  the  threshold  power  flux  for  breakdown  is  given 
by  [15];  /gj-cc)  ==  1-44  x  10^(p^  +  2.2  x  W/cm^,  where  p  is  the  pressure  in 

atmospherie  pressure  units  and  1  is  the  radiation  wavelength  in  mierometers.  Although  this 
theory  is  primarily  based  on  observations  at  mierowave  frequeneies,  and  as  well  as  pressures 
below  atmospherie  eonditions,  it  ean  also  be  sealed  to  1064  nm  wavelength  laser  frequeneies 
[26].  The  easeade  ionization  theory  prediets  a  breakdown  flux  intensity  threshold  value  for  760 
Torr  air  at  1064  nm  wavelength  as  Ib(cq  =  2.8  x  10  W/em  eorresponding  to  Eb(cc)  =  10.3  x 
10^  V/em.  These  estimates  suggesting  the  presenee  of  multiphoton  ionization  at  1064  nm  laser 
ionization  of  air  at  760  Torr.  The  authors  have  presented  a  detailed  theoretieal  and  experimental 
work  on  this  topie  elsewhere  [28]. 

Reeent  advanees  in  diagnostie  methodology,  numerieal  modeling,  and  analytieal 
teehniques  allow  for  more  detailed  investigation  of  the  laser-indueed  plasma  system.  High  speed 
shutters  and  intensified  eharge  eoupled  deviees  provide  the  temporal  resolution  needed  for 
advaneed  shadowgraphy,  Sehlieren,  and  interferometry  imaging  systems  [29].  Three  dimensional 
gas  and  eleetron  density  maps  were  attained  through  Abel  transformed  interferometry  [30].  In 
this  paper  we  have  utilized  a  fast  gating  intensified  eharge  eoupled  deviee  to  eapture  the  spatio- 
temporal  eleetro-hydrodynamies  of  the  1064  nm  infrared  laser  indueed  plasma  in  air  using  a  532 
nm  optieal  probe  laser  shadowgraphy  diagnosties  in  high  spatial  and  temporal  resolution.  The 
laser  beam  was  foeused  downwards  as  a  part  of  our  future  work  on  laser  plasmas  in  liquids. 
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II.  Shadowgraphy  Diagnostics 


In  a  plasma,  the  refractive  index  is  primarily  a  function  of  the  electron  density,  which  is  the  main 
plasma  parameter  determined  by  refractive-index  measurements.  Typical  plasma  diagnostics 
based  on  refractive  effects  include  interferometry,  Schlieren  imaging,  and  shadowgraphy 
measurements  [29].  While  the  first  technique  gives  a  direct  measure  of  the  refractive  index  fi,  the 
Schlieren  image  responds  to  the  first  spatial  derivative  of  the  index  of  refraction.  The 
shadowgram  however  responds  to  the  second  spatial  derivative  or  Laplacian  [31].  In  these 
experiments,  the  shadowgraphy  technique  is  applied  for  visualizing  the  laser-induced  plasma  and 
laser-heated  gas  dynamic  processes.  A  shadowgraph  measures  lateral  displacement  of  the  light 
rays  after  passing  through  a  medium  such  as  plasma.  An  electromagnetic  wave  exerts  a  force  on 
the  charged  constituents  of  the  medium  through  which  it  propagates.  This  force  accelerates  the 
charge  which,  in  turn,  modifies  the  time-varying  electromagnetic  field  [32].  A  solution  of 
electromagnetic-wave  propagation  in  plasma  can  be  obtained  by  solving  the  wave  equation  for  a 
plane  wave  in  the  small  amplitude  approximation  [23].  The  refractive  index  of  high-frequency 
electromagnetic  wave  propagation  in  unmagnetized  plasma  is: 


1  / 

where  o)  =  27rc/l  the  frequency  of  the  electromagnetic  wave,  a)p  —  (n^e^ / EQvn^  ^2  is  the 
electron  plasma  frequency,  and  n^.  =  mg6Q(ji)^e~^  is  the  cutoff  electron  density  for  which 
electromagnetic  wave  propagation  is  possible.  In  our  shadowgraphy  experiments,  as  shown  in 
Fig.  1,  a  green  laser  at  1  =  532  nm  is  used  as  a  light  source  due  to  its  coherence,  brightness,  and 
narrow  bandwidth.  The  cutoff  density  for  532  nm  is  3.9  x  10  cm  ,  which  is  well  above  the 
densities  encountered  in  our  laser-focused  plasma  experiments. 
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III.  Experimental  Setup 


A.  1064  nm  Infrared  Laser  Induced  Plasma  System 

The  experimental  setup  is  shown  schematieally  in  Fig.  1.  In  this  experiment,  a  dual  wavelength 
Q-switched  Nd:YAG  laser  (Newport,  INDI  Quanta-ray)  that  outputs  a  harmonie  at  1  =  1064 
nm  wavelength  (1.17  eV  per  photon)  and  a  harmonie  at  1  =  532  nm  (2.33  eV  per  photon) 
laser  radiation  is  used.  The  laser  outputs  a  10  ±  1  mm  diameter  eireular  eross  seetion  Gaussian 
distributed  laser  beam  intensity  in  a  8  +  1  ns  full  width  at  half  maximum  (FWHM)  pulse  at  a 
rep-rate  of  10  Hz  and  laser  beam  divergenee  of  a  =  1  mrad.  The  maximum  available  laser  pulse 
energy  at  1064  nm  and  532  nm  is  280  ±  10  mJ  and  100  +  3  mJ,  respectively.  In  this  experiment 
the  2"‘*  harmonic  532  nm  laser  output  was  minimized  by  detuning  the  second  harmonic  generator 
crystal  and  separating  it  from  the  1064  nm  fundamental  laser  wavelength  using  a  dichroic  mirror. 
The  laser  output  was  controlled  by  varying  the  flash  lamp  energy,  shown  schematically  in  Fig.  1 
as  a  variable  beam  attenuator,  and  the  laser  beam  energy  was  measured  using  a  diffuser-equipped 
laser  energy  sensor  (EnergyMax,  J-50MB-YAG)  coupled  to  a  calibrated  energy  meter  (Coherent, 
FieldMax  II  Top).  A  top-down  laser  beam  path  configuration  using  three  mirrors  (Ml,  M2  and 
M3)  with  99%  reflectivity  at  45°  was  utilized.  Laser  energies  were  measured  after  each  optical 
component  to  ensure  optimal  energy  throughput.  The  1064  nm  laser  beam  was  focused  using  a 
high  power-handling  gold  coated  objective  lens  (TECHSPEC,  High  Performance  RefiX)  with  an 
effective  focal  length  of/=  13.3  mm  and  a  0.28  NA.  The  minimum  radius  of  the  laser  focal 
region  was  calculated  based  on  the  standard  optical  focal  theory  as  r  =  /a/2  =  7  /rm  where /is 
the  focal  length  and  a  is  the  beam  divergence.  The  visible  light  emission  from  the  laser  induced 
plasma  was  collected  using  a  200-1100  nm  broadband  1  ns  high-speed  optical  photodetector 
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(Thorlabs,  DETIOA)  and  recorded  using  a  2.5  GS/s  high  speed  digital  oscilloscope  (Tektronix, 


TDS3034C). 

B.  Optical  Laser  Shadowgraphy  Diagnostics  Setup 

A  high  resolution  532  nm  laser  shadowgraphy  diagnostic  was  setup  as  illustrated  in  Fig.  1,  to 
study  the  laser  induced  plasma  system.  A  computer-controlled  532  nm  continuous-wave  (CW) 
diode-pumped  solid  state  probe  laser  outputs  a  1  mm  beam  diameter  TEMoo  laser  beam  with  0  - 
10  mW  adjustable  power  output  that  was  expanded  to  20  mm  beam  diameter  using  an  anti- 
reflective  (AR)  coated  20X  Galilean  laser  beam  expander  (Thorlabs,  BE20M)  with  collimation 
adjustment.  The  expanded  532  nm  laser  beam  axis  was  aligned  to  pass  through  the  focal  region 
of  the  1064  nm  laser  radiation  and  captured  using  an  intensified  charge  coupled  device  (ICCD; 
Andor,  iStar  734).  The  ICCD  is  computer  controlled  and  capable  of  capturing  high-resolution 
1024  X  1024  pixel  (13.6  x  13.6  mm)  images  with  a  minimum  gate  width  of  2  ns  and  a  maximum 
gain  of  lO"^.  It  was  synchronized  with  the  laser  Q-switched  triggering  pulse  using  a  digital  delay 
generator  and  shutter  control.  The  delay  timings  were  monitored  and  measured  using  a  high 
speed  digital  oscilloscope.  The  signal  delay  timings  such  as  laser  triggering  delay,  laser  output 
delay,  signal  transmission  delay,  ICCD  triggering,  image  capture  and  readout  delay  were  also 
monitored.  Optical  interference  filters  with  center  wavelength  at  532  ±  2  is  used  in  front  of  the 
ICCD  to  suppress  the  plasma  self-luminescence.  The  shadow  of  the  laser  induced  plasma  falls 
onto  the  ICCD  sensor  with  a  I:I  ratio  (I  pixel  =13.2  fim).  The  probe  laser  and  the  allied  optics 
are  well  aligned  with  respect  to  the  laser  optical  axis  to  minimize  diffractions  by  setting  up  the 
lateral  alignment  deviation  less  than  the  0.05  nm  bandwidth  probe  laser  coherence  length  of  5.7 
mm. 
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IV.  Experimental  measurements,  results  and  discussion 


A.  Laser  plasma  generation  and  energy  measurements 

As  discussed  earlier  in  the  experiment  section,  the  1064  nm  Nd:YAG  laser  has  a  maximum 
output  of  280  mJ  in  a  8  ±  1  ns  FWHM  pulse.  In  this  experiment  laser  pulses  at  three  different 
stable  working  output  energies  (£)  are  investigated.  The  laser  energies  were  measured 
immediately  after  the  objeetive  lens  by  plaeing  the  laser  energy  deteetor  surfaee  in  eontaet  with 
the  output  edge  of  the  optie  where  the  power  flux  density  is  below  the  damage  threshold  of  the 
deteetor.  The  measured  energies  and  pulse  widths  ineident  to  the  foeal  region  were:  =  170  ± 

4  mJ  with  8  ns  FWHM,  E12  —  130  ±  4  mJ  with  7  ns  FWHM,  and  Ei^  —65  ±  4  mJ  with  12  ns 
FWHM  were  foeused  to  a  7  /rm  radius  spot  size  in  laboratory  air  in  1  atm  pressure,  resulting  in 
eorresponding  power-flux  densities  of  14  TW/cm  ,  12  TW/em  and  4  TW/em  .  These  data  are 
used  as  a  reference  level  for  all  additional  measurements  in  this  researeh.  The  1064  nm  laser 
beam  has  a  Gaussian  distributed  spatial  profile  and  the  temporal  profiles  of  the  three 
experimental  laser  energies  are  measured  as  shown  in  Fig.  2. 

The  temporal  profiles  of  the  laser  pulses  are  obtained  by  using  a  high-speed  broadband 
photodeteetor.  Luminous  plasma  was  observed  for  all  three  laser  pulse  energies  at  the  foeal  spot, 
23.6  mm  from  the  edge  of  the  objeetive  lens.  The  laser  energy  absorbed  by  the  plasma  was 
measured  by  subtraeting  the  laser  energy  transmitted  through  the  foeal  volume  from  the  ineident 
laser  energy.  The  transmitted  laser  energy  (Et)  was  measured  by  plaeing  the  4.5  em  diameter 
energy  meter  at  5.0  em  after  the  foeal  spot.  Sinee  the  maximum  plasma  frequeney  divided  by  the 
laser  frequeney  near  the  foeal  spot  is  oipfa)  <  0.01,  we  assume  that  a  very  small  fraetion  of  the 
ineident  laser  flux  is  scattered  by  the  plasma  and  the  laser  absorption  is  primarily  due  to 
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collisional  cascade  and  multiphoton  ionization  process.  The  average  transmitted  laser  energy  was 
measured  to  be  =  15  ±  3  mJ  for  the  Ei2  =170  ±  4  mJ,  Ef-2  =10  ±  3  mJ  for  the  Ei2  =130  ±  4 
mJ,  and  £"^3  =  5  ±  2  mJ  for  the  Ei^  =65  +  4  mJ,  whieh  eorresponds  to  approximately  8%  of  the 
ineident  laser  energy.  Therefore  the  laser  energies  absorbed  (Ea)  by  the  plasma  for  the  respeetive 
ineident  laser  energies  were  approximately  Eai  —  155  ±4  mJ,  Ea2  =  120  ±  3  mJ  and  Eas  =  60 
±  3  mJ  eorresponding  to  approximately  92%  absorption  of  the  ineident  laser  energy. 

B.  Plasma  spatial  and  temporal  evolution  analysis 

The  spatial  and  temporal  evolution  of  the  laser-indueed  plasma  in  air  for  three  distinctive  laser 
energies  are  measured  and  studied  using  a  laser  shadowgraphy  diagnostie  in  order  to  understand 
the  dynamie  proeesses  of  the  plasma  expansion  and  relaxation  as  well  as  the  dynamies  of  the 
resulting  shoek  waves  by  laser  heated  neutral  gas  densities.  In  this  teehnique,  a  probe  laser 
operating  at  Ag  =  532  nm  passed  through  the  1064  nm  laser  foeal  region  test  seetion  where  the 
plasma  is  formed  and  then  direetly  falls  on  to  the  gated  ICCD  imaging  sensor  with  a  1 ;  1  ratio  on 
the  image  plane.  Eleetron  densities  ranging  from  10^"^  -lO'^  em”^  in  the  test  seetion  may  result  in 
refraetive  index  gradients  and  appear  as  bright  or  dark  regions  on  the  shadowgram  depending  on 
the  sign  of  the  Laplaeian  of  the  refraetive  index.  The  shadowgraphy  diagnostie  teehnique  is  used 
to  investigate  the  spatial  and  temporal  evolution  of  the  laser  indueed  plasma  obtained  to  measure 
the  plasma  volume,  shoekwave  veloehies,  and  hot  eore  air  pressure. 

A  series  of  16  shadowgrams  is  shown  in  Fig.  3  for  the  170  mJ  ineident  laser  energy.  Eaeh 
shadowgram  in  Fig.  3  has  a  spatial  extent  of  13.6  mm  x  13.6  mm  and  was  obtained  in  the 
horizontal  direetion,  perpendieular  to  the  axis  of  1064  nm  IR  laser  beam  that  is  ineident  from  the 
top  as  indieated  by  the  downward  arrow  in  Fig.  3. a.  The  shadowgrams  were  obtained  over  a 
broad  time  range,  from  35  ns  to  800  [is,  in  order  to  study  the  plasma  expansion,  relaxation. 


140 


shockwave  propagation  as  well  as  the  hydrodynamie  proeesses.  Experimental  time  for  this  study 
begins  with  the  rise  of  the  laser  pulse  (t  =  0).  The  signal  delay  timings  between  the  triggering 
and  laser  output  pulse  were  measured  using  a  fast  oseilloseope  and  taken  in  to  eonsideration.  The 
intensity  of  the  shadowgram  images  aequired  at  different  times  was  adjusted  to  enhanee  the 
hydrodynamie  details  of  the  plasma  and  neutral  density  shoek.  Laser  profiles  were  highly 
reprodueible  for  each  of  the  energy  levels  studied  and,  based  on  the  analysis  of  extensive  time 
resolved  shadowgraphy  images,  we  observe  that  the  laser  indueed  plasma  and  its  hydrodynamie 
behavior  are  highly  reproducible  with  variations  less  than  the  resolution  of  the  imaging  system. 

The  earliest  spatially  resolvable  data  from  the  shadowgrams  was  observed  at  35  ns.  At 
times  earlier  than  35  ns,  high  Bremsstrahlung  emission  inhibits  quality  data  aequisition.  At  t  = 
35  ns  a  -'1.6  mm  asymmetrieally  shaped  plasma  was  imaged  as  shown  in  Fig.  3. a.  The  plasma 
eontinues  to  expand  asymmetrieally  up  to  -  1  fis  as  shown  in  Fig.  3. a  -  3.f.  The  aspherieal  shape 
exhibited  by  the  laser  indueed  plasma  along  the  z-axis  exhibits  a  distinetly  smaller  radius  of 
surfaee  eurvature  along  the  lower  edge.  The  asymmetrieal  shape  of  the  plasma  can  be  explained 
by  the  ehanging  absorption  eonditions  during  the  initial  formation  of  the  system,  i.e.  during  the 
laser  pulse.  The  initially  transparent  medium  begins  to  absorb  laser  radiation  at  a  position  in  the 
foeusing  eone  of  ionization-threshold  power-flux  density.  The  plasma  then  eauses  energy 
deposition  to  shift  toward  the  ineoming  laser  radiation  during  the  pulse  due  to  three  main  factors 
[14];  the  inhomogeneity  of  the  ineident  energy  flux  eauses  a  spreading  of  the  region  in  whieh  the 
loealized  energy  flux  exeeeds  the  ionization  requirement,  the  initial  shoek  wave  propagates  in  all 
direetions  eausing  inereased  absorption,  and  thermal  interaetion  between  the  hot  plasma  region 
and  the  air  through  whieh  the  laser  energy  is  passing.  The  majority  of  the  energy  is  therefore 
deposited  in  the  upper  region  of  the  plasma  nearest  to  the  laser.  This  effeet  is  elearly  observed  in 
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all  laser-induced  plasma  experiments  presented  here  as  a  distinctly  reduced  radius  of  curvature 
along  the  lower  edge  of  the  plasma  and  shock  wave  at  t  <  7  [is.  The  gas  in  this  focal  region  gets 
heated  due  to  the  collision  of  energetic  electrons  with  heavy  particles  leading  to  the  generation  of 
shock  wave  as  the  temperature  and  pressure  in  the  focal  region  are  higher  than  that  of  the 
surroundings  at  the  end  of  plasma  formation.  Because  of  the  asymmetry  of  the  region  of  the 
optical  discharge  propagating  along  the  laser  beam  the  heated  neutral  gas  also  encompass  an 
asymmetric  volume. 

In  addition,  the  presence  of  ponderomotive  force  in  laser  focused  plasmas  of  certain  high 
intensity  and  short-pulse  widths  regime  was  also  considered  for  the  cause  of  plasma  asymmetry. 
The  amount  of  contribution  to  the  plasma  volume  asymmetry  by  the  ponderomotive  force  can 
significantly  vary  based  on  the  experimental  conditions.  As  referred  by  several  others  as 
summarized  by  Mulser  and  Bauer  [33],  in  order  for  significant  presence  of  ponderomotive  force 
it  requires  laser  intensities  of  the  order  of  10  W/cm  and  tighter  focus  and  very  high  electron 
density  (10  cm'  )  and  temperature  1000  eV.  Our  experimental  conditions  are  clearly  not  in 
these  regimes  rather  our  laser  conditions  still  appear  in  the  low  to  moderate  intensity  and  long 
pulse  regime  with  respect  to  ponderomotive  effects.  Therefore  in  our  experimental  condition  the 
aspherical  nature  of  the  plasma  and  shock  front  at  early  time  predominantly  caused  by  a 
phenomenon  of  translation  absorption  [13].  Laser  plasma  asymmetry  dominated  by 
Ponderomotive  effects  would  be  expected  to  produce  conical  shocks  from  the  focusing  cone  [33] 
whereas  our  shadowgraphy  images  indicate  that  the  shock  fronts  appear  to  be  of  two  colliding 
spherical  shocks,  which  is  consistent  with  absorption  translation  [13].  Spherical  shock  waves 
were  observed  even  when  the  plasma  remain  in  conical  shape  indicating  minimal  or  less 
ponderomotive  forces  compared  to  translation  absorption  in  our  experimental  regime. 
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Based  on  the  shadowgrams  it  is  observed  that  the  plasma  and  the  shoek  wave  continue  to 
expand  at  the  same  rate  up  to  t  =  1  -  2  /rs.  At  t  >  1  /rs  (Fig.  3.f-  3.g)  an  outgoing  neutral 
density  shockwave  separating  from  the  hot  plasma  core  into  the  surrounding  cold  air  is  clearly 
visible  in  the  shadowgrams.  As  shown  in  Fig.  3.g  -  3.k,  the  shock  wave  becomes  spherically 
symmetric;  however  the  hot  core  plasma  remains  asymmetric  along  the  z-axis.  Spherical 
symmetry  is  attained  by  the  primary  upper  shock  by  overtaking  the  lower  asymmetrical  shock. 
This  effect  can  be  observed  in  Fig.  3.e  -  3.g  as  two  bright  regions  between  the  two  shock  waves. 
This  effect  was  previously  quantified  by  interferometric  analysis  [30].  The  positions  and 
differential  velocities  of  the  shock  wave  are  monitored  and  recorded  up  to  t  =15-20  /rs.  At 
t  >  20  fis  the  shock  wave  leaves  the  13.6  x  13.6  cm  field  of  view. 

The  hot  core  plasma  subjects  to  a  sharp  deformation  soon  after  the  separation  of  the 
expanding  neutral  density  shock  wave,  suggesting  that  the  neutral  density  shockwave  plays  an 
important  role  for  the  stability  of  the  hot  core  plasma  expansion  by  enclosing  it  as  a  pressure 
barrier.  At  t  =  6  /rs  the  deformation  of  the  hot  core  plasma  collapsing  inwards  at  the  smaller 
radius  of  curvature  along  the  z-axis  is  observed.  The  protruding,  lower  portion  of  the  central  hot 
gas  is  surrounded  by  relatively  cold  air  and  collapses  as  it  cools  during  t  =  10  -  50  /rs  (Fig.  3.j  - 
3.n)  leading  to  inflow  of  the  surrounding  colder  and  denser  air  in  to  the  hot  central  core  along  the 
z-axis  leading  to  the  ultimate  destabilization  of  the  system  over  time,  during  this  time  frame  the 
penetration  velocities  of  the  cold  air  influx  into  the  hot  core  are  measured  to  be  7  -  14  m/s.  At 
times  around  60  [is  and  up  to  100  [is  the  formation  of  the  vortex -ring  type  structure  is  clearly 
visible  and  thereafter  turbulence  begins  to  dominate. 

A  series  of  16  shadowgrams  are  shown  in  Fig.  4  and  5  for  the  incident  laser  energies  130 
mJ  and  70  mJ  respectively.  For  these  experimental  conditions  the  laser  induced  plasma  and  the 
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shadowgraphy  diagnostics  field  of  view  is  slightly  off  eentered  in  the  vertieal  direetion  sueh  that 
the  displacements  of  the  spherieahy  expanding  shoekwave  ean  be  eaptured  at  later  delay  times. 
As  seen  from  the  shadowgraphy  in  Fig.  4  and  5,  the  dynamie  proeesses  observed  are  similar  to 
those  observed  in  Fig.  3  for  170  mJ  ineident  laser  energy.  This  result  indicates  that  the  same 
fundamental  physieal  proeesses  dominating  the  formation  and  evolution  of  the  higher  energy 
system  are  also  dominating  the  lower  energy  regime.  The  development  of  these  lower-energy 
systems,  sueh  as  shoek  front  positions  and  veloeities,  follow  the  same  overall  profile  pattern  as 
the  170  mJ  system  with  apparently  different  initial  eonditions.  This  is  inferred  from  later  figures 
due  to  apparently  staggered  timings,  i.e.  lower  energy  veloeity  profiles  appear  to  be  shifted  to 
earlier  times.  This  effect  would  be  expeeted  for  similar  systems  with  lower  initial  veloeity, 
temperature,  and  pressure  eonditions  indueed  by  the  lower  energy  input  from  the  IR  laser. 

C.  Plasma  pressure  and  volume  analysis 

The  laser  indueed  plasma  in  air  as  seen  from  the  shadowgrams  is  similar  to  a  strong  explosion  in 
a  homogeneous  atmosphere.  Such  a  case  is  an  example  of  a  self-similar  flow,  in  which  the  flow 
variables  ehange  with  time  in  sueh  a  manner  that  their  distributions  with  respeet  to  the  eoordinate 
variable  remain  similar  in  time  [34].  When  a  signifieant  amount  of  laser  energy  E  is  deposited  in 
a  small  foeal  volume  of  a  gas  sueh  as  air  with  pressure  po  =  1  atm,  eonstant  speeifie  heat  ratio  k 
=  1.4  and  density  po  during  a  short  time  interval  ereates  a  plasma  and  neutral  density  gas  shoek 
with  pressure  Pi  and  Pi  behind  the  shoek  front  expanding  and  propagating  through  the  gas  from 
the  point  where  the  energy  is  released.  Based  on  the  shadowgrams  it  is  evident  that  both  plasma 
and  neutral  density  gas  shoek  are  expanding  at  the  at  the  same  rate  until  the  shoek  wave 
separates  from  the  hot  eore,  thus  the  flow  parameters  behind  the  shoek  front  is  equivalent  to  that 
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of  the  plasma  during  the  initial  expansion  stages.  The  radius  R  of  the  expanding  plasma  and 
shoek  front  can  be  governed  the  relationship  r  oc  (£"/ [14], 


At  a  time  t  the  wave  reaches  a  radius  r  and  encompasses  a  volume  V,  whose  mass  is 
M  =  Vpq.  The  expanding  volume  of  the  laser  induced  plasma  was  measured  from  the 
shadowgram  images  and  shown  in  Fig.  6.  The  plasma  volume  increases  rapidly  at  early  times 
t  <  1  jUS  and  plateau  at  times  t  >  2  ps,  which  corresponds  to  the  separation  of  the  shock  from 
the  hot  core.  The  propagation  velocity  v  of  the  plasma  and  shock  front  is 


St  5  Vpo/ 


-3 


(2) 


The  pressure  behind  the  shock  front  can  be  expressed  as  [14] 

Pi  =  (f  +  l) 


(3) 


Thus  based  on  the  measured  velocity  of  the  shock  front  from  the  shadowgrams  the 
pressure  behind  it  was  obtained  and  shown  in  Figure  6  as  a  function  of  time.  At  times  t  <  100  ns 
pressures  of  100  -  1000  atm  were  observed.  These  pressures  rapidly  decreased  from  100  to  10 
atm  during  t  =  100  ns  -  1  ps,  then  at  times  t  >  \  ps  pressure  approaches  one  atmosphere. 


D.  Plasma  temperature  analysis 

The  decaying  shock  wave  by  spherical  expansion  represents  a  gas-dynamic  discontinuity  and  it 
can  be  clearly  monitored  from  the  shadowgrams  obtained  at  small  time  increments.  For  each  of 
the  three  absorbed  laser  energies  155  mJ,  120  mJ,  and  60  mJ,  the  radial  position  of  the  expanding 
laser  induced  plasma  and  neutral  gas  density  spherical  shock  front  is  measured  as  shown  in  Fig. 
7  in  logarithmic  time  scale.  The  focal  point  of  the  focusing  objective  lens  is  used  as  the  reference 
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center  and  from  whieh  the  position  of  the  shoek  wave  was  measured  as  a  funetion  of  time.  In  a 
coordinate  system  moving  radially  along  with  the  shock  wave  away  from  the  center  is  quasi¬ 
steady,  in  whieh  the  time  5t  during  whieh  the  shock  wave  travels  through  a  distance  of  dr.  The 
expansion  velo  it  y  v  of  the  laser  indu  ed  plasma  and  neutral  gas  density  sho  k  front  for  the  three 
laser  energies  are  measured  from  the  shadowgrams  by  calculating  v  —  5r/5t  and  is  shown  in 
Fig.  7.  High  hypersonic  shock  wave  velocities  of  22  -  24  km/s  were  observed  at  the  earliest  times 
t  <  15-35  ns  and  it  rapidly  slows  down  to  near-hypersonie  veloeities  of  2  -  4  km/s  at  t  =100 
ns.  Supersonic  velocities  of  1.7  km/s  were  observed  at  times  t  =  120  to  150  ns  and  then  at  t  > 
20  [is  the  velocities  reaeh  sonic  velocities.  The  shock  wave  reached  sonic  velocity  around  t  = 
20  p.s  after  leaving  the  experimental  field  of  view.  Using  a  532  nm  laser  interferometry 
diagnostics  [17,  30,  35],  we  have  measured  the  plasma  density  of  ~10  cm'  at  125  ns  the 
earliest  time  possible  (detailed  density  analysis  are  presented  elsewhere).  The  measurements  of 
the  shock  position  and  velocity  were  validated  by  eomparing  with  the  Taylor-Sedov  sealing 
theory  [34,  36,  37],  in  whieh  we  have  mapped  our  experimental  results  on  to  the  Taylor-Sedov 
scaling  theory  of  plasma  expansion  based  on  the  energy  deposited.  We  have  plotted  the 
theoretical  curve  with  the  series-1  measurements  in  the  sub-plot  of  Fig.  7.  We  have  obtained  very 
close  results  comparing  with  the  theory  confirming  a  very  minimal  backscattering  and  majority 
of  the  energy  (--90%  of  ineident  energy)  is  being  absorbed  in  the  foeal  region.  In  this  eomparison 
with  the  Taylor-Sedov  scaling  theory,  the  analytieal  expression  for  the  distance  R  between  the 
eenter  of  the  blast  and  the  shock  front  is  given  by  the  Taylor-Sedov  scaling  [34,  36,  37]  R  = 
A(E / is  used.  In  whi  h  k  is  a  s  aling  fa  tor  near  unity,  E  is  the  energy  absorbed,  and  p  is 
the  density  of  the  medium  into  which  the  shoek  is  propagating.  The  Taylor-Sedov  blast-wave 
sealing  approximates  result  close  match  indicating  that  the  coupled  energy  values  are  aeeeptable 
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[36].  On  the  other  hand,  the  theoretical  models  for  the  laser  air  plasma  creation  at  much  shorter 
laser  pulse  widths  (femtoseconds)  and  much  higher  laser  fluxes  (10  W/cm  )  have  shown  that 
the  laser  beam  focusing  and  scattering  can  be  substantially  modified  [38]. 

In  a  gas  such  as  air  with  constant  specific  heat,  the  temperatures  behind  the  shock  wave  T 
is  proportional  to  the  square  of  the  shock  wave  propagation  velo  ity  v.  Zel’dovi  h  and  Raizer 
[14]  have  tabulated  the  flow  quantities  behind  a  shock  wave  such  as  the  temperature  and  velocity 
in  air  such  as  the  with  standard  conditions  ahead  of  the  shock  wave  with  pressure  po  =  \ 
atmosphere  and  temperature  Tq  =  293°  K.  Fig.  8  shows  the  temperature  decay  based  on  the 
measured  velocities  of  the  plasma  and  gas  shock.  The  electron  temperature  behind  the  shock 
front  approach  values  of  4  -  5  eV  at  t  =  15  -  20  ns  and  the  temperature  decays  rapidly  to  0.3  -  0.5 
eV  at  100  ns  and  continues  to  drop  to  0.1  eV  at  300  ns. 


E.  Plasma  luminosity  and  lifetime  analysis 

The  temporal  decay  of  the  light  emission  from  the  laser  induced  plasma  can  be  an  indicator  of 
the  plasma  electron  temperature  decay  as  the  excited  atoms  lose  excitation  energy  through 
photon  emission.  A  higher  emission  coefficient  indicates  higher  number  of  excited  atoms  and 
thus  a  higher  temperature.  The  visible  luminosity  of  the  laser  induced  plasma  for  the  three  laser 
energies  are  collected  using  the  1  ns  response  high-speed  visible  wavelength  photodetector 
shown  in  Fig.  1.  A  clear  distinguishable  drop  in  the  light  intensity  can  be  observed  in  all  three 
cases  and  in  which  higher  the  laser  energy  longer  the  plasma  luminosity  lasts.  The  luminosity 
can  also  be  used  as  an  indicator  of  plasma  lifetime  and  the  distinctive  drop  in  light  intensity  is 
observed  at  distinctive  times  for  each  of  the  laser  energies.  The  timings  at  which  the  plasma 
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luminosity  suddenly  drops  approximately  eorresponds  to  the  plasma  and  shoek  wave  expansion 
veloeities  deeaying  and  transiting  from  near-hypersonie  veloeity  regime  to  supersonie  veloeity 
regime.  The  light  intensity  after  the  signilieant  drop  is  still  above  the  baekground  noise  level  as 
seen  in  Fig.  9,  however  it  deeays  at  a  much  slower  rate  and  reaches  the  background  level  near  2 

jUS. 
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Summary 


Laser- induced  plasmas  were  created  in  laboratory  air  at  760  Torr  by  a  pulsed  Nd:YAG 
laser  operating  at  the  1064  nm  fundamental.  Three  experimental  laser  energies  and  pulse  widths 
were  examined  such  as  170  mJ  at  8  ns,  130  mJ  at  7  ns  and  65  mJ  at  12  ns.  The  laser  beam  was 
focused  downwards  to  a  ~  7  /rm  spot  size  using  IR  coated  optics  and  15x  objective  lens,  and  the 
resulting  laser  flux  densities  range  from  4-14  TW/cm  .  The  downward  laser  focusing 
configuration  will  facilitate  our  future  work  on  laser  plasmas  in  liquids.  The  laser  induced  air 
plasma  was  studied  using  high-speed  laser  shadowgraphy,  an  optical  diode  and  a  wavelength- 
calibrated  energy  measuring  system.  A  laser  shadowgraphy  diagnostics  was  setup  to  investigate 
the  spatio-temporal  evolution  and  hydrodynamic  behavior  of  the  1064  nm  laser  induced  plasma 
and  neutral  density  shock  during  the  formation,  expansion  and  collapsing  stages.  The  laser 
shadowgraphy  diagnostics  was  realized  using  a  10  mW  532  nm  probe  optical  laser  beam 
expanded  by  a  magnification  factor  of  20X  and  passed  through  the  1064  nm  laser  focused 
plasma.  The  transmitted  probe  laser  beam  was  captured  at  5  ns  gating  time  with  high  spatial 
resolution  using  a  gated  ICCD.  Shadowgraphy  images  of  the  laser  plasma  were  taken  for  the 
three  laser  energy  levels  from  15  ns  to  1  ms. 

Results  quantifying  shock  propagation  velocity  and  plasma  volume  indicate  similarly 
shaped  profiles  at  different  expansion  velocities  and  shifting  later  in  time  for  lower  input  energy 
with  longer  pulse  width.  This  effect  would  be  expected  for  similar  systems  with  lower  initial 
velocity,  temperature,  and  pressure  conditions  induced  by  the  lower  energy  input  from  the  1064 
nm  laser.  The  observed  plasma  and  shock  formations  were  aspherical  due  to  absorption 
translation  during  the  initial  laser-energy  coupling.  Absorption  translation  occurs  due  to  the 
spreading  on  the  ionization  region  caused  by  inhomogeneous  incident  laser  radiation  and  the 
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propagation  of  the  absorption  front  toward  the  laser  oceurs  due  to  shook  propagation  and 
radiative  interaotion  between  the  plasma  and  the  air  through  whioh  the  laser  is  propagating.  The 
aspherical  feature  apparently  seeded  the  hydrodynamio  instability  leading  to  the  ultimate 
destabilization  of  the  hot  gaseous  core  after  approximately  10  [is.  During  the  first  microsecond  of 
experiments,  the  hot  plasma  core  expands  at  the  same  rate  as  the  shock  wave.  Shock  propagation 
velocity  and  plasma  volume  for  three  laser  pulse  series  indicate  the  similarly  shaped  profiles  at 
different  expansion  velocities.  Early  plasma  expansion  velocities  of  20  km/s  were  measured  and 
using  Hugoniot  relations  the  neutral  shock  pressures  and  temperatures  were  inferred  and  the 
results  at  the  early  plasma  expansion  stage  were  found  to  be  over  1000  atmospheres  and  4  eV. 
The  shock  front  separates  from  the  system  1  -  2  /rs  after  formation  in  rough  correlation  with  the 
luminosity  profile  dropping  to  noise  level.  After  2  fis  the  plasma  is  considered  to  be  a  hot 
gaseous  core.  The  temporal  plasma  luminosity  was  measured  using  a  fast  2  ns  optical  diode  to 
determine  plasma  lifetime.  The  active  plasma  lifetime  through  plasma  self-luminescence 
measurements  indicate  significantly  varied  plasma  lifetimes  for  each  of  the  input  energies  and 
the  intensity  profiles  decayed  exponentially  until  a  rapid  decrease  to  near-noise  levels  between 
200  ns  and  500  ns.  Further  optical  diagnostics  such  as  two -wavelength  laser  interferometry  and 
optical  emission  spectroscopy  will  be  carried  out  to  further  investigate  the  laser  induced  plasma 
characteristics. 
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List  of  figure  captions 


Figure  1.  Schematic  of  the  experimental  and  diagnostic  setup;  A  -  power  control  attenuator,  BE  - 
20x  beam  expander,  BS  -  beam  splitter,  EM  -  energy  meter,  E  -  532  nm  dichroic  filter,  ICCD  - 
intensified  charge-couple  device,  M  -  high-power  infrared  mirror,  ND  -  Neutral  density  filter, 
Obj  -  15x  objective  lens,  PD  -  photodiode. 


Eig.  2:  An  overlay  of  three  experimental  laser  intensities  -  series  1;  170  mJ  (solid),  series  2:  130 
mJ  (dash)  black  and  series  3:  65  mJ  (dot). 


Eig.  3.  Shadowgraphy  images  of  1064  nm  laser  focused  plasma  in  air  with  170  mJ,  8  ns  laser 
pulse  (Series  1).  Gating  time  tg=  5  ns  time  and  spatial  extent  of  each  image  is  13.6  x  13.6  mm. 

Eig.  4.  Shadowgraphy  images  of  1064  nm  laser  focused  plasma  in  air  with  130  mJ,  7  ns  laser 
pulse  (Series  2).  Gating  time  tg=  5  ns  time  and  spatial  extent  of  each  image  is  13.6  x  13.6  mm. 

Eig.  5.  Shadowgraphy  images  of  1064  nm  laser  focused  plasma  in  air  with  65  mJ,  12  ns  laser 
pulse  (Series  3).  Gating  time  tg=  5  ns  time  and  spatial  extent  of  each  image  is  13.6  x  13.6  mm. 
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Fig.  6.  Temporal  decay  of  downstream  shock  pressure  (neutral  density)  and  expansion  of  plasma 
volume  for  series  1  (170  mJ),  series  2  (130  mJ)  and  series  3  (65  mJ). 


Fig.  7:  Velocity  and  radial  position  of  the  shock  front  for  series  1  (170  mJ),  series  2  (130  mJ)  and 
series  3  (65  mJ).  Subplot-  comparison  of  experimental  measurements  with  Taylor-Sedov  blast- 
wave  scaling  (solid  square  -  experimental  series  1,  short-dash  -  Taylor-Sedov  theory). 


Fig.  8:  Shock  front  temperature  decay  for  series  1  (170  mJ),  series  2  (130  mJ)  and  series  3  (65 
mJ)  with  equivalent  inset  in  log-log  plot.  Subplot-  comparison  of  experimental  measurements 
with  Taylor-Sedov  blast-wave  scaling  (solid  square  -  experimental  series  1,  short-dash  -  Taylor- 
Sedov  theory). 


Fig.  9:  Temporal  optical  emission  intensity  from  laser-induced  plasma  for  series  1  (170  mJ), 
series  2  (130  mJ)  and  series  3  (65  mJ)  with  equivalent  inset  in  log-scale  plot. 
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Fig  1.  Schematic  of  the  experimental  and  diagnostic  setup;  A  -  power  control  attenuator,  BE  - 
20x  beam  expander,  BS  -  beam  splitter,  EM  -  energy  meter,  E  -  532  nm  dichroic  filter,  ICCD  - 
intensified  charge-couple  device,  M  -  high-power  infrared  mirror,  ND  -  Neutral  density  filter, 
Obj  -  15x  objective  lens,  PD  -  photodiode. 
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Fig.  2.  An  overlay  of  three  experimental  laser  intensities  -  series  1;  170  mJ  (solid),  series  2:  130 
mJ  (dash)  black  and  series  3:  65  mJ  (dot). 
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Fig.  4.  Shadowgraphy  images  of  1064  nm  laser  foeused  plasma  in  air  with  130  mJ,  7  ns  laser 
pulse  (Series  2).  Gating  time  tg=  5  ns  time  and  spatial  extent  of  eaeh  image  is  13.6  x  13.6  mm. 
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Fig.  5.  Shadowgraphy  images  of  1064  nm  laser  foeused  plasma  in  air  with  65  mJ,  12  ns  laser 
pulse  (Series  3).  Gating  time  tg=  5  ns  time  and  spatial  extent  of  eaeh  image  is  13.6  x  13.6  mm. 
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Fig.  6.  Temporal  decay  of  downstream  shock  pressure  (neutral  density)  and  expansion  of  plasma 
volume  for  series  1  (170  mJ),  series  2  (130  mJ)  and  series  3  (65  mJ). 
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Fig.  7:  Velocity  and  radial  position  of  the  shock  front  for  series  1  (170  mJ),  series  2  (130  mJ)  and 
series  3  (65  mJ).  Subplot-  comparison  of  experimental  measurements  with  Taylor-Sedov  blast- 
wave  scaling  (solid  square  -  experimental  series  1,  short-dash  -  Taylor-Sedov  theory). 
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Fig.  8;  Shock  front  temperature  decay  for  series  1  (170  mJ),  series  2  (130  mJ)  and  series  3  (65 
mJ)  with  equivalent  inset  in  log-log  plot. 
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Fig.  9;  Temporal  optical  emission  intensity  from  laser-induced  plasma  for  series  1  (170 
series  2  (130  mJ)  and  series  3  (65  mJ)  with  equivalent  inset  in  log-scale  plot. 
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(Reeeived 

An  atmospherie  pressure  resistive  barrier  air  plasma  jet  is  designed  to  inaetivate  baeteria  in 
aqueous  media  in  direet  and  indireet  exposure  modes  of  treatment.  The  resistive  barrier  plasma 
jet  is  designed  to  operate  at  both  DC  and  standard  50-60  Hz  low  frequeney  AC  power  input  and 
the  ambient  air  at  50%  humidity  level  was  used  as  the  operating  gas.  The  voltage-eurrent 
eharaeteristies  of  the  plasma  jet  were  analyzed  and  the  plasma  power  was  measured  to  be  26 
Watt.  The  plasma  jet  rotational  temperatures  (Tj-ot)  are  obtained  from  the  optieal  emission 
speetra,  from  the  N2C-fi(2+)  transitions  by  matehing  the  experimental  speetrum  results  with  the 
SPECAIR  simulation  speetra.  The  reaetive  oxygen  and  nitrogen  speeies  were  measured  using 
optieal  emission  speetroseopy  and  gas  analyzers,  for  direet  and  indireet  treatment  modes.  The 
nitrie  oxides  (NO)  were  observed  to  be  the  predominant  long  lived  reaetive  nitrogen  speeies 
produeed  by  the  plasma.  Three  different  baeteria  ineluding  Staphylococcus  aureus  (Gram¬ 
positive),  Escherichia  coli  (Gram-negative)  and  Neisseria  meningitidis  (Gram-negative)  were 
suspended  in  an  aqueous  media  and  treated  by  the  resistive  barrier  air  plasma  jet  in  direet  and 
indireet  exposure  modes.  The  results  show  that  a  near  eomplete  baeterial  inaetivation  was 
aehieved  within  120  seeond  for  both  direet  and  indireet  plasma  treatment  of  S.  aureus  and  E.  coli 
baeteria.  Conversely,  a  partial  inaetivation  of  N.  meningitidis  was  observed  by  120  seeond  direet 
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plasma  exposure  and  insignifieant  inaetivation  was  observed  for  the  indireet  plasma  exposure 
treatment.  Plasma  indueed  shifts  in  N.  meningitidis  gene  expression  was  analyzed  using  pilC 
gene  expression  as  a  representative  gene  and  the  results  showed  a  reduetion  in  the  expression  of 
the  pile  gene  eompared  to  untreated  samples  suggesting  that  the  observed  proteetion  against  NO 
may  be  regulated  by  other  genes. 

‘‘^Author  to  whom  eorrespondenee  should  be  addressed.  Eleetronic  mail;  magesh@tamuce.edu. 
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1.  INTRODUCTION 


In  recent  years,  there  has  been  a  significant  interest  in  the  development  of  new 
atmospheric  pressure  plasma  sources  and  their  characterization  for  integration  in  various 
biomedical  applications/'"^  Particularly  the  bacterial  inactivation  in  aqueous  media  by 
atmospheric  pressure  plasmas  is  gaining  significant  and  widespread  importance  as  an  efficient 
sterilization  technology  compared  to  the  current  conventional  decontamination  methods.  The 
bacterial  contamination  of  water  and  other  aqueous  media  is  a  predominantly  significant  concern 
to  society  as  there  are  more  than  100  different  types  of  bacteria,  viruses  and  microorganisms 
living  in  aqueous  media.  ^  The  traditional  bacterial  inactivation  methods  in  liquids  are  based  on 
heat  treatment,  or  chemical  treatments  with  exposure  to  chlorine,  or  UV  radiation  methods  or  in 
combinations  of  these.  These  currently  used  conventional  sterilization  methods  are  not  suitable 
for  heat  and  drug  resistant  bacteria  and  they  also  suffer  by  several  drawbacks  including  the 
complex  processes  involved,  unsuitability  to  heat  sensitive  materials  accompanied  with  liquids, 
emission  of  toxic  residual  gases  or  radiation  health  safety  issues.^  Consequently,  there  is  a 
substantial  need  for  an  efficient  and  alternative  sterilization  technique  for  aqueous  media  such  as 
water.  The  development  of  new  atmospheric  pressure  plasma  sources  which  produces  partially 
ionized  gases  containing  wide  range  of  radicals  and  key  inactivation  chemical  active  species 
such  as  nitric  oxides  (NOx  and  NxOy),  singlet  oxygen,  ozone  (O3),  active  hydroxyl  (OH)  radicals, 
reactive  oxygen  species  (ROS),  reactive  nitrogen  species  (RNS),  UV  radiation,  charged  particles. 
The  plasma  based  inactivation  of  bacteria  on  solid  surfaces  is  widely  researched,^  using  a  range 
of  operating  gases  mostly  using  helium  or  argon  as  the  carrier  gas,  however  there  remains  limited 
investigation  on  the  inactivation  of  bacteria  in  aqueous  environments  using  atmospheric  pressure 
plasmas  particularly  using  ambient  air  as  the  operating  gas. 
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The  antimicrobial  efficacy  of  plasmas  depends  on  the  type  of  the  plasma  source  and 
mechanism  of  plasma  generation.  Recently,  different  non-thermal  atmospheric  pressure  plasma 
sources  with  varying  geometries,  excitation  frequencies  and  operating  gases  have  been 
developed  for  biomedical  applications.  '  The  plasma  sources  particularly  reported  for 
biological  decontamination  includes  DC  or  Pulsed  coronas,  capacitive  coupled  dielectric  barrier 
discharges  (DBD),  atmospheric  pressure  plasma  jets  and  microwave  driven  micro  plasma 
sources."'*"^  Among  these  types  of  plasma  sources  the  atmospheric  pressure  plasma  jets  have 
gained  much  interest  in  the  recent  past  due  to  its  ability  to  penetrate  into  narrow  gaps  with  high 
aspect  ratio  for  biomedical  applications  with  complex  3D  surface  geometries,  capillaries  and 
microstructure  dental  cavities.  '  Atmospheric  pressure  plasma  jets  can  be  utilized  in  direct  or 
remote  mode;  however,  most  of  the  application  works  in  direct  plasma  treatment  and  its  high 
etch  rate  results  in  destruction  of  the  microorganisms  in  surfaces. Most  of  the  recently 
reported  atmospheric  pressure  plasma  jets  primarily  use  gases  such  as  helium  or  argon  as  the 
operating  gas  with  or  without  oxygen/nitrogen  admixtures.  Conversely,  there  has  been  an 
increasing  interest  on  atmospheric  plasmas  using  ambient  air  as  the  operating  gas  particularly  for 
remote  and  military  applications  intended  for  bacterial  decontamination.  Portability  of  the 
plasma  source  and  its  ability  to  operate  in  either  battery  (DC)  powered  or  standard  50-60Hz  low 
frequency  AC  power  is  also  critical  for  such  remote  applications.  Another  key  question  that  may 
arise  regarding  the  inactivation  of  bacteria  in  liquid  suspension  is,  if  the  plasma  induced  active 
species  such  as  the  nitric  oxides  (NO)  produced  by  the  plasma  would  be  able  to  diffuse  into 
liquid  media.  It  was  noted  in  a  previous  study  that  NO  can  diffuse  into  liquid  media  such  as 
water  and  saline.  Similarly,  it  was  reported  that  gliding  arc  plasma  was  directed  over  water, 
which  activated  the  water  with  plasma  chemistries  and  it  was  successful  in  bacterial 
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inactivation.  Another  reason  for  utilizing  the  aqueous  suspension  model  for  baeterial 
inactivation  was  that  bacterial  growth  and  infeetion  inside  a  wound,  eavity,  or  nasal  passage  (in 
the  case  of  N.  meningitidis)  would  not  be  on  a  completely  dry  surface.  This  work  presents  the 
design  and  characterization  results  of  our  newly  developed  portable  and  light  weight  atmospherie 
pressure  resistive  barrier  (RB)  air  plasma  jet  in  direet  and  indireet  treatment  modes.  The  bacterial 
inactivation  in  aqueous  media  were  tested  using  the  RB  plasma  jet  on  three  different  infectious 
bacteria  ineluding  Staphylococcus  aureus  (Gram-positive),  Escherichia  coli  (Gram-negative)  and 
Neisseria  meningitidis  (Gram-negative)  in  both  direct  and  indirect  modes  and  the  results  are 
presented. 

II.  EXPERIMENT 

A.  Atmospheric  pressure  resistive  barrier  air  plasma  jet 

The  sehematie  representation  of  the  atmospheric  pressure  resistive  barrier  (RB)  air 
plasma  jet  is  shown  in  Fig.  1(a),  together  with  an  image  of  the  air  plasma  jet.  Basically,  the  RB 
plasma  jet  consists  of  central  deionized  water  cooled  cylindrical  electrode  surrounded  by 
deionized  water  eooled  high  density  alumina  ceramic  resistive  coating.  The  central  electrode 
whieh  is  approximately  1  cm  diameter  and  10  cm  long  is  surrounded  by  a  double  layer  hollow 
ground  eleetrode  separated  by  an  electrode  gap  spaee  of  2  mm.  Discharge  streamers  are  formed 
between  the  high-voltage  resistive  eleetrode  and  the  ground  eleetrode.  With  applying  enough 
voltage,  the  air  passing  through  the  RB  plasma  jet  gets  ionized  and  exits  through  a  2  mm  pinhole 
type  opening  at  the  tip  of  the  plasma  souree  generating  a  stable  plasma  jet  and  a  continuous  flow 
of  active  speeies  such  as  ROS  and  RNS.  The  discharge  streamers  formed  in  the  eylindrical 
hollow  electrode  configuration  are  dynamic  with  respect  to  its  location  between  the  eleetrodes. 
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which  also  assists  in  preventing  loealized  heating  and  arc  formation.  The  presented  RB  plasma 
jet  is  developed  based  on  the  principles  of  large  volume  non-thermal  resistive  barrier  discharge 
(RBD)  '  and  ean  be  used  in  both  direct  and  indirect  plasma  exposure  modes  as  shown  in  Fig. 
1(b).  Direct  exposure  of  plasma  involves,  exposure  of  plasma  directly  on  to  a  target  treatment 
surfaee  whereas  the  indireet  plasma  exposure  involves,  exposure  of  only  the  ROS  and  RNS 
generated  by  the  plasma  instead  of  the  plasma  itself,  thus  eliminating  the  effeet  of  any  possible 
UV  radiation  produeed  by  plasma.  For  the  indirect  exposure  method  the  coneentrations  of  the 
nitrie  oxides  are  preserved  by  reducing  the  plasma  temperature  rapidly  through  a  separate 
external  small  efficient  cooling  unit. 

The  RB  plasma  jet  operates  in  both  DC  and  low  frequeney  AC,  sueh  as  the  standard 
operating  voltages  120  V/60  Hz  and  230  V/50  Hz.  The  power  supply  is  stepped-up  with  using  a 
transformer  (6  kV,  30  mA  (max)).  In  addition,  the  power  supply  unit  also  houses  transistor- 
transistor  logic  (TTL)  and  relay  controls  to  select  between  AC  and  DC,  and  power  levels  and 
flow  controls.  The  RB  plasma  jet  uses  atmospherie  pressure  air  as  the  operating  gas.  A  12  V  DC 
air  compressor  is  used  to  foree  the  air  through  the  eleetrode  gap  spaee  of  the  RB  plasma  jet. 
Thus,  the  plume  length,  plasma  power  and  ROS  including  nitric  oxides  at  the  tip  of  the  handheld 
plasma  jet  tip  are  eontrolled  and  maintained.  The  power  supply  unit  also  contains  a  mini  12  V 
DC  water  pump  (Geo-Inline)  for  cooling  the  eleetrodes  in  the  handheld  plasma  probe  unit  as  well 
as  the  optional  external  eooling  unit.  The  entire  RB  plasma  source  is  very  eompact,  portable  and 
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light  weight.  It  is  constructed  to  fit  within  12x10x10  inch  portable  metallic  case  and  the 
entire  power  supply  and  RBS  plasma  souree  weighs  approx.  20  lbs. 
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B.  Diagnostics 


The  voltage  applied  to  the  high-voltage  eleetrode  is  measured  using  a  high  voltage  probe 
(Tektronix  P6015A)  and  the  discharge  current  is  measured  using  a  current  probe  (Tektronix 
TCP202).  The  voltage-current  waveforms  are  recorded  using  a  2  GHz  digital  oscilloscope 
(Tektronix  TDS3034C).  Accurate  measurement  of  gas  temperatures  of  the  RB  plasma  jet  is  a 
significant  experimental  challenge.  Due  to  electrical  interference  using  conventional 
thermocouple  inside  the  discharge  can  lead  to  inaccurate  measurements.  Therefore,  the  optical 
emission  spectroscopy  ’  was  employed  to  measure  the  rotational  gas  temperature  (T^ot)  of  the 
plasma  jet  using  a  high  resolution  narrow  band  (0.004  nm  resolution)  monochromator  (Acton 
Research,  Model;  SP-2750)  coupled  with  a  fast  gating  Andor  iStar  ICCD  (ANDOR,  DH  734). 
This  system  has  a  near-Lorentzian  slit  function  with  a  half-maximum  width  of  0.2  nm  when  the 
grating  density  was  set  to  1200  lines/mm.  A  high-temperature  ceramic  fiber-insulated-wire 
thermocouple  probe  capable  of  measuring  temperatures  up  to  1400  °C  was  used  to  measure  the 
temperature  of  the  downstream  jet  when  plasma  emission  ends  after  approximately  2.5  cm.  The 
parts  per  million  (ppm)  concentration  of  the  ROS  and  RNS  including  nitric  oxides  at  different 
spatial  distances  from  the  tip  of  the  plasma  jet  was  measured  using  two  gas  sensors  namely 
NOXCANg  and  Testo  350  M/XL  gas  analyzers. 

C.  Bacterial  sample  preparation  and  plasma  treatment  procedure 

Bacterial  samples  of  S.  aureus  (ATCC  259231),  E.  coli  (ATCC  117751),  and  N. 
meningitidis  serogroup  C  (ATCC  700532)  were  obtained  from  ATCC  (Manasses,  VA).  Bacterial 
cultures  of  S.  aureus  (ATCC  259231)  and  E.  coli  (ATCC  117751)  were  grown  overnight  on 
Tryptic  Soy  agar  (BD,  Franklin  Lakes,  NJ)  plate  overnight  at  37°C  in  5%  CO2.  N.  meningitidis 
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was  grown  overnight  on  GC  medium  (BD,  Franklin  Lakes,  NJ)  plate  supplemented  with  Thayer- 
Martin  supplement  I  and  supplement  II  (Sigma- Aldrich,  St.  Louis  MO)  overnight  at  37°C  in  5% 
CO2.  Bacteria  was  collected  from  overnight  cultures  using  an  inoculating  loop  and  placed  into  20 
ml  of  Mueller  Hinton  broth  (MHB)  (BD,  Franklin  Lakes,  NJ).  Bacterial  cultures  in  suspension 
were  adjusted  with  sterile  MHB  to  an  OD  at  595  nm  (OD595)  =  0.2  (Spectronic  Genesys  5 
Spectrophotometer,  Madison,  WI)  and  allowed  to  incubate  (37°C,  5%  CO2)  till  reaching  an 
OD595  =  0.4.  N.  meningitidis  suspensions  included  agitation  by  a  plate  mixer  (-100  rpm).  After 
reaching  the  selected  density,  13x100  glass  culture  tube  were  fdled  with  5ml  of  bacterial 
suspension  and  treated  to  regime  of  either  0,  30,  60,  or  120  seconds  of  maximum  power  and  flow 
rate  of  RB  plasma  jet  in  direct  or  indirect  treatment  modes  by  fixing  the  plasma  jet  exit  above  the 
surface  of  the  media  at  a  distance  of  approximately  5cm.  Control  suspension  samples  pH  was 
monitored  before  and  after  30,  60,  and  120  seconds  of  direct  and  indirect  RB  plasma  jet 
treatment  using  S20  SevenEasy  pH  meter  (Mettler-Toledo,  Columbus,  OH).  Bacterial  density 
was  monitored  over  a  period  of  24  hours  and  OD595  readings  were  recorded.  The  efficacy  of  the 
inactivation  was  determined  by  making  serial  dilutions  of  untreated  and  treated  samples  and 
plating  them  on  agar  plates.  Three  independent  experiments  were  performed  and  data  were 
collected  for  the  analysis  of  post-treatment  bacterial  growth  means  over  time. 

D.  Messenger  RNA  analysis  by  quantitative  real  time-PCR 

Real  time  polymerase  chain  reaction  (RT-PCR)  analysis  can  provide  information  about 
the  presence  and  quantity  of  a  specific  gene  within  a  cell.  Cells  such  as  bacteria  can  recognize 
external  stimuli  such  as  NO  produced  by  the  RB  plasma  jet  and  react  accordingly  to  alter  its 
metabolic  processes  through  gene  regulation  to  respond  to  the  stimuli.  Cultures  of  N. 
meningitidis  were  prepared  as  described  above  and  the  untreated  and  60  second  direct  plasma 
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treated  samples  were  ineubated  at  37°C,  5%  CO2.  Baeterial  RNA  was  harvested  from  eaeh 
sample  eulture  at  2  hour  post  treatment  using  a  Qiagen  RNeasy  minikit.  Purified  mRNA  was 
quantitated  via  Nanodrop  with  appropriate  standards.  eDNA  synthesis  and  quantitative  PCR 
were  done  using  the  Superseript  III  Platinum  SYBR  Green  two-step  qRT-PCR  kit  (Invitrogen) 
on  an  Cepheid  Smart  Cyeler.  The  relative  expression  of  pilC  was  normalized  to  that  of  16S  gene, 
whieh  served  as  an  internal  eontrol.  The  qRT-PCR  experiments  were  done  in  triplieate  with 
independently  isolated  RNA  samples. 

III.  RESULTS  AND  DISCUSSION 

A.  Electrical  characterization  of  the  RB  plasma  jet 

The  eleetrieal  properties  of  the  diseharge  are  obtained  using  voltage-eurrent  eharaeterization.  The 
diseharge  is  initiated  by  applying  a  suffieient  voltage  between  eleetrodes  at  whieh  the  air 
between  eleetrodes  breaks  down  and  results  in  a  self-sustained  plasma  jet  maintained  by  applied 
voltage  of  the  power  supply.  Figure  2  shows  the  voltage-eurrent  waveform  of  the  RB  plasma  jet. 
The  positive  and  negative  half  periods  of  the  applied  voltage  are  not  symmetrieal  due  to  the 
existenee  of  only  one  resistanee  between  the  eleetrodes.  It  ean  be  seen  from  Fig.  2  that 
breakdown  of  air  in  atmospherie  pressure  resistive  barrier  plasma  jet  resulting  in  several  eurrent 
filaments  ealled  miero-diseharges  whieh  are  randomly  spread  in  time  and  spaee.  The  maximum 
voltage  and  eurrent  values  are  approximately  20  kV  and  3  mA  on  the  positive  half  period  of  the 
applied  voltage,  eorrespondingly.  Using  the  voltage-eurrent  waveforms,  the  average  power 

dissipated  in  the  diseharge  is  ealeulated  by  integrating  the  produet  of  the  diseharge  voltage  and 
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eurrent  over  one  eyele;  aeeording  to  the  following  equation  (T  =  period  of  the  diseharge). 

W=  (1) 
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and  the  average  plasma  power  is  measured  to  be  26  W. 


B.  Optical  emission  spectroscopy 

The  rotational  temperature  of  the  RB  plasma  jet  was  measured  using  the  optieal  emission 

spectroseopy.  The  rotational  temperature  and  plasma  gas  temperature  ean  be  eonsidered 
equivalent  if  there  is  a  small  energy  gap  between  the  rotational  levels  eompared  with  that  of  the 
vibrational  or  eleetronie  energy  levels  and  in  the  presence  of  thermal  equilibrium  between  the 
translational  and  rotational  degrees  of  freedom.  A  local  thermodynamic  equilibrium  (LTE) 
condition  has  been  assumed  and  emission  spectra  of  the  plasma  jet  were  used  for  gas  temperature 
determination. 

The  commonly  used  technique  to  estimate  rotational  temperature  is  based  on  finding  the 
best  fit  between  experimental  and  simulated  emission  spectra  of  the  second  positive  system  of  N2 
and  considering  the  plasma  gas  temperature  equivalent  with  rotational  temperature  of  N2  {Trot)- 
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In  this  section,  the  spectral  lines  of  the  nitrogen  second  positive  system  (SPS),  (NiiC-B)  (CHS 
n)  (2+)),  is  used  to  determine  the  rotational  temperature  distribution  of  nitrogen  SPS  with 
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SPECAIR  software.  SPECAIR  is  computer  simulation  software  developed  by  Eaux  et.  al.  on 
the  basis  of  the  Non-Equilibrium  Air  Radiation  code  (NEQAIR)  by  Park.  The  rotational 
temperature  distribution  of  the  N2  SPS,  in  the  afterglow  of  the  RB  plasma  jet  was  determined  on 
the  basis  of  simulation  of  experimental  spectra  in  the  range  of  region  364-383  nm.  Pitting  of  the 
spectra  is  carried  out  with  one  rotational  temperature,  and  taking  into  account  the  instrumental 
function  of  the  spectrometer.  The  experimental  spectra  were  compared  to  the  simulated  spectra 
with  various  rotational  temperatures.  The  rotational  temperature  for  the  best  fitting  between 
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simulated  and  experimental  speetra  was  determined  as  the  gas  temperature.  The  experimental 
and  simulated  speetra  of  N2  seeond  positive  system  are  presented  in  Fig.  3. 

The  results  indieate  the  rotational  temperature  for  air  discharge  at  a  distance  of  0.2  cm 
from  the  nozzle  is  3050  °C.  The  drops  to  2100  °C  at  0.8  cm  and  continue  to  decrease  to  1500 
C  at  1.5  cm  and  to  1050  °C  at  2  cm  away  from  the  nozzle.  The  rotational  temperature  of  nitrogen 
is  significantly  smaller  at  2  cm  away  from  the  nozzle  than  the  one  of  0.2  cm  from  the  jet  exit. 
This  clearly  indicates  that  the  nozzle  acts  as  an  efficient  heat  source  for  the  plasma  jet.  Nitrogen 
line  emissions  drop  significantly  after  2  cm  (plasma  plume  length  is  2.5  cm)  from  the  tip  of 
electrode  along  the  axis  and  beyond  which  the  gas  temperature  estimation  by  OES  based 
rotational  temperature  estimation  is  challenging.  However,  the  long  life  active  species  such  as 
the  ROS  and  RNS  produced  by  the  plasma  jet  can  still  propagate  further  in  to  the  surrounding  air 
(NOx  concentration  was  measured  to  be  '-900  ppm  at  10  cm  away  from  nozzle)  and  are  important 
active  species  particularly  for  the  biomedical  applications.  Therefore  the  downstream  gas 
temperatures  beyond  the  plasma  emission,  which  is  from  2  cm  of  the  plasma  jet  exit  onwards, 
were  measured  by  using  a  high-temperature  ceramic  fiber-insulated-wire  thermocouple  probe. 
The  Fig.  4  shows  the  axial  temperature  measurements  of  the  RB  plasma  jet  before  attaching  the 
cooling  unit.  As  seen  in  Fig.  4,  the  gas  temperatures  decrease  at  a  much  slower  rate  after 
approximately  5  cm  from  the  nozzle.  The  high  gas  temperatures  obtained  from  N2  rotational 
temperature  is  due  to  excitation  of  N2  to  high  rotational/vibrational  levels  and  the  excited  N2 
species  are  generated  in  the  plasma  jet.  However,  plasma  gas  temperature  drops  down  very  fast 
at  the  end  of  the  jet’s  plume.  The  temperature  of  the  plasma  plume  at  the  exit  rea  hes  >2500  °C 
sufficient  enough  to  generate  nitric  oxides.  When  the  external  cooling  units  were  added  the  gas 
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temperatures  were  brought  elose  to  room  temperature  at  the  tip  of  the  handheld  plasma  source 
unit. 

C.  Measurements  of  long  lived  active  plasma  species 

RB  plasma  jet  produces  wide  range  of  active  species  such  as  radicals,  electrons,  atoms,  ions, 
molecules,  ROS  and  RNS  etc.  These  plasma  species  contributes  to  the  biological  cell  interactions 
and  inactivation  of  the  bacteria.  The  concentrations  of  the  ROS  and  RNS  produced  by  the  plasma 
jet  with  and  without  the  cooling  unit  are  measured  using  gas  analyzers.  The  majority  of  the  short 
lived  ions  will  recombine  before  it  exits  through  the  cooling  unit  and  at  this  stage  several  long 
lived  gas  species  and  other  parameters  were  monitored,  including  O2,  O3,  CO,  COiow,  NO/NO2, 
NOiow,  NOx,  C02(infrared),  SO2,  HC,  H2S,  temperature,  pressure,  flow,  velocity,  efficiency,  mass, 
etc.  Based  on  the  results  we  observed  that  nitric  oxides  are  the  predominant  long  lives  species 
produced  by  the  RB  plasma  jet  and  some  trace  of  O3.  The  nitric  oxide  formation  is  a  reversible 
plasma  chemical  reaction  and  it  can  be  expressed  as 

iV2  +  O2  ^  2NO  -  AE  (2) 

The  decaying  concentration  of  the  nitric  oxides  from  the  plasma  jet  can  be  used  as 
reference  for  the  treatment  distance  between  the  biological  cells  and  the  plasma  source  tip.  The 
background  NOx  concentration  are  measured  using  NOxCANg  module  at  various  timings  and  at 
standard  laboratory  conditions  well  before  the  plasma  source  was  operated  and  it  was  measured 
to  be  less  than  0.5  ppm. 

The  NOx  concentration  measurements  are  carried  out  at  20  data  sets  separated  by  1  min 
with  1  second  acquisition  time  at  different  distances.  For  consistency  in  the  concentration 
measurements,  three  other  sampling  timings  such  as  10,  30  and  60  second  are  tested  in  addition 
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to  1  second  acquisition  time.  Figure  5  shows  the  NOx  concentration  at  different  distance  with 
different  acquisition  times.  As  can  be  seen,  the  concentration  of  NOx  species  is  consistent  for 
various  gas  a  quisition  integration  times  at  various  distan  es  from  plasma  jet’s  nozzle. 

The  NOx  concentrations  of  the  plasma  jet  with  and  without  the  cooling  unit  are  measured 
at  various  axial  distances  from  the  tip  and  the  results  are  shown  in  Fig.  6.  The  measurements 
shows  that  the  NOx  concentration  peaks  at  the  electrode  tip  as  expected  and  the  NOx 
concentration  was  measured  to  be  in  the  rage  of  500-660  ppm  at  5  cm  from  the  plasma  jet  exit 
without  the  cooling  unit.  The  concentration  drops  to  half  of  its  initial  value  at  -'20cm  and  it 
continue  to  drop  to  -100  ppm  at  60  cm  and  at  100  cm  distance  from  the  tip  the  concentration  was 
very  low  (<10  ppm).  In  addition,  the  Fig.  6  shows  the  NOx  concentrations  for  plasma  jet  with 
cooling  unit  (circles)  and  it  was  observed  that  the  NOx  concentration  after  the  cooling  unit  was 
higher  (-950  ppm)  compared  to  that  of  plasma  jet  without  cooling  unit  (-615  ppm),  this  was  due 
to  the  fact  that  plasma  jet  diffuses  out  after  it  exits  from  the  nozzle  whereas  the  probe  diameter 
after  the  cooling  unit  is  very  small  like  a  pinhole  arrangement  with  1  mm  diameter  opening 
leading  to  increased  concentration. 

NOx  is  composed  of  two  components  such  as  the  mono-nitrogen  oxides  or  nitric  oxides 
(NO)  and  nitrogen  dioxide  (NO2).  In  order  to  measure  the  individual  concentration  levels  of  NO 
and  NO2  a  different  diagnostic  tool  was  realized  using  a  gas  analyzer  (Testo  350  M/XL)  capable 
of  identifying  and  characterizing  over  several  molecular  gases  including  NO  and  NO2.  Table  1 
shows  the  concentrations  of  NO  and  NO2  produced  by  the  plasma  jet  without  the  cooling  unit  and 
the  Table  2  shows  the  concentrations  of  NO  and  NO2  produced  by  the  plasma  jet  with  external 
cooling  unit.  In  both  cases,  the  concentration  of  NO2  was  much  lesser  compared  to  that  of  NO  by 
an  order  of  magnitude  or  higher.  The  ppm  concentration  of  NO  is  at  the  preferred  level  for  a 
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wide  range  of  standard  biomedieal  treatment  applieations.  The  ppm  eoneentration  of  NO2  is 
below  the  OSHA  safety  standards. 

The  formation  of  different  aetive  speeies  produeed  in  air  plasmas  involves  very  eomplex 
plasma  ehemistries.  At  such  a  relatively  high  gas  temperature  different  nitrogen  oxides  products 
are  formed  from  N2  and  O2  reactions.  The  O2  concentration  affects  the  production  of  NOx 
species  air  discharges  and  tt  has  been  shown  that  a  threshold  value  of  O2  concentration  (5%)  is 
necessary  for  production  of  different  NOx  species.  ’  In  such  a  plasma  condition,  NO2  will  be 
produced  from  N2  and  O2  in  the  discharge  based  on  the  following  reactions. 


N2  ^2N 

AG°  = 

+911.1  kj. 

(3) 

N  +  O2  NO2 

AG°  = 

—404.3  kj. 

(4) 

N  +  O2  +  0 

AG°  = 

—137.3  kj. 

(5) 

Although  NO2  production  is  more  favorable  than  NO  production,  NO2  decomposes 
according  to  following  reactions  and  produces  additional  NO  species. 

NO2  ^  N  +  O2  AG°  =  +404.3  k].mol-^  (6) 

NO2  ^NO  +  0  AG°  =  +267.0  (7) 

Thus,  considering  both  process  of  NO  formation;  such  as  from  N2  and  O2  (according  to 
reactions  3  and  5)  and  from  decomposition  of  NO2  (reaction  7),  results  in  a  higher  NO 
concentration  compared  to  NO2  along  the  plasma  jet  (see  Table  1-2).  Such  processes  are 
observed  in  other  thermal  plasmas  as  well. 


D.  Direct  versus  indirect  bacterial  inactivation  in  liquid  environment 

Plasma  treatments  on  bacterial  cultures  of  S.  aureus,  E.  coli,  and  N.  meningitidis  were  done  using 
direct  and  indirect  methods.  The  demonstration  of  bacterial  inactivation  and  its  quantitative 
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analysis  were  done  by  optical  density  (OD)  measurements  using  UV-VIS  spectrometer  tested  at 
595  nm.  Considering  the  OD  value  proportional  with  the  concentration  of  the  detected  bacteria, 
we  determined  the  inactivation  of  the  bacterial  growth.  The  pH  measurements  of  the  plasma 
treated  samples  showed  similar  values  as  the  untreated  samples. 

The  Fig.  7(a)  demonstrate  that  with  direct  plasma  treatment,  S.  aureus  suspensions  reached  a 
mean  maximum  density  over  a  24  hour  period  of  OD595  =  1.418,  OD595  =  1.283,  and  OD595  = 
0.137,  with  increasing  direct  treatment  of  RB  plasma  jet  times  of  30s,  60s,  and  120s, 
respectively,  while  untreated  S.  aureus  bacterial  suspensions  resulted  with  a  mean  maximum 
density  measurement  of  OD595  =1.964.  The  results  show  that  the  S.  aureus  suspended  in  aqueous 
media  were  inactivated  with  60s  of  direct  exposure  of  RB  plasma  jet.  Similarly,  E.  coli  displayed 
similar  trends  as  S.  aureus  suspensions  as  shown  in  Fig.  7(b).  The  untreated  E.  coli  suspensions 
reached  a  mean  maximum  density  over  a  24  hour  period  of  OD595  =  3.305.  The  OD595  mean 
maximum  density  readings  over  a  24  hour  period  of  E.  coli  with  30s  and  60s  of  direct  treatment 
of  RB  plasma  jet  reached  OD595  =  2.77  and  OD595  =  1.084,  respectively,  showing  partial 
inactivation.  Whereas,  the  E.  coli  suspensions  with  direct  treatment  of  RB  plasma  jet  for  120s 
displayed  a  radically  lower  OD595  with  the  mean  maximum  density  reading  over  a  24  hour  period 
reaching  OD595  =  0.259.  The  inactivation  efficacy  of  the  S.  aureus  and  E.  coli  by  the  RB  plasma 
jet  direct  treatment  of  120s  at  5  cm  distance  was  further  corroborated  with  1x10'^  serial  dilution 
and  100  pi  plating  of  cultures  on  agar  plates  as  shown  in  Fig.  8(a)  and  (b).  As  shown  in  Fig  7(c), 
the  direct  treatment  of  RB  plasma  jet  on  N.  meningitidis  suspensions  showed  a  different  density 
pattern  compared  to  E.  coli  and  S.  aureus  suspensions.  The  OD595  mean  maximum  density 
readings  over  24  hour  period  of  N.  meningitidis  with  30s,  60s,  and  120s  of  direct  treatment  of  RB 
plasma  jet  reached  OD595  =  1.26,  OD595  =  1.32,  and  OD595  =  0.451,  respectively.  Untreated 
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suspensions  of  N.  meningitidis  displayed  a  mean  maximum  density  measurement  of  OD595  = 


1.185. 


The  indirect  plasma  treatment  involves  exposure  of  only  the  long  lived  active  species 
(ROS  and  RNS)  generated  by  the  plasma  instead  of  the  plasma  itself,  thus  excluding  the  effect  of 
any  possible  UV  radiation  produced  by  plasma.  It  has  been  researched  that  under  same  treatment 
condition,  a  direct  plasma  treatment  is  an  order  of  magnitude  faster  than  indirect  treatment  by 
plasma  active  agents  such  as  bombardment  of  the  surface  of  a  microorganism  by  charged 

•5  •5 

particles  in  the  primary  inactivation  mechanism.  In  the  RB  plasma  jet  indirect  exposure  method 
the  concentrations  of  the  nitric  oxides  are  preserved  by  reducing  the  plasma  temperature  rapidly 
through  a  separate  external  small  efficient  cooling  unit.  Utilizing  the  maximum  time  of  direct 
exposure  of  RB  plasma  jet  treatment  at  which  the  lowest  densities  were  seen  in  S.  aureus,  E.  coli, 
and  N.  meningitidis  suspensions,  we  found  that  120s  of  indirect  exposure  of  RB  plasma  jet 
treatment  greatly  reduced  the  densities  of  S.  aureus  and  E.coli  and  with  mean  maximum  densities 
over  a  24  hour  period  reaching  OD595  =  0.693  and  OD595  =  0.130,  respectively;  as  compared  to 
untreated  controls  as  shown  in  Fig.  9(a)  and  (b).  As  suspected,  the  120s  of  indirect  RB  plasma  jet 
treatment  of  N.  meningitidis  suspensions  did  not  impact  the  density  as  determined  with  the  mean 
maximum  density  over  a  24  hour  period  reading  of  OD595  =  1.187,  similar  to  the  untreated 
control  as  shown  in  Fig  9(c).  Eventually  the  inactivation  of  N.  meningitidis  can  be  expected  since 
its  close  relative  N.  gonnorhea  with  similar  characteristics  was  effectively  inactivated  after  at 
least  4  min  of  plasma  treatment. 

The  comparative  bacterial  growth  inactivation  results  by  the  direct  and  indirect  RB 
plasma  jet  treatments  are  presented  in  Fig.  10.  Variable  differences  in  the  amount  of  plasma 
exposure  required  to  inactivate  different  strains  of  bacteria  has  been  repeatedly  reported  but  of 
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greater  interest  is  variable  resistanee  to  inaetivation  amongst  baeteria  of  the  same  species  as  seen 
with  S.  aureus  and  determined  in  N.  gonnorhea  .  The  identified  variability  in  bacterial 
resistance  to  plasma  as  seen  in  this  study  and  previously  reported  studies  suggest  that  some 
bacteria  may  be  incorporating  mechanisms  to  ameliorate  some  of  the  plasma  effect.  In  the  use  of 
direct  plasma  inactivation  of  bacterial  growth,  N.  meningitidis  required  greater  plasma  exposure 
to  allow  for  its  inactivation,  while  there  was  no  apparent  inactivation  by  indirect  plasma 
treatment.  As  indicated  in  Table  1  and  2,  NO  is  a  major  component  of  the  long  lived  species 
produced  by  the  RB  plasma  jet.  N.  meningitidis  is  normally  found  in  the  moist  tissues  of  the  NO 
rich  environment  of  the  nasal  passages.  Furthermore  N.  meningitidis  is  known  for  its  ability  to 
impede  host  cell  defenses  against  removing  the  bacteria  through  inhibition  of  NO  induction  cell 
suicide.  We  can  only  allude  to  the  incorporation  of  these  mechanisms  as  a  factor  that  provided 
tolerance  toward  indirect  plasma  treatment  consisting  of  high  levels  of  nitric  oxide  for  N. 
meningitidis  as  compared  to  successful  decreases  in  densities  seen  in  E.  coli  and  S.  aureus. 
Although  the  results  signify  that  N.  meningitidis  might  be  metabolizing  NO,  further  metabolic 
measurements  may  be  required  in  order  to  confirm.  Alternately,  the  ability  of  plasma  to  affect 
bacterial  gene  expression  has  been  previously  described  with  E.  coli  treated  with  direct  plasma 
demonstrating  significant  changes  in  gene  expression  of  genes  that  control  the  bacterial  defense 
against  oxidative  stress. Similarly,  a  pilC  gene  expression  analysis  of  N.  meningitidis  was 
performed  for  60  second  direct  treatment  of  RB  plasma  jet.  The  pilC  gene  is  widely  known  for 
directing  the  production  of  PilC  protein  that  is  the  primary  adhesin  allowing  for  the  bacteria  to 
bind  to  the  semi-aqueous  mucosal  layer  inside  the  nose  and  throat."^'  The  results  indicate  that,  60 
seconds  of  direct  plasma  treatment  has  a  4  fold  reduction  in  the  relative  expression  of  the  pilC 
gene  as  compared  to  the  untreated  sample  as  shown  in  Fig.  11.  The  values  were  determined  after 
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correcting  the  gene  expression  using  the  internal  16S  control.  The  16S  control  gene  is  a  standard 
functional  gene  within  the  bacteria  whose  expression  level  is  normally  constant.  The  values 
represent  mean  ±  standard  deviations.  We  can  derive  from  previous  reports  that  demonstrated  an 
increase  in  the  levels  of  NO  in  cultures  of  N.  meningitidis  results  in  an  increase  in  expression  of 
genes  involved  with  protection  against  Therefore,  the  change  in  gene  expression  of  pilC 

suggests  that  other  genes  involved  with  protection  against  NO  are  also  variably  affected  by  direct 
plasma  treatment.  The  NO  detoxification  mechanisms  found  in  the  bacterial  species  used  in  this 
study  were  originally  detected  as  a  bacterial  defense  response  against  host  cell  nitrosative 
stress."^’"^^  The  presence  of  bacterial  bio-physical  mechanisms  that  may  provide  the  capabilities  to 
resist  specific  plasma  chemistries  as  observed  with  N.  meningitidis  highlights  a  research  prospect 
for  plasma  treatment  of  infected  wounds.  The  authors  have  suggested  the  potential  use  of  RB 
plasma  jet  for  wound  sterilization,  although  the  increasing  levels  of  NO  may  concern  to  treating 
wound  tissue.  So  far,  there  have  been  no  report  of  plasma  treatment  on  bacterial  infected  wounds 
being  negatively  impacted  in  rodent"^"^  and  porcine^  models  or  human  clinical  trials"^^.  The  RB 
plasma  source  can  be  extended  further  to  personal  and  small  scale  treatment  of  wound  infections, 
medical  instrumentation  sterilization,  along  with  food  and  agricultural  product  sterilization  and 
detoxification. 


IV.  CONCLUSION 

In  conclusion,  we  have  developed  a  portable,  light  weight  resistive  barrier  (RB)  plasma 
jet  applicable  for  a  range  of  biomedical  applications  including  bacterial  inactivation  in  aqueous 
media.  The  RB  plasma  jet  can  be  operated  at  both  DC  and  standard  low  frequency  AC,  and  also 
able  to  function  effectively  in  both  direct  and  indirect  plasma  exposure  configurations  based  on 
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the  type  of  treatment  targets  and  applications.  The  characteristics  of  the  RB  plasma  jet  such  as 
the  voltage-current  curves,  plasma  power,  plasma  gas  temperature  and  RNS  concentrations  were 
characterized.  The  voltage-current  waveform  analysis  resulted  the  plasma  power  to  be  26  W.  A 
high  resolution  optical  emission  spectroscopy  diagnostic  analysis  of  the  N2  second  positive  band 
system  N2C-fi(2-l-)  rotational  transitions  in  the  364-383  nm  range  showed  the  gas  temperatures 
equivalent  to  the  rotational  {Trot)  temperatures  to  be  as  3000  °C  at  0.2  cm  from  the  exit  and 
decayed  to  2000  °C  at  0.8  cm  and  continued  to  decay  to  1500  °C  at  1.5  cm  and  to  1000  °C  at  2 
cm  and  the  jet  temperature  reached  room  temperature  with  the  addition  of  external  cooling  unit 
for  the  indirect  treatment  mode.  The  parts  per  million  (ppm)  concentration  of  the  nitric  oxide 
(NO)  at  different  spatial  distances  from  the  tip  of  the  plasma  jet  were  measured  to  be  in  the  rage 
of  500-660  ppm  at  5  cm  distance  from  the  electrode  and  drops  to  -'100  ppm  at  60  cm.  The  RB 
plasma  jet  was  effective  in  inactivating  the  S.  aureus  and  E.  coli  in  less  than  120  seconds 
determined  by  measuring  the  density  of  bacteria  growing  in  liquid  cultures,  in  both  direct  and 
indirect  exposure  treatment  modes.  The  N.  meningitidis  appeared  to  show  some  resistance  to 
inactivation  and  required  extended  plasma  exposure  as  compared  to  S.  aureus  and  E.  coli, 
especially  when  the  RB  plasma  jet  was  used  in  the  indirect  mode.  The  RT-PCR  based  pilC  gene 
expression  analysis  was  done  on  60  second  direct  plasma  treated  N.  meningitidis  samples  at 
which  only  partial  inactivation  was  achieved.  The  results  revealed  that  although  a  significant 
inactivation  was  not  observed  as  determined  by  bacterial  growth,  the  genes  that  control  the 
ability  of  bacteria  to  cause  an  infection  were  being  inhibited  by  at  least  4  fold  differences  as 
compared  to  untreated  bacteria.  However,  the  ability  of  N.  meningitidis  to  partially  resist  direct 
plasma  and  completely  resist  indirect  plasma  treatment  suggest  that  it  has  incorporated  processes 
that  are  regulated  by  genes  that  are  directed  by  external  stimuli  such  as  NO  from  the  RB  plasma 
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jet.  The  findings  indicate  that  N.  meningitidis  displayed  some  tolerance  to  plasma  and  the  long 
lived  reactive  nitrogen  species,  indicating  the  need  for  further  research  toward  the  specific 
bacterial  inactivation  mechanisms  of  plasma  derived  reactive  nitrogen  species. 
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LIST  OF  FIGURE  CAPTIONS 


FIG  1.  The  schematic  set  up  of:  (a)  the  RB  air  plasma  jet,  (b)  direct  and  indirect  plasma 
exposure. 

FIG  2.  Voltage-current  waveform  of  the  RB  air  plasma  jet. 

FIG.  3.  Experimental  and  simulated  air  plasma  emission  spectra  of  N2  SPS  for  fixed  power  of  26 
Watt  without  cooling  unit  and  at  distances:  (a)  0.2  cm,  (b)  0.8  cm,  (c)  1.5  cm,  and  (d)  2  cm  after 
the  nozzle. 

FIG.  4.  Gas  temperature  as  a  function  of  distance  from  the  tip  of  the  RB  plasma  jet.  Air 
discharge  and  fixed  power  of  26  Watt  (No  cooling  unit). 

FIG.  5.  NOx  on  entration  (ppm)  at  different  distan  es  from  plasma  jet’s  nozzle  without  the 
cooling  unit. 

FIG.  6.  NOx  concentrations  of  the  RB  plasma  jet  with  and  without  cooling  unit. 

FIG. 7.  Inactivation  efficacies  of  RB  plasma  jet  as  a  function  of  direct  plasma  exposure  treatment. 
Density  measurements  over  24  hr  post  treatment  on:  (a)  S.  aureus,  (b)  E.  coli,  (c)  N.  meningitidis. 

FIG.  8.  Bacterial  growth  represented  in  terms  of  CFUs  on  agar  plates  for  (a)  S.  aureus,  (b)  E. 
coli.  (left)-control  without  plasma  treatment,  (right)-120s  direct  RB  plasma  jet  treated. 

FIG.  9.  Inactivation  efficacies  of  RB  plasma  jet  as  a  function  of  indirect  plasma  exposure 
treatment.  Density  measurements  over  24  hr  post  treatment  on:  (a)  S.  aureus,  (b)  E.  coli,  (c)  N. 
meningitidis. 
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FIG.  10.  Comparative  24-hr  post  treatment  inactivation  results  for  S.  aureus,  E.  coli  and  N. 
meningitidis  by  RB  plasma  jet  exposure  in:  (a)  direct  plasma  treatment,  (b)  indirect  plasma 
treatment  -modes. 

FIG  1 1 .  Quantitative  PCR  analysis  of  relative  expression  of  pilC  in  N.  meningitidis  untreated  and 
60  second  of  RB  plasma  jet  direct  treatment. 
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FIG  1.  The  schematic  set  up  of:  (a)  the  RB  air  plasma  jet,  (b)  direct  and  indirect  plasma 
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FIG  2.  Voltage-current  waveform  of  the  RB  air  plasma  jet. 
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FIG.  3.  Experimental  and  simulated  air  plasma  emission  spectra  of  N2  SPS  for  fixed  power  of  26 


watt  without  cooling  unit  and  at  distances:  (a)  0.2  cm,  (b)  0.8  cm,  (c)  1.5  cm,  and  (d)  2  cm  after 


the  nozzle. 
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FIG.  4.  Gas  temperature  as  a  function  of  distance  from  the  tip  of  the  RB  plasma  jet.  Air 
discharge  and  fixed  power  of  26  watt  (No  cooling  unit). 
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FIG.  5.  NOx  on  entration  (ppm)  at  different  distan  es  from  plasma  jet’s  nozzle  without  the 

eooling  unit. 
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FIG.  6.  NOx  concentrations  of  the  RB  plasma  jet  with  and  without  cooling  unit. 
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FIG. 7.  Inactivation  efficacies  of  RB  plasma  jet  as  a  funetion  of  direct  plasma  exposure  treatment. 
Density  measurements  over  24  hr  post  treatment  on:  (a)  S.  aureus,  (b)  E.  coli,  (c)  N.  meningitidis. 
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FIG.  8.  Bacterial  growth  represented  in  terms  of  CPUs  on  agar  plates  for  (a)  S.  aureus,  (b)  E. 
coli.  (left)-control  without  plasma  treatment,  (right)-120s  direct  RB  plasma  jet  treated. 
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FIG.  9.  Inactivation  efficacies  of  RB  plasma  jet  as  a  function  of  indirect  plasma  exposure 


treatment.  Density  measurements  over  24  hr  post  treatment  on;  (a)  S.  aureus,  (b)  E.  coli,  (c)  N. 


meningitidis. 
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FIG.  10.  Comparative  24-hr  post  treatment  inactivation  results  for  S.  aureus,  E.  coli  and  N. 
meningitidis  by  RB  plasma  jet  exposure  in;  (a)  direct  plasma  treatment,  (b)  indirect  plasma 
treatment  -modes. 
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FIG  1 1 .  Quantitative  PCR  analysis  of  relative  expression  of  pilC  in  N.  meningitidis  untreated  and 
60  second  of  RB  plasma  jet  direct  treatment. 
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